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PREFACE. 


S.  Maw,  Son  & Thompson,  in  submitting  to  the  attention  of  the 
Trade  a new  and  improved  Edition  of  the  Book  of  Illustrations  to  their 
Quarterly  Price-Current,  tender  their  sincere  thanks  for  the  liberal  support 
they  have  hitherto  received,  and  earnestly  solicit  its  continuance. 

Having  had  so  many  proofs  of  the  value  of  Illustrations  in  former 
Catalogues,  and  received  such  flattering  acknowledgments  of  their  utility, 
S.  M.,  S.  & T.  have  added  to  their  number  considerably  in  the  present 
work,  and  spared  no  expense  to  render  it  as  complete  as  possible. 


London,  1882! 
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INSTRUMENTS  FOR  CAPITAL  OPERATIONS, 
AMPUTATIONS,  ANEURISM,  ETC. 
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Amputation  Cases. 
Amputation  Knives. 
Armamentarium. 

Army  Cases. 

Army  Panniers. 

Artery  Forceps. 

Bullet  Extractors,  Etc. 
Bullet  Scoop. 
Emigration  Case. 

Field  Case. 


Gunshot  Probes. 

Instrument  Cabinet  for  Hospitals. 
Ligature  Silk  and  Wire. 

Navy  Cases. 

Needle  Holders. 

Needles. 

Operation  Cases. 

Peninsular  and  Oriental  Service  Case. 
Royal  Mail  Service  Case. 

Tourniquets. 


BOOK  OF  ILLUSTRATIONS 


PART  I., 

S.  MAW,  SON  & THOMPSON’S 

QUARTERLY  PRICE-CURRENT. 


SURGEONS’  INSTRUMENTS,  Etc. 


SECTION  I. 


Fig.  I 


AMPUTATION  CASE. 


Catlin. 

Forceps,  Artery, 
Forceps,  Bone. 
Knives  (Two). 
Needles. 


Saw. 

Saw,  Finger. 
Silk. 

Tenaculum. 

Tourniquet. 
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S.  MAW,  SON  THOMPSON,  LONDON 


[Section  I. 


Fig.  2. — FIELD  OPERATION  CASE,  Contains  : — 


Catheter,  Elastic. 
Catheter,  Plated. 
Catlin. 

Elevator,  Skull. 
Forceps,  Artery. 
Forceps,  Bone. 
Forceps,  Bullet. 
Forceps,  Skull. 
Knives  (Two). 
Needles  and  Silk. 


Saw. 

Saw,  Finger. 

Saw,  Skull. 

Scalpels  (Three). 
Tenaculum. 

Tourniquet. 

Tourniquets,  Field  (Three). 
Trephine. 

Trephine  Brush. 


Fig.  C5.—OPERATION  CASE,  Contains  :— 


Catheter,  Elastic. 
Catheter,  Plated. 
Catlin. 

Elevator,  Skull. 
Forceps,  Artery. 
Forceps,  Bone. 

Forceps,  Bullet. 
Forceps,  Teeth  (Three). 
Knives  (Two). 


THE  FOLLOWING  ARE 

Canula,  Tracheotomy. 

Catheter,  Female. 

Catheters,  in  Case,  Elastic  (Four). 

Catheters,  in  Case,  Silver  (Four). 

Crotchet  and  Blunt  Hook. 

Cupping  Instruments  (Fig.  i.  Section  II). 


Needles  and  Silk. 
Saw. 

Saw,  Finger. 

Saw,  Skull. 

Scalpels  (Three). 
Tenaculum. 

Tooth  Key. 
Tourniquet. 

Trephine  and  Brush. 


ALSO  NECESSARY 

Forceps,  Craniotomy. 

Forceps,  Midwifery. 

Lancets  (Four  in  Case). 

Perforator. 

Pocket  Dressing  Instruments  (Fig.  i.  Section  III). 
Tooth  Instruments  (Fig.  2,  Section  VII). 


Section  I.] 


ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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Amputation  and  Operation  Instruments,  Etc.  {Continued). 


Fig.  2 


FIELD  OPERATION  CASE. 


Fig.  3 


Commissioners. 


OPERATION  CASE,  in  accordance  with  the  Regulations  of  the  Emigration 
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MA  W,  SON  THOMPSON,  LONDON. 


[Section  I. 


' Fig.  4.— operation 

Bistouries,  Straight  (Two). 

Catlin. 

Forceps,  Artery  (Two). 

Forceps,  Bone. 

Forceps,  Bullet. 

Forceps,  Dressing. 

Knives  (Four). 

Needle,  Aneurism. 


CASE,  Contains  : — 

Needles  and  Silk. 

Saw. 

Saw,  Metacarpal. 

Scalpels  (Two). 

Tenaculum. 

Tourniquets  (Two). 
Tourniquets,  Field  (Three). 


Fig.  4A.— amputation 


CASE,  Contains:— 


Catlin. 

Forceps,  Artery. 

Forceps,  Bone,  Fergusson’s. 
Knives  (Two). 


S.AW. 

Saw,  Finger. 
Silk. 

Tenaculum. 


N eedles. 


Tourniquet. 


Section  I]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


Amputation  and  Operation  Instruments,  Etc.  {Contmued). 


Fig.  4 


OPERATION  CASE, 


Fig.  4 a 


Q.PmCHOLUii 


AMPUTATION  CASE. 
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6'.  MA  W,  SON  &->  THOMPSON,  LONDON. 


[Section  I. 


Fig.  5.— operation 

Bistouries,  Curved  (Two). 

Bistouries,  Straight  (Two). 

Canulas,  Tracheotomy  (Two). 

Catheter,  Female. 

Catheters,  Elastic  (Four). 

Catheters,  Silver  (Three). 

Cutting  Pliers. 

Director,  Canaliculus. 

Director,  Dressing. 

Director,  Hernia. 

Elevator,  Skull. 

Extractor,  Bullet. 

Forceps,  Artery,  “Bull  Dog”  (Four). 
Forceps,  Artery,  Liston’s. 

Forceps,  Artery,  Syme’s. 

Forceps,  Bone. 

Forceps,  Bullet. 

Forceps,  Dressing. 

Forceps,  Gouge. 

Forceps,  Lion. 

Forceps,  Midwifery. 

Forceps,  Necrosis. 

Foreign  Body  Scoop. 

Glass  Bottle  for  Oil. 

Gouge. 

Knife,  Hernia. 

Knife,  Tenotomy. 


CASE,  Contains  : — 

Knives  (Four). 

Needle,  Aneurism. 

Needle,  Cataract. 

Needle,  Liston’s. 

Needles,  Suture. 

Plaster. 

Probang. 

Probe,  Anel’s. 

Probe,  Dressing. 

Probe,  Gun-shot. 

Probes,  Bowman’s. 
Raspatory. 

Saw. 

Saw,  Dr.  Butcher’s. 

S.A.W,  Skull. 

Scalpel,  Cartil.vge. 
Scalpels  (Six). 

Scissors. 

Silk  and  Wire. 

Styles,  Lachrymal  (Two). 
Syringe,  Hydrocele. 
Tenaculum. 

Thread  and  Wax. 
Tourniquet. 

Tourniquets,  Field  (Three). 
Trephines  (Two). 

Trocars  (Three). 
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Amputation  and  Operation  Instruments,  Etc.  {Continued). 


Fig.  5 
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MA  W,  SON  (Sr-  THOMPSON,  LONDON. 


[Section  I. 


Fig.  6. — OPERATION  CASE,  Contains  : — 


Bistouries,  Curved  (Two). 

Bistouries,  Straight  (Two). 

Canulas,  Tracheotomy  (Two). 
C.-VTHETER,  Female. 

C.VTHETERS,  ELASTIC  (Four). 

Catheters,  Silver  (Three). 

Cutting  Pliers. 

Director,  Canaliculus. 

Director,  Dressing. 

Director,  Hernia. 

Elevator,  Skull. 

Extractor,  Bullet. 

Forceps,  Artery,  “Bull  Dog”  (Four). 
Forceps,  Artery,  Liston’s. 

Forceps,  Artery,  Syme’s. 

Forceps,  Bone. 

Forceps,  Bullet. 

Forceps,  Dressing. 

Forceps,  Gouge. 

Forceps,  Lion. 

Forceps,  Midwifery. 

Forceps,  Necrosis. 

Foreign  Body  Scoop. 

Glass  Boti’le  for  Oil. 

Gouge. 

Knife,  Hernlv. 

Knife,  Tenotomy. 


Knives  (Four). 

Needle,  Aneurism. 

Needle,  Cataract. 

Needle,  Liston’s. 

Needles,  Suture. 

Plaster. 

Probang. 

Probe,  Anel’s. 

Probe,  Dressing. 

Probe,  Gun-shot. 

Probes,  Bowman’s. 
Raspatory. 

Saw. 

Saw,  Dr.  Butcher’s. 

Saw,  Skull. 

Scalpel,  Cartilage. 
Scalpels  (Six). 

Scissors. 

Silk  and  Wire. 

Styles,  Lachrymal  (Two). 
Syringe,  Hydrocele. 
Tenaculum. 

Thread  and  Wax. 
Tourniquet. 

Tourniquets,  Field  (Three). 
Trephines  (Two). 

Trocars  (Three). 


Fig.  7.— operation  CASE,  Contains:— 


Bistoury,  Curved. 

Blstoury,  Straight. 

Canula,  Tracheotomy. 
Catheters,  Elastic  (Three). 
Catheters,  Plated  (Two). 
Director,  Herni.\. 

Forceps,  Artery. 

Forceps,  Bone. 

FORCEP.S,  “Bull  Dog”  (Two). 
Forceps,  Bullet. 

Forceps,  Dressing. 

Knives  (Three). 

Needle,  Aneurism. 

Needle,  Liston’s. 


Needles,  Suture. 
Probang. 

Probe,  Gun-shot. 
Saw. 

Saw,  Shifting  Back. 
Scalpel,  Cartilage. 
Scalpels  (Three). 
Silk. 

Tenaculum. 

Thread. 

Tourniquet. 

Trephine. 

Trocar,  Bladder. 
Trocar,  Hydrocele. 
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Amputation  and  Operation  Instruments,  Etc.  {Continued). 


OPERATION  CASE,  in  accordance  with  the  Army  Regulations. 

Fig.  7 


OPERATION  CASE,  in  accordance  with  the  Army  Regulations. 
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Fig.  8.— operation  CASE,  Contains:— 


Bistouries,  Curved  (Two). 
Bistoury,  Fistula. 

Catheter,  Female. 

Catheters,  Elastic-gum  (Two). 
Catheters,  Silver  (Two). 
Catlin. 

Elevator,  Tooth. 

Elevators,  Skull  (Two). 
Forceps,  Artery  (Three). 
Forceps,  Bone. 

Forceps,  Bullet. 

Forceps,  Skull. 

Forceps,  Tooth  (Two). 

Knives,  Double-edged  (Four). 
Lancet,  Gum. 

Lenticular. 

Needle,  Aneurism. 

Needles,  Seton  (Two). 
Needles,  Suture. 


Probe,  Gun-shot. 

Punch,  Tooth. 

Saw. 

Saw,  Finger. 

Saw,  Metacarpal. 

Saw,  Skull. 

Scalpel,  Cartilage. 

Scalpels  (Five). 

Scoop,  Bullet. 

Silk. 

Tooth  Key. 

Tourniquet  Fittings  (Four  Sets). 
Tourniquets  (Two). 

Tourniquets,  Field  (Two). 

Trephine  Brush. 

Trephines  (Two). 

Trocar,  Abdomen,  with  extra  Canula. 
Trocar,  Exploring. 

Trocar,  Hydrocele. 
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Amputation  and  Operation  Instruments,  Etc.  [Continued). 


Fig.  8 


OPERATION  CASE. 
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[Section  I. 


Fig.  9.— operation  CASE,  Contains:— 


Bistouries,  Curved  (Two). 
Canulas,  Tracheotomy  (Two). 
Catheters,  Elastic-gum  (Two). 
Catheters,  Silver  (Two). 
Catlins  (Two). 

Elevator,  Skull. 

Forceps,  Artery. 

Forceps,  Bone. 

Forceps,  Bullet. 

Forceps,  Skull. 

Forceps,  Tooth  (Two). 

Knives  (Three). 

Lancet,  Gum. 

Lenticulars  (Two). 

Needles,  Seton  (Two). 
Needles,  Suture. 

Probang. 


Probang,  Jointed. 
Probe,  Gun-shot. 
Punch,  Tooth. 
Raspatory. 

Saw,  and  Spare  Blade. 
Saw,  Metacarpal. 

Saw,  Skull. 

Scalpels  (Six). 

Scissors,  Probe  Points. 
Silk. 

Skull  Razor. 

Tooth  Key. 
Tourniquets  (Six). 
Trephine  Brush. 
Trephines  (Two). 
Trocar,  Abdomen. 
Trocar,  Hydrocele. 


I 

THE  FOLLOWING  ARE  ALSO  NECESSARY:— 


Apparatus  for  Restoring  Suspended  Animation,  j' 
Bandages,  Eighteen  Tailed  (Two).  | 

Bandages,  Flannel  or  Linen  (Twelve). 

Bougies  in  Case  (Two  Dozen). 

Cupping  Instruments  (Fig.  i,  Section  II). 
Dressing  Instruments  (Fig.  i,  Section  III).  || 


Lancets  in  Case  (Si.x). 
Syringes,  Pewter,  8-oz.  (Two). 
Syringes,  Pewter,  ^-oz.  (Six). 
Tape  and  Webbing. 
Thermometer,  Clinical. 

Wood  Chest  for  the  Outfit. 
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Amputation  and  Operation  Instruments,  Etc.  {Coniinued). 


OPERATION  CASE,  in  accordance  with  the  Navy  Regulations. 


Fig.  9 
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[Section  I. 


Fig.  ro. — OPERATION  CASE,  Contains  : — 


Catheters,  Elastic  (Two). 

Probang. 

Catheters,  Silver  (Two). 

Probe,  Gun-shot. 

Catlin. 

Punch,  Tooth. 

Elevator,  Skull. 

Saw. 

Forceps,  Artery. 

Saw,  Metacarpal. 

Forceps,  Bone. 

Saw,  Skull. 

Forceps,  Bullet. 

Scalpels  (Six). 

Forceps,  Skull. 

Silk. 

Forceps,  Tooth  (Two). 

Tenaculums  (Two). 

Knives  (Three). 

Thread. 

Lancet,  Gum. 

Tourniquets  (Two). 

Needle,  Seton. 

Trephines  (Two). 

Needles,  Suture. 

Trocars  (Two). 

THE  FOLLOWING  ARE  ALSO  NECESSARY:— 

Bandages  (Three). 

Lancets  (Twelve). 

Bougies  in  Case  (Six). 

Splints,  Lined  (One  Set). 

Dressing  Instruments  (Fig.  i,  Section  III). 

Syringes,  Pewter  (Six). 

Thermometer,  Clinical. 


Fig.  II.— operation  CASE,  Contains:— 


Catheters,  Elastic-gum  (Three). 
Catheters,  Silver  (Two). 
Director. 

Elevator,  Skull. 

Forceps,  Bone. 

Forceps,  Tooth  (Two). 

Knife,  Hernia. 

Knives  (Two). 


Needle,  Aneurism. 
Needles,  Suture. 

Saw. 

Saw,  Skull. 

Scalpels  (Two). 

Silk. 

Trephine  and  Brush. 
Trocars  (Two). 


THE  FGLLOWlNCx 

Dressing  Instruments  (Fig.  i.  Section  III). 
Obstetric  Forceps,  Perforator,  and  Blunt 
Hook. 


ARE  ALSO  NECESSARY 

! Syringe,  Hypodennic. 

' Thermometer,  Clinical. 

Vaccine  Lymph  (Twelve  Tubes). 
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[Section  I. 


Fig.  12.— operation 

Bistouries,  Curved  (Two). 

Bistouries,  Straight  (Two). 

Canula,  Tracheotomy. 

Catheters,  Elastic-gum  (Three). 

Catheters,  Plated  (Three). 

Catlin. 

Elevator,  Skull. 

Extractor,  Bullet. 

Forceps,  Artery. 

Forceps,  Bone. 

Forceps,  Bullet. 

Forceps,  Necrosis. 

Forceps,  Skull. 

Forceps,  Throat. 

Forceps,  Tooth. 

Forceps,  Torsion. 

Forceps,  Urethra. 

Knives  (Three). 

Needle,  Aneurism. 

Needles,  Suture. 

Probang. 

Probang,  Jointed. 


CASE,  Contains  : — 

Probe,  Dressing. 

Probe,  Gun-shot. 

Probe,  N^laton’s. 

Probes,  An  el’s. 

Saw. 

Saw,  Finger. 

Saw,  Skull. 

Scalpels  (Six). 

Scissors,  Curved,  Probe  Points. 
Scissors,  Straight. 

Serre-fines  (Two). 

Silk  and  Thread. 

Styles  (Two). 

Syringe,  Hydrocele. 
Tenaculum. 

Tourniquets  (Two). 
Tourniquets,  Field  (Three). 
Trephine  Brush. 

Trephines  (Two). 

Trocar,  Abdomen. 

Trocar,  Hydrocele. 

Wire. 


Fig.  13.— operation  CASE,  Contains:— 


Catheter. 
Forceps,  Artery. 
Forceps,  Bone. 
Forceps,  Bullet. 
Knives  (Two). 
Needles,  Suture. 


Probe,  Gun-shot. 
Saw. 

Silk. 

Thread. 

Tourniquets  (Two). 


Wire. 
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Amputation  and  Operation  Instruments,  Etc.  {Continued). 


OPERATION  CASE. 


C z 
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Fig.  14.— operation 
Bistouries,  Curved  (Two).  j 

I 

Bistouries,  Straight  (Two).  | 


Catlin. 

Director,  Hernia, 

Elevator,  Skull. 

Forceps,  Arterv. 

Forceps,  Bone. 

Forceps,  Bullet. 

Knife,  Circular. 

Knife,  Hernia. 

Knives  (Two). 

Needle,  Aneurism. 

THE  FOLLOWING  ARE 

Bougies  (Six  in  Case).  j 

Catheter,  Female. 

Catheters,  Silver,  Male  (Three). 

Cupping  Instruments  (Fig.  i,  Section  II).  i 


CASE,  Contains 

Needles,  Suture. 

Probe,  Gun-shot. 

Saw. 

Saw,  Finger. 

Saws,  Skull  (Two). 

Scalpels  (Three). 

Tourniquet. 

Trephine. 

Trephine  Brush. 

Trocar,  Abdomen. 

Trocar,  Hydrocele. 

Wire  and  Silk. 

ALSO  NECESSARY 

F orceps,  M idwifery. 

Lancets  (Six). 

Pocket  Instruments  (Fig.  i.  Section  III), 
Tooth  Instruments. 


Fig.  15.— amputation  CASE,  Contains;— 


Catlin. 


Saw. 


Knife. 


Saw,  Skull. 


Needles  and  Silk. 


Tourniquet. 
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Amputation  and  Operation  Instruments,  Etc.  {Continued). 


Fig.’  14 


OPERATION  CASE  for  Surgeons  in  the  Peninsular  and  Oriental  Company's  Service. 


Fig.  15 


AMPUTATION  CASE. 


ti 

i£. 
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[Section  I. 


Fig.  i6. — OPERATION  CASE,  Contains: — 


Bistouries,  Curved  (Two). 
Bistouries,  Straight  (Two). 

C.ATLIN. 

Director,  Hernia. 
Elevator,  Skull. 

Forceps,  Artery  (Two). 
Forceps,  Bone. 

Forcep.s,  Bullet. 

Forceps,  Dressing. 

Knives  (Two). 

Needle,  Aneurism. 


Needles  and  Silk. 
Probe,  Gun-shot. 
Raspatory. 

Saw. 

Saw,  Finger. 

Saws,  Skull  (Two). 
Scalpels  (Three). 
Trephine. 

Trephine  Brush. 
Trocar,  Abdomen. 
Trocar,  Hydrocele. 


THE  FOLLOWING  ARE  ALSO  NECESSARY 


Bandages  (Two  Dozen). 

Bougies  (Six  in  Case). 

Catheters  (Fig.  36,  Section  VIII). 

Cupping  Instruments  (Fig.  i,  Section  II). 
Lancets  (Six). 

Obstetric  Forceps,  Perforator  and  Blunt  Hook. 
Pocket  Dressing  Instruments  (Fig.  i.  Sec- 
tion III). 


Probang. 

Splint,  Liston’s. 

Splints,  Lined  (One  Set). 

Syringe,  Pewter  (One  Pint). 

Syringes,  Urethra  (Six). 

Tape. 

Thread. 

Tooth  Instruments  (Fig.  2,  Section  VII). 


Fig.  17.— portable  FIELD  OPERATION  CASE,  Contains: 


Bistouries,  Curved  (Two) 
B1STOURIE.S,  Straight  (Two). 
Brushes,  Caustic  (Two). 
Canula,  Tracheotomy. 
Catheter,  Silver  (No.  8). 
Catlin. 

Caustic  with  Silver  Case. 
Elevator,  Skull. 
Extractor,  Bullet. 
Forceps,  Artery  (Two). 
Forceps,  Bone. 

Forceps,  Bullet. 

Forcep.s,  Skull. 

Forceps,  Tooth. 

Knife,  Hernia. 

Knife,  Tenotomy. 

Knives  (Two). 

Lancet,  Gum. 

Lint. 

Needle,  Aneurism. 

Needle,  Liston’.s. 

Needles,  Suture. 

Oiled  Silk. 


Plaster,  Adhesive. 
Plaster,  Isinglass. 
Plaster  on  Oiled  Silk. 
Probang. 

Probe,  Gun-shot. 

Probe,  Ni'iLATON’s. 

Saw. 

Saw,  Finger. 

Saw,  Metacarpal. 

Saw,  Skull. 

Scalpels  (Four). 

SCIS.SORS. 

Scoop,  Bullet. 

Syringe,  Hydrocele. 
Tenaculum. 

Thread,  Silk,  and  Wire. 
Tissue,  Guita-percha. 
Tooth  Key. 

Tooth  Punch. 

Trephine  and  Brush. 
Trocar,  Abdomen. 
Trocar,  Exploring. 
Trocar,  Hydrocele. 
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Amputation  and  Operation  Instruments,  Etc.  (Continued). 


Fig.  16 


OPERATION  CASE  for  Surgeons  in  the  Royal  Mail  Steam  Packet  Service. 


6'.  MAIV,  SOJV  ^ THOMPSON,  LONDON. 


[Section  I. 


Fig.  i8.— army  PANNIERS,  FOR  300  MEN  AND  UPWARDS,  MADE 
OF  STRONG  WICKER,  AND  COVERED  WITH  HIDE. 


CONTENTS  OF  INSTRUMENT  PANNIER:— 

Complete  set  of  Instruments,  enclosed  in  a strong  patent-leather  cover.  Pocket  Dressing 
Instruments,  Enema  Apparatus,  two  dozen  Calico  Bandages,  three  Water-dressing 
Bandages,  twelve  Elastic-gum  Bougies,  twelve  Elastic-gum  Catheters,  Needles,  Tape, 
Ligature  Thread,  six  Field  Tourniquets,  one  Spiral  Tourniquet,  four  pairs  of  Cline’s  Leg 
Splints,  set  of  Arm  Splints,  set  of  lined  Splints,  Pewter  Bed  Pan,  Metal  Washing 
Basin,  and  two  packets  of  Pins. 


CONTENTS  OF  MEDICINE  PANNIER:— 

Thirty-one  green  flint  stoppered  square  Bottles  (two  32-oz.,  two  8-oz.,  five  4-oz.,  twelve  2-oz., 
five  i-oz.,  and  five  |-oz.),  five  2-oz.  Capped  Ethers,  six  small  Japanned  Tin  Bo.xes,  Pill 
Tile,  Scissors,  Pill  Knife,  Bolus  Knife,  Glass  Measures,  Mortar  and  Pestle,  Pewter  Cup, 
Scales  and  Weights,  1 lb.  Cotton  Wool,  three  Sponges,  half-quire  Demy  Paper,  I wine, 
Waxed  Paper,  Gutta-percha  Tissue,  three  Toz.  Glass  Syringes,  Bull’s-eye  Lantern, 
Corkscrew,  one  yard  Oiled  Silk,  Pill  Boxes,  Gallipots,  Corks,  Wax  Candles,  Glass 
Inkstand,  Writing  Paper,  Slip  Labels,  Pens,  Wafers,  Sealing  Wax,  Tin  of  Wax  Matches, 
and  Empty  Tins  for  tea,  sugar,  arrowroot,  and  coffee. 
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Amputation  and  Operation  Instruments,  Etc.  {Continued). 


PAIR  OF  ARMY  PANNIERS,  packed  for  Transport. 


Fig.  18 


PAIR  OF  ARMY  PANNIERS,  forming  an  Operation  Table. 


MEDICINE  PANNIER,  Open. 


INSTRUMENT  PANNIER,  Open. 


26  i-.  MAPV,  SON  fir-  THOMPSON,  LONDON.  [Section  I. 

Fig.  19.— SURGEONS’  ARMAMENTARIUM,  Contains  . 

Bistouries,  Curved  (Two). 

■ Eye  Instruments  {Continued) — 

Needles,  Vesico-Vaginal  Fis- 

Bougies  A Boule. 

Retractor. 

TULA. 

Canula,  Belloc’s. 

Retractor,  Stop. 

Ophthalmoscope. 

Canula,  Tracheotomy,  Silver. 

Scarifier. 

Probe,  Bullet. 

Canula,  Tracheotomy,  Vulca-  ’ 

Scissors. 

Probe,  Playfair’s  Uterus. 

NITE. 

Spoon,  Double. 

Probes,  Dressing  (Two). 

Catheter,  Bladder. 

Style. 

Saw,  Amputation. 

Catheter,  Eustachian. 

Vectis. 

Saw,  Metacarpal. 

Catheters,  Female  (Two). 

Forceps,  Artery. 

Scalpels  (Six). 

Catheters  (Set  of  Twelve). 

Forceps,  Bone. 

Scissors,  Fistula. 

Catlin. 

Forceps,  “Bull  Dog”  (Two). 

Scissors,  Hare-lip. 

Depressor,  Nose. 

Forceps,  Caustic. 

Scissors,  Richardson’s. 

Depressor,  Uterus. 

Forceps,  Dissection. 

Scissors,  Uvula. 

Dilator,  Hernia. 

Forceps,  Foreign-body. 

Sound,  Simpson’s  Uterus. 

Director,  Fistula. 

Forceps,  Hare-lip. 

Sound,  Sliding. 

Director,  Hernia. 

Forceps,  Lithotomy. 

Sounds,  Bladder  (Two). 

Ecraseur. 

Forceps,  Phymosis. 

Speculum,  Ear. 

Eye  Instruments  : — 

Forceps,  Pile  (Two  Pairs). 

Speculum,  Rectum. 

Curette. 

Forceps,  Polypus. 

Speculum,  Vagina. 

Cystotome. 

Forceps,  Sinus.  , 

Stricture  Dilator. 

Forceps,  Cilia. 

Forceps,  Throat,  Curved. 

Syringe,  Bladder. 

Forceps,  Entropium. 

Forceps,  Throat,  Mackenzie’s. 

Syringe,  Ear. 

Forceps,  Fixing. 

Forceps,  Tooth  (Six  Pairs). 

Syringe,  Hydrocele. 

Forceps,  Iris. 

Forceps,  Torsion. 

Syringe,  Hypodermic, 

Gouge,  Walton’s. 

Forceps,  Uterus. 

Tenaculum. 

Hook,  Bowman’s. 

Guillotine. 

Thermometers,  Clinical 

Hook,  Critchett’s. 

Knife,  Breast. 

(Two). 

Hook,  Tyrrell’s. 

Knife,  Hernia. 

Trocar,  Abdomen. 

Knife,  Canaliculus. 

Knives,  Amputation  (Four). 

i Trocar,  Ascites. 

Knife,  Cataract. 

Knives,  Finger  (Two). 

1 Trocar,  Bladder. 

Knife,  Graefe’s. 

Knives,  Lithotomy  (Two). 

Trocar,  Exploring. 

Knife,  Sichel’s. 

Laryngoscope. 

Trocar,  Hydrocelf„ 

Knives,  Iridectomy  (Two). 

j Lithotrite. 

Trocar,  Ovariotomy. 

Needles,  Bowman’s  Stop. 

[ Metrotome. 

Urethrotome,  Maisonneuve’s. 

Needles,  Bowman’s  Suture. 

Needle-holder. 

Urethrotome,  Thompson’s. 

Needles,  Broad. 

! Needle,  Liston’.s. 

Vaccinator. 

Needles,  Cataract  (Two). 

' Needles,  Suture. 

VULSELLUM. 

Section  I.] 
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Amputation  and  Operation  Instruments,  Etc.  {Continued). 

SURGEONS’  ARMAMENTARIUM. 


28 


5.  MA IV,  SOA’’  THOMPSON,  LONDON. 


[Section  I 


Fig.  20.— MAW’S  INSTRUMENT  CABINET  FOR  HOSPITALS,  Contains  :—  ' 


APP.A.RATUS  FOR  PREMATURE 
Labour,  Barnes’. 

Band.age,  Esmarch’s. 
Bistouries,  Curved  (Two). 
Bistouries,  Straight  (Two). 
Bougies  A Boule. 

Bougies,  Cylindrical. 

Bougies,  CEsophagus. 

Bougies,  Sonde-A-Vis. 

Bougies,  Whalebone. 

Canulas,  Tracheotomy  (Three). 

C.ATHETER,  Bl-COUD^E. 
Catheter,  Bladder,  with 
Syringe. 

Catheter,  Caustic. 

Catheter,  Female. 

C.VTHETER  FOR  CLOTS. 

Catheter,  India-rubber. 
C.vTHETER,  Prostate. 

Catheter,  Retentive. 
Catheters,  Brodie’s  (Twelve). 
Catheters,  Elastic  (Twelve). 
Catlin. 

Clamp  and  Forceps,  Ovario- 
tomy. 

Clamp,  Curling’s  Rectum. 
Clamp,  Smith’s  Rectum. 
Crotchet  and  Blunt  Hook. 
Depressor,  Tongue. 

Dilator,  Urethra. 

Director,  Hernia. 

Elevator,  Necrosis. 

Elevator,  Tooth. 

Eustachian  Syringe. 
Eustachi.an  Tube. 

Extractor,  Bullet. 

Extractor  and  Canulas,  Cal- 
culus. 

Eye  Instruments  : — 

CURETl’E  AND  CYSTOTOME. 

Director,  Canaliculus. 
Forceps,  Cilia. 

Forceps,  Entropium. 
Forceps,  Fixing. 

Forceps,  Iris  (Two). 

Hook,  Double. 

Knife,  Canaliculus, 
Weber’s. 

Knife,  Cataract,  Weber’s. 
Knife,  Secondary. 

Knife,  Stelling’s. 

Knives,  Cataract  (Four). 
Knives,  Iridectomy  (Two). 
Needle,  Double. 

Needles,  Bowman’s  (Two). 
Needles,  Cataract  (Four). 
Needles,  Hulke’s  (Two). 
Probes,  Bowman’s. 
Retractor,  Bowman’s. 


i Eye  Instruments  {Conthwed) — 
Retr.actor,  Critchett’s. 
Retractor,  Walton’s. 
Retractors,  Desmarres’ 
(Two). 

Scissors,  Excision. 
Scissors,  Maunoir’s. 
Scissors,  Strabismus. 
Scissors,  Straight. 
Forceps,  Artery. 

P'ORCEPs,  Artery  Cross-action. 
Forceps,  Bone. 

i|  Forceps,  “Bull  Dog”  (Two). 
j!  Forceps,  Bullet. 

■'  Forceps,  Craniotomy. 

Forceps,  Cutting. 

Forceps,  Ear. 

FORCEP.S,  Gouge. 

Forceps,  Hare-lip. 

Forceps,  Lion. 

Forceps,  Lithotomy  (Four). 
Forceps,  Necrosis. 

Forceps,  Skull. 

Forceps,  Throat. 

Forceps,  Tooth  (Seven). 
Forceps,  Torsion. 

Forceps,  Urethra. 

Forceps,  Vulsellum. 

Gorgets,  Lithotomy. 

Gouge,  Necrosis. 

Guillotine. 

Hooks,  Tumour  (Two). 

Irons,  Cautery  (Four). 

Knife,  Hernia. 

Knife,  Paget’s. 

Knife,  Syme’s. 

^ Knives,  Amputation  (Six). 
Knives,  Lithotomy  (Two). 
Lancet. 

Laryngeal  Brushes. 

Ligature  Catgut. 

:i  Ligature  Silk. 

! Ligature  Thread. 

,i  Ligature  Wire. 

''  Lithotrite. 

MeTRO'I'OME. 

Needle-holder. 

Needles,  Aneurism. 

Needles,  NAivus. 

;;  Needles,  Suture. 

Needles,  Tubular  (Five), 
i,  Otoscope. 

: Percusser. 

Perforator,  Simpson’s. 
Pessaries  (Six). 

Pleximeter. 

Post-mortem  Instruments 
Blow-pipe. 

Chisel. 


POST-M  O RTEM  I NSTRU  M EN  TS 

{Continued')  — 

Elevator. 

Forceps. 

Hammer. 

Hooks. 

Knives  (Six). 

Needles. 

Scissors,  Bowel. 

Scissors,  Dissection. 
Tripod. 
j Probang,  Bristle. 

Probangs  (Two). 

Probe,  Gun-shot. 

' Probe,  Nelaton’s. 

Probes  (Two). 
j;  Pulleys,  Dislocation. 

I'  Saw. 

i Saw,  Dr.  Butcher’s. 

I Saw,  Skull. 
j Scalpels  (Six). 

I Scarifier,  Uterus. 

; Scissors,  Fr^num. 

; Scis.soRS,  Grafting. 

Scissors,  Sims’. 

' Scissors,  Uterus. 

Scoop,  Bullet. 

Scoop,  Lithotomy. 

Scoops,  Necrosis  (Two). 

Snare,  Polypus. 

Sound,  Barnes’. 

Sound,  Belloc’s. 

Sounds,  Lithotomy  (Four). 

' Speculum,  Rectum. 

Speculum,  Vagina. 
Sphygmograph. 

Spray,  Ether. 

Staff,  Buchanan’s. 

Staff,  Syme’s. 

Staffs  (Four). 

' Stems,  Uterus  (Six). 

; Stomach  Pump  (Flute  Key),  Maw 
Syringe,  Br.\ss  (2  ozs.). 
Tenaculum. 

Tent  Introducer. 

Tents,  Sponge  (Twelve). 
Thermometer,  Clinical. 
Thimble. 

Trephine. 

Tube,  Barnes’,  for  Oint.ment 
Tube,  Lithotomy. 

I Tourniquet. 

Tourniquets,  Field  (Two). 

I Trephines  (Two). 

Trocar,  Ascites  (Two). 

I Trocar,  Bladder,  Cock's. 
i Trocar,  Hydrocele. 

I Trocar,  Ovariotomy,  Wells. 

1 Urinometer  and  Glass. 
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Amputation  and  Operation  Instruments,  Etc.  {Continued). 


Fig.  20 


MAW’S  INSTRUMENT  CABINET  FOR  HOSPITALS. 
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MAW,  SON  (S-  THOMPSON,  LONDON. 


[Section  I. 


AMPUTATION  KNIVES. 


I 


6 


Fig.  I.  Catlin. 

Fig.  2.  Circular  (8-in.  and  g-in.). 
Fig.  3.  Lisfranc’s. 


45  2 

Fig.  4.  Liston’s  (7-in.,  8-in.,  9-in.,  lo-in.). 

Fig.  5.  Liston’s  (5-in.,  6-in.,  7-in.,  8-in.,  9-in.,  lo-in.) 
Fig.  6.  Liston’s  (Set  of  Three). 


W'/L>  /VWl- 


I-] 


Section 


ILLUSTRATIONS -rO  PART  L,  QUARTERLY  PRLCE-CURRENT. 


Fig.  1. 
Fig.  2. 
FiS-  3- 
Fig.  4. 


Butcher’s,  Dr.  {Dublin) 
Chain. 

Chain. 

Finger. 


Fig.  5- 
Fig.  6. 
Fig.  7. 
Fig.  8. 


Metacarpal. 

Plain. 

Shifting  Back 
Shifting  Back 


SAWS. 


5.  A/AJV,  SON  THOMPSON,  l.ONlK'iN. 


[Section  I. 


ARTERY  FORCEPS. 


\ . 


Fig. 

I. 

Assalini’s. 

Fig. 

2. 

Cross-action. 

Fig- 

3- 

Dieffenhach’s 

Fig. 

4- 

Fenestrated. 

Fig. 

5- 

Fenestrated. 

Fig. 

6. 

Liston’s. 

Fig. 

7- 

Maw’s. 

Fig. 

8. 

Maw’s. 

Fig. 

9- 

Serre-finf, 

Fig. 

lO. 

Sliding. 

Fig. 

1 1. 

Spring. 

Fig. 

12. 

Syme’s. 

Fig. 

13- 

Torsion. 

Fig. 

14. 

Torsion. 

Fig. 

15- 

Torsion. 

Fig. 

16. 

Wilcox’s. 

Section  I.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 
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E2 

9 


II 


Fig.  I. 

Extractor. 

ii  Fig. 

7- 

Probe, 

Metal. 

Fig.  2. 

Extractor. 

Fig- 

8. 

Probe, 

N^laton’s. 

Fig.  3- 

Forceps. 

Fig. 

9- 

Probe, 

Soft  Metal. 

Fig.  4- 

Forceps. 

!■  Fig. 

lO. 

Probe, 

Spiral. 

Fig.  5- 

Forceps. 

Fig. 

1 1. 

Probe, 

Whalebone. 

Fig.  6. 

Probe,  Lecomte’s. 

i Fig. 

12. 

Scoop. 

D 
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5.  MA  W,  SON  (Sr-  THOMPSON,  LONDON. 


[Section  I. 


ANEURISM  TOURNIQUETS. 


Fig.  I.  Carte’s. 
Fig.  2.  Lister’s. 


Fig.  3.  SiGNORONi’S. 

Fig.  4.  S key’s. 


Section  I.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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TOURNIQUETS. 


Fig.  I.  Esmarch’s,  for  the  Bloodless  Operation. 

Fig.  2.  Langenbeck’s,  for  the  Bloodless  Operation. 


5.  Jl/AlV,  SON  THOMPSON,  LONDON. 


[Section  I. 


Fig.  3.  Cousins’  (Southsea). 
Fig.  4.  Maw’s. 


;|  Fig.  5.  Maw’s,  with  Esmarch’s  Band. 

|j  Fig.  6.  Maw’s,  “Field.” 

Fig.  7.  Petii-’s,  Screw. 


Tourniquets  {Continued). 


Section  I.]  ILLUSTRATIONS  TO  PART  I.,  QUARTERLY  PRICE-CURRENI . 


SUTURE  NEEDLES  AND  HOLDERS,  LIGATURE  SILK  AND  WIRE. 


Fig.  I. 
Fig.  2. 
Fig.  3- 
Fig.  4. 
Fig.  5- 
Fig.  6. 
Fig.  7- 
Fig.  8. 
Fig.  9- 
Fig.  10. 
Fig.  II. 


Acupressure. 

Crescent. 

Crescent  (Eye  at  Point). 
Crescent  (Two  liyes). 
Crescent  (for  Wire). 

Crescent  (Triangular). 
Double-curved. 
Double-curved  (Eye  at  Point). 
Half-curved. 

Half-curved  (Eye  at  Point). 
Half-curved  (for  Wire). 


Fig. 

12. 

Half-curved  (Two  Eyes). 

Fig. 

13- 

Straight. 

Fig. 

14. 

Straight  (Eye  at  Point). 

Fig. 

U- 

Straight  (Two  Eyes). 

Fig; 

16. 

Straight  (Triangular  Point). 

Fig. 

17. 

Needle-holder. 

Fig. 

18. 

Needle-holder. 

Fig. 

19. 

N eedle-holder. 

Fig. 

20. 

Ligature  Silk. 

Fig. 

21. 

Ligature  Wire. 

Section  ii. 


CUPPING  APPARATUS,  MINOR  OPERATION, 
HERNIA,  RESECTION,  NECROSIS, 

AND  VACCINATION  INSTRUMENTS 


CONTENTS  OF  SECTION  II. 


Abscess  Knives. 
Bistouries. 

Cupping  Apparatus. 
Hernia  Instruments. 
Liston’s  Needle. 
Necrosis  Instruments. 
Resection  Instruments. 


Scalpels. 

Spring  Forceps. 
Tenaculum. 

Tenotomy  Knives. 
Tumour  Hooks. 
Vaccination  Cases. 
Vaccination  Lancets. 


Vaccin.\tion  Needles. 


I Section  II.]  ILLUSTRATIONS  TO  PART  QUARTERLY  PRICE-CURRENT. 
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CUPPING  APPARATUS. 


Fig. 

I. 

Scarificator, 

Glasses, 

Lamp,  and 

Bottle. 

Fig. 

2. 

Scarificator, 

Glasses, 

Lamp,  and 

Bottle. 

Fig. 

3- 

Scarificator. 

Fig.  4.  Scarificator,  Temple  Scarificator, 
Glasses,  Lamp,  and  Bottle. 

Fig.  5.  Scarificator,  Valved  Glasses,  and 
Exhausting  Syringe. 

Fig.  6.  Temple  Scarificator. 


5.  MA  W,  SON  THOMPSON,  LONDON 


[Section  II. 


7.  Exhausting  Syringe  and  Valved 

Glasses. 

8.  Exhausting  Syringe  and  Glasses 

WITH  Stopcocks. 


Fig.  9.  Cupping  Glass  with  India-rubber 
Ball. 

Fig.  10.  Cupping  Gl.-vss  with  India-rubber 
Ball. 


DRY  CUrriNG  APPARATUS. 


Section  II.]  ILLUSTRATIONS  TO  PARI  L,  QUARTERLY  PRICE-CURRENT 
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MINOR  OPERATION  INSTRUMENTS. 


Fig.  I. 


! Bistouries,  Curved  (Two) 
i Bistoury,  Straight. 
Director. 

Forceps,  Artery. 
Forceps,  Dissection. 
Knife,  Hernia. 


Needle,  Aneurism. 
Needles  and  Silk. 
Scalpels  (Four). 
Scissors. 
Tenaculum. 
Tumour  Hook. 


Fig.  2. 


: Bistouries,  Curved  (Two) 
Bistouries,  Straight 
(Two). 

Director. 

'Forceps,  Artery. 
{Forceps,  Dissection. 
■■Knife,  Herni.\. 


Ligature  Silk. 
Needle,  Aneurism. 
Needles,  Suture. 
Scalpels  (Four). 
Scissors. 
Tenaculum. 
Tumour  Hook. 


Fig. 


Bistouries,  Curved 
(Two). 

Bistouries,  Straight 
(Two). 

Director. 

Forceps,  Artery. 
Forceps,  Dissection. 
Knife,  Hernia. 

Fig 

Bistouries,  Curved 
(Two). 

Bistoury,  Straight. 
Gatlin. 

Director. 

Forceps,  Artery. 


Ligature  Silk. 
Needle,  Aneurism. 
Needles,  N.i£vus(Two) 
Needles,  Suture. 
Scalpels  (Two). 
Scissors. 

Tenaculum. 
Tenotomy  Knife. 

4- 

Forceps,  Dissection. 
Ligature  Silk. 
Needles,  Suture. 
Saw. 

Scalpels  (Two). 
Scissors. 
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[Section  II. 


Minor  Operation  Instruments  {Coniinued). 


Fig 

Bistouries,  Curved  (Two) 
Bistouries,  Straight 
(Two). 

Zatheter,  Male  and 
Female. 

Zaustic  Case  & Trocar. 
Director,  Hernia. 
Forceps,  Artery. 

Forceps,  Bone. 

Forceps,  Spring. 

Forceps,  Torsion. 
Forceps,  Urethra. 


> 5- 

Hypodermic  Syringe. 
Needle,  N^vus. 
Needles,  Silk,  & Wire. 
Plug  for  Epistaxis. 
Saw. 

Scalpels  (Five). 
Scissors  (Two). 
Tenaculum. 
Tracheotomy  Hooks 
(Two). 

Trocar,  Ascites. 
Trocar,  Tracheotomy, 
Durham’s. 


Fig.  6. 


Bistouries,  Curved 
(Two). 

Bistouries,  Straight 
(Two). 

Director,  Hernia. 
Forceps,  Bone. 

Forceps,  “Bull  Dog” 
(Two). 

FORCEP.S,  Gouge. 
Forceps,  1’olypus. 
Forceps,  Sequestration 
Forceps,  Torsion. 


Forceps,  with  Spring. 
Knife,  Hernia. 
Needle,  Aneurism. 
Needle,  N.evus. 
Needle.,  Suture. 

Saw. 

Scalpels  (Four). 
SCLSSORS  (Two). 

Silk. 

Tenaculum. 

Wire. 


Section  II.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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J 

Minor  Operation  Instruments  {Con(inued). 


I. 

Adscess  Knife,  Paget’s. 

Fig.  5- 

Bistoury. 

2. 

Abscess  Knife,  Same’s. 

Fig.  6. 

Bistoury. 

3- 

Aneurism  Needle. 

Fig.  7. 

Bistoury. 

4- 

Bistoury. 

Fig.  8. 

Liston’s  Needle. 

F’g-  9-.  Scalpel. 

Fig.  lo.  Scalpel. 

Fig.  II.  Tenaculum. 

Tumour  Hook. 


Fig.  12. 


jgTjrjjp 
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Minor  Operation  Instruments  {Cott(uwed). 


15 


Fig.  13.  Forceps,  Broad  Points. 

Fig.  14.  Forceps,  Serrated  Points. 

Fig.  15.  Forceps,  Serrated  Points. 

Fig.  16.  Forceps,  Tenaculum  Points. 

Fig.  17.  P\DRCEPS,  Ten.aculum  Points. 

Figs.  18  1 fTjjivEs  FOR  Tenotomy  (Adams’). 
to  23.  j 


Section  II.]  ILLUSTRATIONS  TO  PARTI,  QUARTERLY  PRICE-CURRENT. 
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Fig.  I.  Davis’  Instrument  for  the 
Radical  Cure. 

Fig.  2.  Director,  Skey’s. 

Fig.  3.  Director,  Stanley’s. 


Fig.  4.  Knife. 

Fig.  5.  Knife. 

Fig.  6.  Knife,  Guarded. 
Fig.  7.  Knife,  Guarded. 
Fig.  8.  Needle,  Wood’s. 
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[Section  II. 


RESECTION  AND  NECROSIS  INSTRUMENTS. 
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Fig.  I. 

Fig.  2. 
Fig.  3- 
Fig.  4- 


Maunder’s  Chisel 
OF  THE  Femur. 
Forceps,  Fergusson’s. 
Forceps,  Fergusson’s. 
Forceps,  Fergusson’s. 


FOR  THE  Neck 


Fig.  5.  Forceps,  Fergusson’s. 

Fig.  6.  Forceps,  Gouge,  Hoffman’s. 
Fig.  7.  Forceps,  Gouge,  Maw’s. 

Fig.  8.  Forceps,  Lion,  Fergusson’s. 
Fig.  9.  Forceps,  Necrosis. 




Section  II]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 
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Resection  and  Necrosis  Instruments  {Contimied). 


Figs.  lo  to  13.  Elevators. 

Fig.  14.  Forceps,  with  Improved  Joint. 
Fig.  15.  Saw,  Chain. 

Fig.  16.  Saw,  Double  Blades,  for  Spine. 
Fig.  17.  Saw,  with  Revolving  Frame. 


Fig.  18.  Saw,  with  Shifting  Back. 
Fig.  19.  Saw,  fine  Narrow  Blade. 
Figs.  20  to  22.  Saws,  Necrosis. 

Figs.  23  to  26.  Knives. 
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[Section  II. 


Fig. 

27. 

Chisel. 

Fig. 

28. 

Gouge. 

Fig. 

29. 

Gouge. 

Fig. 

30. 

Gouge. 

Fig. 

31- 

Forceps, 

Gouge. 


Fig.  32.  Forceps,  Necrosis. 

Fig.  33.  Forceps,  Skull. 

Fig.  34.  Osteotribe,  Marshall’s. 
Fig.  35.  Saw,  Skull. 

Fig.  36.  Trephines  (Set  of  Three). 


Section  II.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 
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VACCINATION  INSTRUMENTS. 


13 


10 

Fig.  I.  Braithwaite’s. 
Fig.  2.  Cooper  Rose’s. 
Fig.  3.  Double  Blade. 
Fig.  4.  Evans’. 
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Fig. 

5- 

Grooved. 

Fig. 

6. 

Hilliard’s. 

Fig. 

7- 

Maw’s. 

Fig. 

8. 

Plain. 

I'ig-  9.  Spratley’s. 

Fig.  10.  Vaccine  Case. 

Fig.  II.  Vaccine  Case. 

Fig.  12.  Vaccine  Case,  Cousins’, 
Fig.  13.  Weir’s. 
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Section  mi. 


POCKET  DRESSING  INSTRUMENTS. 


CONTENTS  OF  SECTION  III. 


Abscess  Knives. 

Bistouries. 

Catheters. 

Caustic  Cases. 

Corn  Instruments. 
Directors. 
Exploring  Needles. 


Exploring  Trocars. 
Forceps. 

Knives. 

Lancets. 

Needles,  Aneurism. 
Needles,  Suture. 


Pocket  Cases. 

Probes. 

Scissors. 

Spatulas. 

Tenaculum. 

Trocars. 


Section  III.] 


ILLUSTRATIONS  TO  PART  /.,  QUARTERL\  PRICE-CURRENT. 
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POCKET  DRESSING  INSTRUMENTS. 


6 


Fig.  I.  Aneurism  Needi.'e  and  Tenaculum. 
Fig.  2.  Bistoury,  Probe. 

Fig.  3.  Bistoury,  Sharp. 


Fig.  4.  Blstoury,  Probe  and  Sharp. 

Fig.  5.  Bistoury  and  General  Operation  Knives. 
Fig.  6.  Bistoury,  .Straight. 
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[Section  III. 


Pocket  Dressing  Instruments  {Cofitinued). 


Fig.  7.  Ahscess  Knike. 

Fig.  8.  Ahscess  Kniek. 

Fig.  9.  Abscess  Knife  and  Aneurism  Needle. 


Fig.  10.  Abscess  Knife  and  Gum  Lancet. 
Fig.  II.  Abscess  Lancet. 

Fig.  12.  Bleeding  Lancet. 


Section  III.]  ILLUSTRATIONS  TO  FART  L,  QUARTERLY  PRICE-CURRENT. 
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Pocket  Dressing  Instruments  {Contimied). 


20 


Catheter,  Male  and  Female. 

Fig.  14.  Catheter,  Male  and  Female,  with 
Nasal  Plug. 

Pig.  15.  Director. 

Fig.  16.  Director  and  Aneurism  Nf.edle. 


Fig.  17.  Exploring  Needle. 

Fig.  18.  Exploring  Trocar. 

Fig.  19.  Probe. 

Fig.  20.  Scalpel  and  Abscess  Knife. 
Hg.  21.  Scalpel  and  Bistoury. 
ig.  22.  Spat 
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Pocket  Dressing  Instruments  {Con(inued). 


Fig.  23.  Forceps,  Dressing. 
Fig.  24.  Forceps,  Dressing. 
Fig.  25.  Forceps,  Dressing. 
Fig.  26.  Forceps,  Artery. 
Fig.  27.  Forceps,  Artery. 
Fig.  28.  Forceps,  Torsion. 


Fig.  29.  Forceps,  Torsion. 

Fig.  30.  Scissors,  Dressing. 

Fig.  31.  Scissors,  Curved. 

Fig.  32.  Scissors,  Single  Probe  Point. 

Fig.  33.  Scissors,  Double  Probe  Points 

Fig.  34.  Scissors,  Round  Points. 


42 


43 


35 


45 


44 
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39 


40 


37 


41 


CAUSTIC  CASES,  EXPLORING 

Fig.  35.  Ebony,  Gilt  Crayon. 

Fig.  36.  Silver,  Gilt  Crayon. 

Fig.  37.  Silver,  Propelling  Crayon. 

P'ig.  38.  Silver,  Propelling  Crayon. 

Fig.  39.  Silver,  and  Precipitate  Case. 

Fig.  40.  Silver,  Seamless  Tube.  ' 


NEEDLE,  AND  TROCAR. 

Fig.  41.  Silver,  with  Exploring  Needle. 

Fig.  42.  Silver,  with  Exploring  Trocar. 

Fig.  43.  Silver,  Self-acting  Cr.won. 

Fig.  44.  Silver,  Telescope  Tube. 

Fig.  45.  Silver,  with  Two  Crayons  and  Eye 
Spud. 
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Pocket  Dressing  Instruments  {Continttcd). 
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58 


59 


57 


60 


46 


NEEDLES. 


Fig. 

46. 

Fig. 

47- 

Fig. 

48. 

Fig. 

49- 

Fig. 

50. 

Fig. 

51- 

Fig. 

52. 

Fig. 

53. 

Crescent. 

Crescent  (Eye  at  Point). 
Crescent  (for  Wire). 

Crescent  (Two  Eyes). 
Crescent  (Triangular  Point). 
Double-curved. 
Double-curved  (Eye  at  Point). 
Hale-curved. 


Fig.  54- 
Fig.  55- 
Fig.  56. 
Fig.  57- 
Fig.  58. 
Fig.  59- 
Fig.  60. 


Half-curved  (Eye  at  Point). 
Half-curved  (for  Wire). 
Half-curved  (Two  Eyes). 
Straight. 

Straight  (Eye  at  Point). 
Straight  (Two  Eyes). 
Straight  (Triangular  Point). 


Section  III.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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Pocket  Dressing  Instruments  {Continued). 
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65 


66 


61 


CORN  CASES,  KNIVES,  Etc. 


Fig.  6i.  Two  Knives  and  File. 

Fig.  62.  Four  Knives  and  File. 
Fig.  63.  Four  Knives,  File,  Spring 
Forceps,  and  Scissors. 


Fig.  64.  Five  Knives,  Corn  File, 
Nail  Nippers,  Double  Tena- 
culum, Nail  Scissors,  and 
Spring  Forceps. 


Figs.  65 
to  69.  j 
Fig.  70. 
Fig.  71. 


Knives. 

File. 

Razor. 
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[Section  III. 


POCKET  CASES. 

The  Knives  in  Skeleton  Tortoiseshell  Handles. 


Fig.  I SET. 


Abscess  Lancet. 
Bistoury. 

Director  and  Probes. 
Forceps,  Dressing. 
Gum  Lancet. 

Scalpel. 


Scissors,  Curved. 

Scissors,  Straight. 

Seton  Needle. 

Spatula. 

Suture  Needles  and  Silk. 
Tenaculum. 


Fig. 

Abscess  Lancet. 

Bistoury. 

Caustic  Case. 

Director. 

Forceps,  Dressing. 


SET. 

Gum  Lancet. 

Probes. 

Scalpel. 

SCISSOR.S,  Straight. 

Suture  Needles  and  Silk. 


Abscess  Lancet. 
Bistoury. 

FoRCEP.s,  Dressing. 
Gum  Lancet. 


Fig.  3 SET. 

Probes. 

Scalpel. 

Scissors,  Straight. 

Suture  Needles  and  Silk. 
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POCKET  CASES. 

The  Knives  in  Tortoiseshell  Handles,  with  French  Locks. 


Fig.  4 SET. 

Probes. 

Scalpel  and  Bistoury. 

Scissors. 

Spatula. 

Suture  Needles  and  Silk. 
Syme’s  Knife  and  Gum  Lancet. 


Fig.  5 SET. 

Probes. 

Scalpel  and  Straight  Bistoury. 
Scissors. 

Spatula. 

Suture  Needles  and  Silk. 
Syme’s  Knife  and  Gum  Lancet. 


Bistouries  (Two). 
Caustic  Case,  Silver. 
Director. 

Forceps,  Artery. 
Forceps,  Dressing. 


Fig.  6 SET. 

Probe. 

Scalpel  and  Straight  Bistoury. 
Silk. 

Suture  Needles. 

Syme’s  Knife  and  Gum  Lancet. 


Bistouries  (Two). 

Caustic  Case,  Silver. 
Director. 

Exploring  Trocar. 
Forceps,  Artery. 
Forceps,  Dressing  (Two). 


Bistouries  (Two). 
Catheter,  Female. 
Caustic  Case,  Silver. 
Director. 

Exploring  Trocar. 
Forceps,  Artery. 
Forceps,  Dressing. 


I 
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POCKET  CASES. 

The  Knives  in  Tortoiseshell  Handles,  with  French  Locks. 


Bistoury,  Straight. 
Bleeding  Lancet. 
Catheter,  Female. 

Caustic  Case  and  Trocar. 
Director. 

Eye  Needle  and  Scoop. 


Fig.  7 SET. 

Forceps,  Dressing. 

Paget’s  Knife  and  Scalpel. 
Probes. 

Scissors. 

Suture  Needles  and  Silk. 
Vaccination  Lancet. 


Fig.  8 SET.— ARMY  REGULATION  CASE. 


Bistouries,  Curved  (Two). 
Catheter,  Male  and  Female.- 
Caustic  Case. 

Clinical  Thermometer. 

Director  and  Aneurism  Needle. 
Forceps,  Artery. 

Forceps,  Dressing. 

Lancets  (Two). 


Scissors,  Curved. 

Silk  .ynd  Wire. 

Spatula. 

Suture  Needles. 

Syme’s  Knife  .\nd  Scalpel. 
Syringe,  Subcutaneous. 
Tenaculum  and  Gum  Lancet. 


Fig. 

Bistouries,  Curved  (Two). 

Bistoury,  Straight. 

Catheter,  Male  and  Female,  with  Plug 
FOR  EPISTAXIS. 

Caustic  Holder  and  Exploring  Trocar. 
Director. 

Eye  Scoop  and  Cataract  Needle. 
Forceps,  Artery. 

Forceps,  Dressing. 

Forceps,  Dressing,  Spring. 


9 SET. 

Probes. 

Sc.^lpel  and  Finger  Knife. 
Scissors,  Curved. 

Scissors,  Probe-pointed. 
Scissors,  Straight. 

Silk. 

Suture  Needles. 

Syme’s  Knife  and  Gum  Lancet. 
Syringe,  Subcutaneous. 
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POCKET  CASES. 

The  Knives  in  Tortoiseshell  Handles,  with  French  Locks. 


Fig.  io  SET. 


Bistouries,  Curved  (Two). 
Bistoury,  Straight. 
Catheter,  Male  and  Female. 
Caustic  Case,  Silver. 
Director. 

Forceps,  Artery. 

Forceps,  Dressing. 

Probes. 

Scalpels  (Two). 

Scissors,  Curved. 


Scissors,  Probe-pointed. 
Scissors,  Straight. 

Silk. 

Spatula. 

Suture  Needles. 

Syme’s  Knife  and  Gum  L.ancet 
Syringe,  Subcutaneous. 
Tenotomy  Knife. 

Trocar,  Exploring. 


Fig.  ii  set. 


Bistoury,  Straight. 

Bistouries,  Curved  (Two). 
Bleeding  Lancet. 

Catheter. 

Caustic  Holder. 

Director  and  Aneurism  Needle. 
Forceps,  Artery. 

Forceps,  Dressing. 

Forceps,  Dressing,  Spring. 


Gun-shot  Probe. 

Probes. 

Scalpels  (Two). 

Scissors,  Straight. 

Spatula. 

Suture  Needles  and  Silk. 
Syme’s  Knife  and  Gum  Lancet. 
Trocar,  Exploring. 
Vaccination  Lancet. 
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Pocket  Cases  iContinued), 
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1 

1 


C O N T E N T S OF  SECTION  IV. 


Cautery,  Lachrymal. 
CUREITES. 

Cystotomes. 

Directors. 

Douches. 

Forceps,  Cilia. 

Forceps,  Entropium. 
Forceps,  Fixing. 
Forceps,  Iris. 

Hooks,  Pupil. 

Hooks,  Strabismus. 
Knife,  Artificial  Pupil. 
Knives,  Cataract. 


Knives,  Iridectomy. 
Knives,  Iris. 

Knives,  Lachrymal. 
Knives,  Punctum. 
Knives,  Scarifying. 
Lens  Pricker. 

Lever  Instruments. 
Needles,  Broad. 
Needles,  Cat.vract. 
Needles,  Reclination. 
Needles,  Solution. 
Needles,  Spatula. 
Needles,  Stop. 


Needles,  Suture. 

Ophthalmoscopes. 

Probes. 

Retractors. 

Scissors. 

Sets  in  Cases. 
Shades. 

Spoons. 

Spud  and  Scoop. 
Styles. 

Suction  Syringe. 
Syringes. 

Test  Glasses. 
Vectis. 


Section  IV.]  ILLUSTRATIONS 


TO  PART  QUARTERLY  PRICE-CURRENT. 
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LEVER  INSTRUMENTS  AND  SCISSORS. 


LEVER  INSTRUMENTS. 

Fig.  I.  Canula  Forceps,  Cooper’s. 

Fig.  2.  C.^NULA  Forceps. 

Fig.  3.  Canula  Forceps. 

Fig.  4.  Canula  Scissors. 

Fig.  5.  Canula  Scissors. 

Fig.  6.  Canula  Lancet. 

Fig.  7.  Canula  Capsular  Needle. 

Fig.  8.  Guarded  Curette. 

Fig.  9.  Iris  Forceps,  Cross-action,  Liebreich’s. 


SCISSORS. 

Fig.  10.  Curved,  Probe  Points. 

Fig.  ,11.  Curved,  Round  Points. 

Fig.  12.  Curved  Elbow,  Probe  Points. 

Fig.  13.  Curved,  Probe  and  Sharp  Points, 
Fig.  14.  Curved  Elbow,  Sharp. 

Fig.  15.  Curved,  Sharp. 

Fig.  16.  Curved,  Sharp,  Left. 

Fig.  17.  Curved,  Sharp,  Right. 

Fig.  18.  Straight,  Probe  Points. 

Fig.  19.  Straight,  Probe  Points. 

Fig.  20.  Straight,  Round  Points. 

Fig.  21.  Straight,  Sharp  Points. 

Fig.  22.  Straight,  Curved,  Sharp  Points. 
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CURETTES,  CYSTOTOMES,  AND  HOOKS. 


MAW 

25 


26 


31 


Fig.  23. 
Fig.  24. 
Fig.  25. 
Fig.  26. 
Fig.  27. 
Fig.  28. 
Fig.  29. 


Cautery  for  Lachrymal  Fistula. 

CUREITE  AND  CYSTOTOME. 

Curette  and  Cystotome. 

Curette  and  Hook. 

CuREiTE  and  Iris  Knife. 

CURE'fT’E  AND  NEEDLE. 

CURElTE  AND  NEEDLE. 


Fig.  30.  Curette,  Vulcanite. 

Fig.  31.  Cystotome,  Left. 

Fig.  32.  Cystotome,  Right. 

Fig.  33.  Director,  Guthrie’s. 

Fig.  34.  Fixing  Hook. 

Fig.  35.  Hook,  Bowman’s. 

Fig.  36.  Hook  and  Pupil  Needle,  Bowman’s. 
Fig.  37.  Lens  Pricker. 


Section  IV.]  ILLUSTRATIONS  TO  PARI  L,  QUARTERLY  PRICE-CURRENT. 


75 


n 


5 

S 


57 

Fig.  38. 
Fig.  39- 
Fig.  40. 

Fig.  41. 
Fig.  42. 
Fig.  43- 
Fig.  44- 
Fig.  45- 
Fig.  46. 
Fig.  47- 


KNIVES. 


39 


40 


41 


f 

1 

Ij 

J 

r 

1 n 

1 

1 

' s 

5 

> 

5 

1 

J 

U 

42 


43 


u 

44 


ff 


45 


46 
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49 


50 


51 


53 


54 
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56 


58 


59 


Adams’. 

Adams’. 

Artificial  Pupil. 
Canaliculu.s. 
Canaliculus. 
Cataract,  ]5eer’s. 
Cataract,  Beer’s. 
Cataract,  Sichel’s. 
Cataract,  Sichel’s. 
Cataract,  Cooper’s. 
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Fig.  48. 
Fig.  49- 
Fig.  50. 
Fig.  5J. 
Fig.  52. 
Fig.  53- 
Fig.  54- 
Fig.  55- 
Fig.  56. 
Fig.  57. 
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62 


Cataract. 

Cataract. 

Cataract. 

Cataract. 

Cataract,  Graefe’s. 
Cataract,  Graefe’s. 
Iridectomy,  Jager’s. 
Iridectomy,  Jager’s. 
Iridectomy,  Jager’s. 
Iridectomy,  Liebreich’s. 
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Fig.  58. 
Fig.  59- 
Fig.  60. 
Fig.  61. 
Fig.  62. 
Fig.  63. 
Fig.  64. 
Fig.  65. 
Fig.  66. 


64 


65 


66 


Iridectomy,  Liebreich’s. 
Iridectomy,  Liebreich’s. 
Iridectomy,  Liebreich’s. 
Iris. 

Iris. 

Iris. 

Lachrymal. 

Lachrymal,  Walton’s. 
PuNCTUM,  Bowman  s. 
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KNIVES  AND  NEEDLES. 


81 
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86  87 


88  89 


90 


91 


92 


93  94 


95 


KNIVES. 


NEEDLES. 


Fig.  67.  Walton's. 
Fig.  68.  Scarifying. 
Fig.  69.  Scarifying. 
Fig.  70.  Scarifying. 
Fig.  71.  Scarifying. 
Fig.  72.  Scarifying. 
Fig.  73.  Scarifying. 
Fig.  74.  Scarifying. 
Fig.  75.  Scarifying. 
Fig.  76.  Scarifying. 


Fig.  77.  Cataract. 
Fig.  78.  Cataract. 
Fig.  79.  Cataract. 
Fig.  80.  Cataract. 
Fig.  81.  Cataract. 
Fig.  82.  Cataract. 
Fig.  83.  Cataract. 
Fig.  84.  Cataract. 
Fig.  85.  Cataract. 
Fig.  86.  Cataract. 


Fig.  87. 
Fig.  88. 

, Fig-  89. 

:i  Fig.  90. 

ij  Fig.  91. 

; Fig.  92. 

Fig.  93. 
Fig.  94. 
li  Fig.  95. 


Cataract. 

Cataract. 

Cataract. 

Cataract,  Dalrymple's. 
Reclination. 
Reclination,  Wai.ton'.s. 
Reclination,  Walton  s. 
Solution,  Jacob’s. 
Solution,  Jacob& 
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NEEDLES,  RETRACTORS,  STRABISMUS  HOOKS,  Etc. 


Fig.  96. 
Fig.  97. 
Fig.  98. 
Fig.  99. 
Fig.  100. 
Fig.  101. 
Fig.  102. 
Fig.  103. 
Fig.  104. 
Fig.  105. 
Fig.  ao6. 


Needle,  Spatula,  Streatfield’s. 
Needle,  Stop,  Bowm.-vn’s. 

Needle,  Suture,  Bowman’s. 
Needle,  Suture,  Bowman’s. 
Needle,  Tyrrell’s. 

Probe,  N.-^sal  Duct,  Walton’s. 
Retractor,  Desmarres’. 
Retractor,  Desmarres’. 
Retractor,  Desmarres’. 

Spoon,  Double. 

Spoon,  Single. 


Fig. 

107. 

Spoon,  Single. 

Fig. 

108. 

Spoon,  Single. 

Fig. 

109. 

Spoon,  Single. 

Fig. 

no. 

Spud,  Walton’s. 

Fig. 

1 1 1. 

Strabismus  Hook. 

Fig. 

1 12. 

Strabismus  Hook. 

Fig. 

j la- 

Si'R.ABisMus Hook,  Cowell’s. 

Fig. 

in. 

SiRABisMus  Hook,  for  Ste.-\dying 

Eye-ball. 

Fig. 

IIS- 

Syringe,  Suction,  Walton’s 

Fig. 

1 16. 

Vectis,  Taylor’s. 
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NEEDLES,  PROBES,  STYLES,  SYRINGES,  Etc. 


122 


Fig.  1 1 7.  Knife,  L.-\chrymal. 
Fig.  1 1 8.  Needles. 

Fig.  1 19.  Probe,  Anel’s. 

Fig.  120.  Probe,  Anel’s. 

Fig.  12 1.  Probe,  Weber’s. 
Fig.  122.  Probes,  Walton’s. 


Fig.  123.  Probes,  Bowmans  (the  Set 
with  Critchctt’s  Director). 
Fig.  124.  Scissors,  De  Wecker’s. 
Fig.  125.  Shade,  Calkin’s. 

Fig.  126.  Shade,  Plain. 

Fig.  127.  Spud  & Scoop,  Walton’s. 


Fig.  128. 
Fig.  129. 
Fig.  130. 
Fig.  131- 
Fig.  132. 
Fig-  I 33- 


Sty  Li-L 

Style. 

Style. 

Style. 

Syringf., 

Syringf., 


.-\nel’.s. 

Walton’s. 


Section  IV.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 
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FORCEPS. 


Figs.  I,  2.  Cilia. 

Figs.  3 to  8.  Entropium. 
Fig-  9-  Iris,  Curved. 


Fig.  lo. 
Fig.  II. 
Fig.  12. 


Iris,  Straight. 

im^c’  Tenaculum  Points. 

Iris,  Straight,  Tenaculum  Points. 
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5.  MA  W,  SON  THOMPSON,  LONDON. 


[Section  IV. 


Fig.  I SET. 


Cataract  Knives  (Three). 

Cataract  Needles  (Four). 

Curette  and  Hook. 

Director  eor  Canaliculus,  Critchett’s. 
Forceps,  Cilia. 


Forceps,  Iris. 
Probes,  Bowman’s. 
Retractor,  Adams’. 
Scissors  (Two). 
Tyrrell’s  Hook. 


Fig.  2 SET. 


Cataract  Knives  (Three). 

Cataract  Needles  (Six). 

Curette  and  Hook. 

Director  for  Canaliculus,  Critchett’s. 
Forceps  (Three). 

Forceps,  Entropium  (Two). 
Ophthalmoscope. 


Probes,  Bowman’s. 
Retractor,  Walton’s. 
Scalpel,  Desmarres’. 
Scissors  (Three). 

Scoop,  for  Foreign 'Bodies. 
Styles  (Three). 

Syringe,  Walton’s. 


Fig.  3 SET.— ARMY  REGULATION  CASE. 


Canaliculus  Knife  (Weber’s). 

Cataract  Knives,  for  Linear  Operation, 
Graefe’s  (Four). 

Cataract  Knives,  Sichell’s  (Two). 

Curette  and  Cystotome. 

Double  Spoon,  Critchetp’s. 

Forceps,  Capsular. 

Forceps,  Cilia. 

Forceps,  Entropium. 

Forceps,  Fixing. 

Forceps,  Iris,  Liebreich’s. 

Forceps,  Iris  (Two). 

Iris  Hook,  Platinum. 

Knife,  Iridectomy,  Straight. 

Knife,  Macnamara’s. 

Knife,  Secondary. 


Knives,  Iridectomy,  Curved  (Three). 
Needle-holder. 

Needle,  Scarpa’s. 

Needle,  Suture,  Hulke’s. 

Needles,  Bro.vd  (Two). 

Needles,  Short  (Two). 

Needles,  Stop  (Two). 

Needles,  Suture  (Two  Dozen),  and  Silk 
Probes,  Bowman’s. 

Retractors  (Three). 

Scissors,  Excision. 

Scissors,  Iris  (Two). 

Scissors,  Maunoir’s. 

Scissors,  Strabismus. 

Spoon,  Bowman’s. 

Strabismus  Hook,  Cowei.l’s. 


Cataract  Knife,  Sichell’s. 
Cataract  Knives,  Graefe’s  (Two). 

CURETI'E  AND  CVSTOTOME. 

Forceps  (Two). 

Knife,  Iridectomy,  Curved. 
Knife,  Punctum,  Bowman’s. 

Lens  Hook. 


Fig.  4 SET.— ARMY  REGULATION  CASE. 

Needles,  Cataract  (Two). 
Needles,  Stop  (Two). 
Needles,  Suture. 


Retractor. 
Scissors  (Two). 
Strabismus  Hook. 
Tyrrell’s  Hook. 


MAW,  SON  (Sr*  THOMPSON,  LONDON. 


OPHTHALMOSCOPES. 


[Section  IV. 


Fig.  I.  Liebreich’s. 
Fig.  2.  Loring’s. 


Fig.  3.  Meyer’s. 
Fig.  4.  Wecker’s. 


Section  IV.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 


Ophthalmoscopes  {Continued). 


G 2 
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MA  W,  SON  ^ THOMPSON,  LONDON  [Section  IV. 


Ophthalmoscopes  {Continued). 


9 


Fig.  9.  Demonstration,  Follin’s. 


Fig.  10.  Demonstration. 
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Section  IV.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 

OPHTHALMOSCOPE,  LAMP,  TEST  GLASSES,  Etc. 

12 


II 


Fig.  II.  Ophthalmoscope. 

Fig.  12.  Ophthalmoscope  Lamp. 

Fig.  13.  Te.st  Glasses,  comprising:  Four  Bands 
of  Coloured  Glasses ; Twenty-four  Cylin- 


drical Glasses  ; divided  Spectacle  Frame  ; Four 
Accessories  ; Measure  ; Eight  Prismatic  Glasses  ; 
Fifty  Spherical  Concave  Glasses  ; Fifty  Spherical 
Convex  Glasses. 
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i'.  MAW,  SON  THOMPSON,  LONDOA. 


[Section  IV. 


RETRACTORS. 


Fig.  I.  Adams’. 

Fig.  2.  Bowman’s. 
Fig.  3.  Critchett’s. 


Fig. 

4- 

Critcheti’s. 

Fig. 

5- 

Graefe’s. 

Fig. 

6. 

Lawrence’s. 

Fig.  7.  Maw’s. 
Fig.  8.  Pilcher’s. 
Fig.  9.  Walton’s. 


Section  IV.]  ILLUSTRATIONS  TO  PART  I.,  QUARTERLY  PRICE-CURRENT. 
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DOUCHES. 


Fig.  I.  Bowman’s. 

Fig.  2.  Maw’s  Double-action. 


Fig.  3.  Maw’s  Double-action. 
Fig.  4.  Maw’s  Single-action. 
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6-.  MA  W,  SON  THOMPSON,  LONDON 


[Section  IV. 


Douches  {Contimced). 


Fig.  5.  Syphon,  with  Nose  Jet,  Graefe’s. 
Fig.  6.  Syphon,  Maw’s. 


Fig.  7.  Syphon,  with  Nose  Jet. 
Fig.  8.  Syphon,  Weber’s. 


Section  v. 


EAR  AND  NOSE  INSTRUMENTS 


CONTENTS  OF  SECTION  V. 


Air  Douche. 

Allen’s  Bag. 

Breath  Intercepter. 
Ear  Channels. 

Ear  Douches. 

Ear  Syringes. 

Ear  Trough. 
Ecraseur. 
Eustachian  Sprays. 
Eustachian  Tubes. 
Forceps,  Ear. 
Forceps,  Lever. 
Forceps,  Nose. 


Forceps  for  Wool. 

Frontal  Band  and  Mirror. 
Glass  Rod. 

Gruber’s  Knife. 

Hearing  Apparatus. 

Hook. 

Iodine  Spray. 

Lamp  and  Condensing  Lens. 
Mirror. 

Nose  Canulas. 

Nose  Dilators. 

Nose  Douches. 

Nose  Tubes. 


Otoscopes. 

Politzer’s  Bag. 
Prout’s  Knife. 
Rhinoscope  Mirrors. 
Scoop. 

Scoop  and  Hook. 
Scoop  and  Screw. 
Sharp  Hook. 

Snare. 

Sound  Forks. 

Speculums. 

Tympanums. 

Weber’s  Knife. 


■t 

i 


Section 


V.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 


OTOSCOPES  FOR  DIAGNOSIS. 


2 

Fig.  I.  Brunton’s. 
Fig.  2.  MlOT’s. 


4 

Fig.  3.  VoLTOLiNi’s,  Pneumatic. 
Fig.  4.  Weber’s. 


5'.  MAW,  SON  THOMPSON,  LONDON. 


[Section  V. 


Fig.  5- 

Gruber’s. 

Fig. 

9- 

Nichoul’s. 

Fig.  6. 

Kramer’s. 

Fig. 

10. 

Pulitzer’s. 

Fig.  7. 

Maw’s. 

Fig. 

1 1. 

Siegle’s. 

Fig.  8. 

Maw’s. 

Fig. 

12. 

Toynbee’s. 

Fig.  13.  Turner’s. 
Fig.  14. . Woake’s. 
Fig.  1 5.  Wylde’s. 
Fig.  16.  Ye.arsley’s. 


SPECULUMS  FOR  DIAGNOSIS. 


\. 


" FOR  DIAGNOSIS. 


i 

i 


I 


I 


MAVv 


1,  '»ll 

li 

1 

4k 

1 

Fig.  17.  Frontal  Band  and  Mirror. 
Fig.  18.  Lamp  and  Condensing  Lens. 
Fig.  19.  Otoscope,  Toynbee’s. 


Fig.  20.  Sound  Fork. 

Fig.  21.  Sound  Fork,  “Blakes’.” 
Fig.  22.  Von  Troeltsch’s  Mirror. 


I 
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MA  W,  SON  6-  THOMPSON,  LONDON. 


[Section  V, 


Fig.  23.  Forceps  for  Foreign  Bodies. 

Fig.  24.  Forceps  for  Foreign  Bodies. 

Fig.  25.  Forceps  for  Foreign  Bodies,  Toynbee’s. 
Fig.  26.  Forceps  for  Polypus  of  the  Ear. 

Fig.  27.  Forceps  for  Poly'pus  of  the  Ear. 


Fig. 

28. 

Fig. 

29. 

Fig. 

30- 

Fig. 

3'- 

Fig. 

32. 

Forceps  for  Polypus  of  the  Ear. 
Forceps  for  Polypus  of  the  Nose. 
Forceps  for  Polypus  of  the  Nose. 
Forceps  for  the  Application  of  Wool 
Forceps  for  the  Application  of  Wool. 


Section  V.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT 


For  the  Extraction  of  Foreign  Bodies,  Polypus,  Etc.  {Conimtied). 


39 


Fig. 

33- 

Forceps,  Thomas’. 

Fig. 

34- 

Sharp  Hook,  Thomas' 

Fig. 

35- 

Snare,  Thomas’. 

Fig. 

36. 

Scoop. 

Fig.  37.  Scoop  and  Hook. 

Fig.  38.  Scoop  and  Screw. 

39-  Toynbee’s  Lever  Forceps. 
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5.  MAJV,  SON  (Sr*  THOMPSON,  LONDON. 


[Section  V, 


Toynbee’s. 


40 


42 


Fig.  40.  Allen’s  Syringe. 

Fig.  41.  Savory  and  Moore’s  Douche. 

Fig.  42.  Sims’  Syringe. 

Fig.  43.  Toynbee’s  or  Abernethy’s  Syringe. 


Section  V.]  ILLUSTRATIONS  TO  FART  L,  QUARTERLY  PRICE-CUFRENT. 


For  the  Removal  of  Foreign  Bodies,  Secretions,  Etc.  {Continued). 


Fig.  44.  Canula  for  Epistaxis,  Belloc’s. 
Fig.  45.  Nose  Douche. 

Fig.  46.  Nose  Douche,  Maw’s. 


49 

Fig.  47.  Nose  Syringe,  Maw’s. 

Fig.  48.  Nose  Syringe,  Politzer’s. 

Fig.  49.  Nose  Syringe,  Prosser  James’. 


h 
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5.  A/APV,  SON  THOMPSON,  LONDON. 


[Section  V. 


For  the  Removal  of  Foreign  Bodies,  Secretions,  Etc.  {Continued). 


Fig.  50.  Channel,  with  Ear  Loop. 

Fig.  51.  Channel,  with  Head  Spring. 
Fig.  52.  Channel,  with  Head  Band. 


Fig.  S3.  Channel,  with  Waste  Tube. 
Fig.  54.  India-rubber  Syringe. 

Fig.  55.  India-rubber  Syringe,  Maw’s. 


Section  V.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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FOR  THE  EUSTACHIAN  TUBE  AND  MIDDLE  EAR. 


Fig.  56.  Allen’s  Air  Bag. 
Fig.  57.  PoLiTZER’s  Air  Bag. 


Fig.  58.  Spray  for  the  Eustachian  Tube. 
59'  Spray  for  the  Vapour  of  Iodine. 


loo  MA  JV,  SON  Sr-  THOMPSON,  LONDON.  [Section  V. 


EUSTACHIAN  TUBES. 


Section  V.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


lOI 


FOR  OPERATIONS  ON  THE  TYMPANUM. 


66 


65 


68 


69 


Fig.  65.  Glass  Rod,  for  Acids. 

I'ig.  66.  Gruber’s  Knife. 

Fig.  67.  Prout’s  Knife,  for  Dividing 
Adhesions. 


Fig.  68.  Toynbee’s  Tympanum. 

Fig.  69.  Toynbee’s  Tympanum,  Double  Ring. 
Fig.  70.  Weber’s  Knife,  for  Dividing  the 
Tensor  Tympanum. 
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5.  MA  W,  SON  S-  THOMPSON,  LONDON. 


[Section  V. 


' HEARING  APPARATUS. 


73 


Fig.  71.  Conversation  Tube. 
Fig.  72.  Conversation  Tube. 
Fig.  73.  Conversation  Tube. 


Fig.  74.  Cornet. 

Pis-  75-  Cornet. 

Figs.  76  to  85.  Trumpets. 


Section  V.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT.  103 


INSTRUMENTS  FOR  NASAL  DIAGNOSIS  AND  EXTRACTION  OF 

NASAL  POLYPUS. 


Fig.  86.  Dilator,  Colin’s. 

Fig.  87.  Dilator,  Fraenkel’s. 
Fig.  88.  Dilator,  Maw’s. 

Fig.  89.  Dilator,  Trivalve. 

Fig.  90.  Dilator,  Thudichum’s. 


Fig.  91.  Ecraseur. 

Fig.  92.  Nasal  Canula. 
P>g-  93-  Nasal  Canula. 
Fig.  94.  Rhinoscope. 

95-  Vulsellums. 
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6’.  MA  W,  SON  6-  THOMPSON,  LONDON. 


[Section  V. 


GARDINER  BROWN’S  INSTRUMENTS. 


Fig.  96.  Air  Douche,  with  Nose-piece. 

Fig.  97.  Aural  Mirror. 

Fig.  98.  Breath  Intercepter,  applied  to 
Siegle’s  Speculum. 


I Fig.  99.  Ear  Trough. 

i Fig.  100.  Hook  FOR  Extracting.  Foreign  Bodies 
' FROM  External  Auditory  Meatus. 

Ij  Fig.  101.  Mode  of  using  Hook. 


Section  vi. 


MOUTH  AND  THROAT  INSTRUMENTS. 


CONTENTS  OF  SECTION  VI. 


Bronchitis  Keitles. 
Brushes. 

Canula  and  Needles  for 
Staphyloraphy. 

Cautery  Instruments. 

Cleft  Palate  Instruments. 
Forceps: 

Gags. 

Guillotines. 

Hare-lip  Instruments. 
Inhalers. 


INSUFFLATERS. 

Lamps. 

Laryngeal  Knives. 
Laryngeal  Lancets. 
Larynge.al  Mirrors. 
Laryngoscopes. 

t fir 

(Esophagus  Instruments. 
Pipettes. 

Probes...^ 

Scissors. 

Snares. 


Sounds. 

Spr.ay  Producers. 

Syringes. 

Tongue  Depressors. 

Tonsil  Knives. 

Tonsil  Lancets.  • 
Tracheotomy  Instruments. 
Uvula  Knives. 

Uvula  Lancets. 

VULSELLUMS. 


t 


ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 


FOR  DIAGNOSIS. 


I 


1.  Laryngoscope,  with  Two  Laryngeal  Mirrors,  Mackenzie's. 

2.  Laryngoscope,  with  Frontal  Band  and  Three  Laryngeal  Mirrors. 


6-.  MA  W,  SON  (Sr-  THOMPSON,  LONDON. 


[Section  VI. 


Fig.  3.  Laryngoscope,  with  Lens,  Prosser  James’. 

Fig.  4.  Laryngoscope,  with  Elastic  Frontal  Band  and  Laryngeal  Mirrors,  Turcks. 


For  Diagnosis  (Continued). 


i 

1 

I 


Section  VI.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 


For  Diagnosis  {Continued). 


Figs.  5 to  7.  Laryngeal  Mirrors  (Set  of  Three). 
Fig.  8.  Laryngeal  Mirror. 


Fig.  9.  Laryngeal  Mirror. 

Fig.  10.  Lamp,  with  Condensing  Lens. 


MA  JV,  SON  &>  THOMPSON,  LONDON. 


[Section  VI. 


CANULA  AND  NEEDLES  FOR  STAPHYLORAPHY. 


MAW 


Fig.  II.  Canula  and  Needles,  T.  Smith’s. 

I Needles,  T.  Smith’s. 
to  14-  j 


Section  VI.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


CLEFT  PALATE  INSTRUMENTS. 


Fig.  15.  Awl. 

Fig.  16.  Forceps. 

Fig.  17.  G.\G,  Coleman’s. 

Fig.  18.  Knife,  Angular  Blade. 


Fig.  19.  • Lever. 
Fig.  20.  Needle. 
Fig.  21.  Needle. 
Fig.  22.  ScissoR.s. 


5.  MA  IV,  SON  THOMPSON,  LONDON. 


[Section  VI. 


I 12 


MR.  F.  MASON’S  CLEFT  PALATE  INSTRUMENTS,  Etc. 


Fig.  23.  Curved  Bistoury. 

Fig.  24.  Curved  Elevator. 

Fig.  25.  Forceps,  with  Long  Blades. 


Fig.  26.  Straight  Bistoury. 

Fig.  27.  Straight  Chisel. 

Fig.  28.  Teat  and  Palate  Shield,  Coles’ 


Section  VI.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


INSUFFLATERS  FOR  THE  APPLICATION  OF  POWDERS. 


Fig.  29.  Rauchfuss’. 

Fig.  30.  SCHROTTER’S. 

Fig.  31.  SCHROTTER’s. 

Fig.  32.  Anterior  Opening. 


Pig-  33-  Inferior  Opening. 
Fig.  34.  Posterior  Opening, 
Fig.  35.  Left  Opening. 

Fig.  36.  Right  Opening. 
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FOR  THE  APPLICATION  OF  SOLUTIONS. 


46 


Figs.  37  [ Brushes,  Probang,  and  Wool  Holder, 
to  40.  j Fiiting  one  Handle. 

tigs- 41  [- Brushes,  WITH  Aluminium  Stems. 
to  43-  ) 


Fig.  44.  Probang,  Curved. 

Fig.  45.  Probang,  Straight. 

Fig.  46.  Probang,  with  Extracting  Clip. 


Section  VI.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 
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For  the  ArPLiCATioN  of  Solutions  {Conimued). 


Fig-  47- 
Fig.  48. 
Fig.  49. 


Mouth  and  Throat 
Brushes. 


Fig.  50.  Syringe,  Flexible  Pipe. 
Fig.  51.  Syringe,  Flexible  Pipe. 


Fig.  52.  Syringe,  Gibbs’. 
Fig.  53.  Syringe,  | 

Fig.  54.  SYRINGE,  I 


I 2 


MA IV,  SON  fir*  THOMPSON,  LONDOA. 


[Section  VI. 


FOR  THE  SCARIFICATION  OF  THE  LARYNX.  UVULA,  Etc. 


Fig.  55-  Bistoury. 

Fig.  56.  Lancet. 

Fig.  57.  Lancet,  with  Spring. 

Figs.  58,  59.  Lancets,  Guarded,  with  Spring. 


Fig.  60.  Laryngeal  Sickle,  | 

Fig.  61.  Laryngeal  Sickle,  . Prosser  James. 
Fig.  62.  Uvula  Sickle,  * 


Section  VI.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 
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FOR  ABSCESSES,  EXCISION  OF  THE  TONSILS,  UVULA,  Etc. 


64 


69 


Fig.  63.  Abscess  Knife,  Bauden’s. 

Fig.  64.  Abscess  Knife, 

Fig.  65.  Abscess  Knife,  J 

Fig.  66.  Tonsil  Sickle,  Prosser  James’ 


Prosser  James’. 


Fig.  67.  Tonsil  Sickle, 

Fig.  68.  Tonsil  Sickle, 

Fig.  69.  Tumour  Syringe,  Guarded. 
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5.  MA  W,  SON  THOMPSON,  LONDON. 


[Section  VI. 


FOR  THE  EXCISION  OF  THE  TONSILS,  UVULA,  Etc. 


72 


75 


76 


Fig.  70.  Guillotine. 

Fig.  71.  Guillotine,  Mathieu’s. 

Fig.  72.  Guillotine,  Spring-action. 


Fig'  73-  Guillotine,  Guarded. 
Figs-  74  I Guillotines,  Mackenzie’s. 


Section  VI.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


For  the  Excision  of  the  Tonsils,  Uvula,  Etc.  {Co7ittnued). 


Fig.  77.  Forceps,  Uvula,  \ 

Fig.  78.  Lancet  for  the  Larynx,  [ Thomas’. 
Fig.  79-  Scissors,  Uvula,  ) 


Fig.  80.  Scissors,  Pronged  Blades,  Erichsen’s. 
\ Fig.  81.  Scissors,  Concave  Blades,  Erichsen’s. 
I Fig.  82.  Scissors,  Probe  Points. 

I Fig.  83.  VULSELLUM. 
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[Section  VI. 


FOR  THE  REMOVAL  OF  FOREIGN  BODIES,  Etc. 


89 


90 


Fig.  84.  Forceps,  Burge’s. 
Fig.  85.  Forceps,  Cusco’s. 
Fig.  86.  Forceps,  Coiton’s, 
Fig.  87.  Forceps,  Maw’s. 


Fig.  88.  Forceps,  Spring  Stem. 

Fig.  89.  Snare,  Expanding. 

Fig.  90.  Snare,  Expanding,  Prosser 
James’. 


Section  VI.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 


I2I 


93-  For  Crushing. 

Laryngeal  Sickles. 


Fig.  91.  Opening  Antero-Posteriorly. 
Fig.  92.  Opening  Laterally. 


■S'.  MAW,  SON  iSr»  THOMPSON,  LONDON. 


[Section  VI. 


Fig.  98. 
Fig.  99. 
Fig.  100. 
Fig.  loi. 
Fig.  102. 


S,  I 

S,  J 


T.  Smith’s. 


Forceps, 

Forceps, 

Forceps,  Parallel  Blades 
Pin,  Movable  Point. 

Pin,  Glass  Head. 


Fig.  103.  Pin,  Steel  Head. 

Fig.  104.  Pin,  Steel  Head. 

Fig.  105.  Pin,  Trlangular  Point. 
Fig.  106.  Scalpel. 

Fig.  107.  Scissors. 

Fig.  108.  Truss,  Hainsby’s. 


MAW 


Section  VI.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT 
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Fig.  109.  Gag,  Colin’s. 
Fig.  no.  Gag,  T.  Smith’s. 


Fig.  III.  Gag,  Vulcanite.  pig.  113.  Wedge, 

Pig.  1 12.  Gag,  Vulcanite,  with  Spring,  j Fig.  114.  Wedge, 


TO  Open 
THE  Mouth. 
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[Section  VI, 


cesophagus  bougies,  douches,  and  PIPETTI^S. 


Fig.  1 15.  Douche,  CEsophagus,  with  Obtura- 
tor, Prosser  James’. 

Fig.  1 16.  Bougie,  Oesophagus,  with  Obtura- 
tor FOR  Medication,  Prosser 
J AMES’. 


Figs.  1 17  I Douches,  Nasal  and  Pharyngeal, 
to  119.  J Prosser  James’. 

Fig.  120.  PlPEITE,  Leiter’s. 

Fig.  121.  PiPEiTE,  Vulcanite. 
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SOUNDS  AND  PROBES. 


124 


125 


Fig.  124.  j 

Fig.  125.  I'FoR  THE  Fauces. 
F'ig.  126.  j 


Fig.  122.  Aluminium,  Tobold’s  Bulb. 
Fig.  123.  Aluminium,  Smooth-pointed. 
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FOR  CAUTERISING  THE  LARYNX  AND  DILATING  THE  TRACHEA. 


Fig.  129.  Trachea  Dii.ator 
Fig.  130.  Trachea  Uiiator 


Fig.  127.  Laryngeal  Cautery  Apparatus. 
Fig.  128.  Trachea  Dilator. 


127 


128 


129 


130 
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FOR  TRACHEOTOMY. 


Fig.  1 31.  Canula,  with  Movable  Shield. 
Fig.  132.  Canula,  Expanding. 

Fig.  133.  Canulas,  Henriette’s. 


Fig.  134.  Canula,  Morrant  Baker’s. 
Fig.  135.  Canulas,  Flat. 
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5.  A/AIV,  SON  THOMPSON,  LONDON.  [Section  VI. 


Fig.  136.  Canulas,  Double.  I'  Figs.  138  [ Canulas,  Expanding,  |j  Figs.  142  [ Canuu^.s,  Double, 
Fig.  137.  Canulas,  Double.  I to  141.  i with  Knife.  :i  to  144-  i with  Trocar. 
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For  Tracheotomy  (Coniimied). 


F'ig.  145.  Canula  and  Pilot,  Durham’s  “ Lobster  Tail.” 

Figs.  146  ) 
to  151.  j 


Canulas,  Expanding,  Parker’s. 


130 
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[Section  VI. 


For  Tracheotomy  {Coniimted). 


155 


156  157 


Fig.  152.  Hook,  Blunt,  Grooved. 
Fig.  153.  Hook,  Sharp,  Grooved. 
Fig.  154.  Hook,  Douhle. 


Figs.  156  I tr^^chea  Dilators. 
to  159.  j 
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Fig.  160.  Hinged,  Grooved  Ends. 
Fig.  16 1.  Hinged,  Concave  Blades. 
Fig.  162.^  Hinged,  Serrated  Blades. 


Fig.  163.  Rectangular. 

Fig.  164.  Straight,  Concave  Blades. 
Fig.  165.  Tongue  Forceps,  Dobell’s. 
Fig.  166.  TURCK’S. 


K 2 
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[Section  VI 


MOUTH  AND  THROAT  INHALERS. 


Fig.  167.  GLA.SS  FOR  Iodine. 

Fig.  168.  Mackenzie’s. 

Fig.  169.  Maw’s,  Double-valved. 
Fig.  170.  Maw’s,  Double-valved. 


Fig. 

171. 

Maw’s. 

Fig. 

172. 

Mudge’s. 

Fig. 

173- 

Ramage’s. 

Fig. 

174. 

Watson’s. 

Section  VI.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 
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MOUTH  AND  THROAT  INHALERS,  KETTLES,  Etc. 


Fig.  175.  Inhaler,  Steam  Draft,  Lee’s. 
Fig.  176.  Inhaler,  Steam  Draft,  Closed 
Body. 


Fig.  177. 
Fig.  178. 
Fig.  179. 


Inhaler,  Sjegle’s, 
Kettle,  Maw’s,  ( 
Kettle,  Maw’s,  | 


FOR  the  Fire. 
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SPRAY  PRODUCERS  FOR  THE  MOUTH  AND  THROAT. 


185 


Fig.  I So.  Clark’s. 

Fig.  iSi.  Dewar’s. 
Fig.  182.  M.aunder’s. 


Fig.  183.  M.aw’s. 

Fig.  184.  Prosser  James’. 

Fig.  185.  Bellows  adaptable  to  either 

OF  THE  ABOVE. 


Section  vii. 


TOOTH 


INSTRUMENTS. 


CONTENl'S  OF  SECTION 


Burnishers 

Burrs. 

Drills. 
Elevators. 
Enamel  Cutters. 
Exc.wators. 


Forceps. 

Forceps  in  Pouches. 
Gum  Lancets. 
Impression  Trays. 
Keys. 

Pluggers. 


VII. 

Scalers. 

Spatula. 

Stoppers. 

Syringes. 


Tooth  Mirrors. 


Section  VII.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENl 
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FORCEPS  FOR  EXTRACTION. 
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S.  MA  W,  SON  6-  THOMPSON,  LONDON. 


[Section  VII. 


CLENDON’S. 


Fig.  1.  Bicuspids,  Lower. 

Fig.  2.  Bicuspids,  Upper. 

Eig.  3-  Bicuspids  and  Upper  Lateral  Incisors. 
Fig.  4-  Canines  and  Upper  Central  Incisors. 
Fig.  5.  Incisors,  Lower  Central. 

Fig.  6.  Molars,  Lower. 


Fig.  7 
Fig.  8 
Fig.  9 
Fig.  10 
Fig.  II 
Fig.  12 


Molars,  Right  Upper. 
Molars,  Left  Upper. 
Molars,  Left  Upper. 
Molars,  Right  Upper. 
Molar  Stumps,  Lower. 
Molar  Stumps,  Left  Upper. 


Section  VIL]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT  i39 


Forceps  for  Extraction 


{Continued). 


CLENDON’S. 

Fig.  13.  Molar  Stumps,  Right  Upper. 
i Fig.  14.  Stumps,  Lower. 

! Fig.  15.  Stumps,  Upper. 

Fig.  16.  Wisdom. 


DRUITT’S. 


Fig.  I.  Bicuspids,  Lower. 

Fig.  2.  Bicuspids  & Incisors, 
Upper. 

Fig.  3.  Molars,  Lower. 


Fig.  4.  Mol.ars,  Left  Upper. 
Fig.  5.  Molars,  Right  Upper. 
Fig.  6.  Stumps,  Lower. 

Fig.  7.  Stumps,  Upper. 
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[Section  VII. 


Forceps  for  Extraction  {Continued). 


15 


Fig.  I.  Bicuspids,  Lower. 

Fig.  2.  Bicuspids,  Lower  Tem- 
porary. 

Fig.  3.  Bicuspids,  Upper. 

Fig.  4.  Bicuspids  AND  Incisors. 


TOMES’. 

Fig.  5.  Bicuspids,  Upper 
Temporary. 

Fig^,  6 ) Lower  and  Upper 
to  10.  J Fangs  and  Splitting. 
Fig.  II.  Incisors,  Lower. 


Fig.  12.  Molars,  Lower. 

Fig.  13.  Molars,  Lower. 

Fig.  14.  Molars,  Left  Lower. 
Fig.  15.  Molars,  Right  Lower 


Section  VII.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


Forceps  for  Extraction  {Continued). 
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21 


22 


23 


24 


25 


TOMES’. 


Fig.  16.  Molars,  Right  Upper. 

Fig.  17.  Molars,  Left  Upper. 

Fig.  18.  Molars,  Lower  Temporary. 
Fig.  19.  MOLAR.S,  Upper  Temporary. 
Fig.  20.  Molar  Stumps,  Lower. 


Fig.  21.  Molar  Stumps,  Left  Upper. 
Fig.  22.  Molar  Stumps,  Right  Upper. 

5®'  "3- i roots. 

Fig.  24.  ( 
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FORCEPS  AND  KEYS  EOR  EXTRACTION. 


FORCEPS,  TOMES’. 


Fig.  31-  \ 

Fig.  32. 

Fig.  33-  Stumps,  Upper. 
Fig.  34- 
Fig.  35-  ' 


Fig.  36.  Stumps,  Tri-fanged. 
Fig.  37.  Stumps,  Tri-fanged. 
Fig.  38.  Wisdom,  Lower. 

Fig.  39-  Wisdom,  Upper. 


KEYS. 

Fig.  I.  Fox’s. 

Fig.  2.  Fox’s,  WITH  Spring  Bolt. 
Fig.  3.  Revolving  Plate  on 
Fulcrum. 

Fig.  4.  Revolving  Fulcrum. 


Section  VII.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 
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FORCEPS  AND  ELEVATORS  FOR  EXCISION  AND  EXTRACTION. 


FORCEPS. 


ELEVATORS. 


7 


19 


Fig.  I.  Clendon’s,  Lower. 
Fig.  2.  Clendon’s,  Upper. 
Fig.  3.  Tomes’,  Lower. 

Fig.  4.  Tomes’,  Lower. 

Fig.  5.  Tomes’,  Upper. 

Fig.  6.  Tomes’,  Upper. 


Fig.  7- 
Fig.  8. 

Fig.  9. 

Figs.  10  to  13. 
Figs.  14  to  16. 
Figs.  17  to  19. 


Elevator  or  Punch. 
Elevator,  Bell’s. 

Elevator,  as  used  at  Guy’s. 
Elevators,  Clendon’s. 
Elevators,  Saunders’. 
Elevators,  Thomson’s. 


FORCEPS  FOR  EXTRACTION 


Fig.  I.  Bicuspids,  Upper. 

Fig.  2.  iNCLSOR.s,  Lower  Centrae. 

Fig.  3.  MOLAR.S,  Upper,  Either  Side. 

5 1 Upper,  Right  .and  Left 

P'ig.  6.  MOLAR.S,  Upper,  Either  Side. 

F'ig.  7.  Molars,  Upper,  Left. 


AMERICAN  PATTERNS. 

Fig.  8.  Molars,  Upper,  Right. 

Fig.  g.  \ Molars,  Upper,  Right  and  Left,  Cow 
Fig.  10.  • Horn. 

Fig.  II.  Molars,  Lower,  Cow  Horn. 

Fif  '3  * Upper,  Right  and  Left. 

Fig.  14.  Wisdom,  Upper,  Either  Side. 
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Forceps  for  Extraction— American  Patterns  {Continued). 


Bicuspids,  Lower. 
Bicuspids,  Upper. 
Crowded  Teeth,  Upper. 
Excising,  Lower. 
Excising,  Upper. 

Incisors,  Upper  Central. 
Incisors,  Upper  Lateral. 


28  25 

Molars,  Lower,  Either  Side. 
Roots,  Lower. 

Roots,  Lower. 

Roots,  Upper. 

Separating  or  Splitting. 
Separating  or  Spliiting. 
Wisdom,  Lower,  Either  Side. 


I. 
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'll  1 


r) 


L 


MALLET  PLUGGERS. 


\ / 


i{ 


[111  M 


11  LX  11  L\  IS  L\  11 

12  3 4 5 6 7 8 9 10  II  12  13  14  15  16 


Figs.  I to  6.  Butler’s. 


WITH  OCTAGON  CENTRES. 

Figs.  7 to  9.  Steven’s.  H Figs.  lo  to  i6.  Varny’s. 


1 


T.  2 


MAIV,  SON  THOMPSON,  LONDON. 


[Section  VII. 


BURNISHERS,  PLUGGERS,  AND  SCALERS. 


OCTAGON  STEEL  HANDLES. 

II  Figs.  13  to  24.  Plugoers.  II  Figs.  25  to  36.  SCALERS, 


12.  Burnishers. 


MA  W,  SON  ^ THOMPSON,  LONDON. 
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ISO 


BURRS,  EXCAVATORS,  AND  STOPPERS. 


18  19  20  21  22  23  24  25 


26  27  28  29  30  31  32 


OCTAGON  STEEL  HANDLES. 


Figs.  I to  8.  Burrs. 

Figs.  9 to  1 6.  Excavators. 


I 


Figs.  17  to  20.  Excavators. 
Figs.  21  to  32.  Stoppers. 
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DRILLS,  SCALERS,  AND  STOPPERS. 


IN  IVORY  HANDLES. 


Fig.  I.  Drills,  WITH  Swivel  Mounted  Handle. 

Figs.  2 ) 

> Scalers  and  Stoppers,  Bell’s. 


Fig,  1 8.  Scalers,  Bell’s,  Fitting  One  Handle. 
Fig.  19.  Stoppers,  Bell’s,  Fitting  One  Handle. 


is: 


5.  MA  W,  SON  THOMPSON,  LONDOA. 


[Section  VII. 


DRILLS,  GUM  LANCETS,  SCALERS,  AND  SYRINGES. 


ITTI 


n 


y o p 


1 


M inl 

12  13 


ni 


14 


rm 

15 


ni 

17 


Fig.  I 
Fig.  2 
Fig.  3 
Fig.  4 
Fig.  5 
Fig.  6 


Drill. 

Drill. 

Lancet,  Gum,  Single. 

Lancets,  Gum,  Double. 
Lancets,  Gum,  Three  Blades. 
Lancet,  Steel  Handle. 


Fig. 

Figs. 

Figs. 

Fig. 

Fig. 


7- 

8 to  12. 
13  to  17- 
18. 

19- 


Lancet,  Steel  Handle. 

Scalers,  Small,  Octagon  Handles. 
Scalers,  How’s. 

Syringe,  Electro-plated. 
Syringe,  India-rubber,  Silver 
Pipe. 
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TOOTH  MIRRORS. 


Fig.  I. 

Glass, 

Ebony  or  Ivory  Mounted. 

Fig. 

6. 

Glass, 

Revolving  Frame 

Fig.  2. 

Glass, 

Ebony  or  Ivory  Mounted. 

Fig. 

7- 

Glass, 

Folding  Handle. 

Fig.  3- 

Glass, 

Ball  and  Socket  Movement. 

Fig. 

8. 

Steel. 

Fig.  4. 

Glass, 

Jointed  Handle. 

Fig. 

9- 

Steel, 

Pearl  Handle. 

Fig.  5- 

Glass, 

Fixed  Handle. 

Fig. 

10. 

Steel, 

Shell  Handle. 
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TRAYS  FOR  TAKING  IMPRESSIONS. 


Figs.  I to  5.  Square  Bottoms,  Lower  Jaw. 
Fig.  6.  Square  Boti'Om.s,  Upper  Jaw. 


Section  VII.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


Trays  for  taking  Impressions  [Continued). 


Figs.  7 to  10.  Square  Bottoms,  Upper  Jaw. 
!igs.  II,  12.  Round  Bottoms,  Lower  Jaw. 


MAW 
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Trays  for  taking  Impressions  {Coniimtcd). 


Fig.  25.  Partial  Lower,  with  Cavity  to  Receive  Front  Teeth. 
Figs.  26,  27.  Partial  Upper,  with  Square  Bottoms. 

Figs.  28,  29.  Half  Trays. 

Figs.  30,  31.  Three-quarter  Trays. 


MAW 


Section  viii. 


INSTRUMENTS  FOR  LITHOTOMY, 
LITHOTRITY,  LITHOLOPAXY,  THE  BLADDER, 

AND  URETHRA. 


CONTENTS  OF  SECTION 


Bigelow’s  Instruments. 
Bougie,  Graduated. 
Bougies. 

Catheters. 

Clover’s  Crutch. 
Elastic  Tube. 
Endoscopes. 

Forceps,  Lithotomy. 
Forceps,  Phymosis. 
Forceps,  Urethra. 

Gauge  for  Bougies  and 
Catheters. 


Gorget. 

Insufflater. 

Knives,  Lithotomy. 
Lithotomes. 

Lithotomy  and  Lithotrity 
Instruments  in  Cases. 

Lithotrites. 

Napier’s  Instruments. 
Scoops,  Foreign  Body. 
Scoops,  Lithotomy. 

Sounds  for  Diagnosis. 
Staffs. 


VIII. 

Stone  Crushers. 

Straps,  Lithotomy. 
Stricture  Dilators. 
Syringe  and  Inflater. 
Syringe,  Hydrocele. 

Syringe,  Urethra,  and 
Canula. 

Teevan’s  Instruments. 
Trocar,  Hydrocele. 

U RETHROMETER. 

Urethrotomes. 


Section  VIII.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


i6i 


BOUGIES. 


0 


> 

s 

r 

o 

Z 

o 

o 
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Fig.  I. 
Fig.  2. 
Fig.  3- 
Fig.  4. 


Acorn. 

Bellied  Olivary. 
Ball  .Staff. 
Conical. 


1 Fig.  5. 

Cylindrical. 

! Fig.  6. 

Filiform. 

i Fig.  7. 

Olivary. 

1 Fig.  8. 

Olivary. 

9.  ) 
r ig.  lo.  f 

Fig.  II.  I Richardson’s. 
Fig.  12.  ) 
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[Section  VIII. 


CATHETER  S. 


0 


n 

i5  16 


Fig.  13.  A COUD^lE,  Mercier’S. 
Fig.  14.  Bi-coud^e,  Mercier’S. 
Fig.  15.  Conical. 

Fig.  16.  Maw’s,  Soft  Rubber. 


r\ 


s 


2 

o 

o 

z 

o 

J 

5 

2 


I 

ii 


Fig.  17.  Olivarv. 

Fig.  18.  Olivary. 

Fig.  19.  Prostate. 

Fig.  20.  Retentive,  Soft  Rubber. 
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[Section  VIII, 
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Fig.  24.  151-COUDEK,  Mercier’s 
Fig.  25.  Prostate. 


Section  VIII.]  ILLUSTRATIONS  TO  PART  QUARTERLY  PRICE-CURRENT. 


Catheters,  Etc.  {Continued). 


31 


Fig.  31.  Bulbous. 

Fig.  32.  Brodie’s. 

Fig.  33.  With  Elastic-gum  Stylet,  and 
Large  Eye,  for  Clots. 


Fig.  34.  Gouley’s  Tunnelled. 

Fig.  35.  Gauge  for  Bougies  and 
Catheters. 
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\ 


Catheters  (Con/inued). 


36 


39 


Fig.  36.  Case  of  Twelve,  including  one  for  the  Prostate. 
Fig-  37-  Female. 

Fig.  38.  Female,  Sliding. 

Fig.  39.  Phillips’. 


I 


J 


-A 
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Ca'I'HRTERS  {Continued). 
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[Section  VIII. 


CATHETERS  FOR  THE  APPLICATION  OF  CAUSTIC,  Etc. 


Fig.  43.  Dawson’s. 

Fig.  44.  Erichsen’s  or  Dick’s. 
Fig.  45.  Lallemand’s. 


Fig.  46.  McDougall’s. 
Fig.  47.  Thompson’s. 
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CATHETERS,  Etc.,  FOR  INJECTING  AND  WASHING  THE  BLADDER. 
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Fig.  51. 
Fig.  52. 
Fig.  53- 
Fig.  54- 


Bladder  Syringe.  (Adaptable  to  any  size  Catheter.) 

Double  Channel  Catheter,  with  Brass  Syringe. 

Double  Channel  Catheter. 

Clover’s  Catheiers,  with  Wash  Bottle  eor  Aspirating  the 
Bladder  afier  Lithotrity. 


Debris 


FROM  the 


Section  VIII.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 


17 


CATHETERS,  HYDROCELE  AND  PHYMOSIS  INSTRUMENTS. 


55-  Catheter  and  Gla.ss  Vessel  for 
Injecting  and  Washing  the 
Bladder,  Bird’s. 

5^-  Caiheier,  Prostate,  Hutchinson’s. 


Pig-  57-  F0RCEP.S,  Phymosis,  Ricord’s. 
Fig.  58.  Syringe,  Hydrocele. 

Fig.  59.  Trocar,  Hydrocele. 
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STRICTURE  DILATORS. 


60 


:s: 


61 


62 


Fig.  6o.  Cooper’.S. 
Fig.  6 1.  Holt’s. 


Fig.  62.  Lyon’.s. 

Fig.  63.  Thompson’s. 


Section  VIII.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


SOUNDS  FOR  DIAGNOSIS. 


Fig.  64.  Hollow. 
Fig.  65.  Lister’s. 
Fig.  66.  Liston’s. 


Fig.  67.  Mercier’s. 
Fig,  68.  Thompson’s. 


Fig.  69.  Teevan’s. 
Fig.  70.  Wagstafe’s. 
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Fig.  71.— lithotomy  AND  LITHOTRITY  INSTRUMENTS. 

Forceps  (Four). 

Scalpels  (Two). 

Knife,  Lithotomy. 

Scoop. 

Lithotrite. 

Sounds  and  Staffs  (Six  each). 

Fig.  72.— LITHOTRITY  INSTRUMENTS. 

CATHET’ER. 

Sounds  (Six).  I 

Syringe  for  Injecting  and  W.a.shing 

Lithotrite. 

the  Bladder. 

Fig.  73.— lithotomy  AND  LITHOTRITY  INSTRUMENTS.  1 

Bandages. 

Sound,  Hollow.  H 

1 1 

Forceps  (Four). 

Sounds  (Six).  || 

Instruments  for  the  Extraction  of 

Staffs  (Six).  r 

Foreign  Bodies  from  the  Urethra. 
Knives,  Lithotomy  (Two). 

Lithotrite. 

Scai.pee. 

Syringe  and  Catheter  for  Injecting  I 

AND  Washing  the  Bladder.  I 

I/ 

Tube,  Elastic,  for  Insertion  after  | 

Scoop. 

THE  Operation  of  Lithotomy.  | 

1 

» 

|i 
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Fig. 

74- 

Buch.anan’s. 

Fig. 

75- 

Female. 

Fig. 

76. 

. Grooved. 

Fig. 

77- 

Grooved,  Laterally. 

Fig. 

00 

Hutchinson’s. 

Fig.  79.  Power’s  Improved  Canula  and 
Stylet,  for  the  Extrac- 
tion OF  Fragments  of  Small 
Stones  from  the  Bladder. 
Fig.  80.  Tuhe  for  Insertion  after  the 
Operation  of  Lithotomy. 
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LITHOTOMY  CRUTCH,  STRAPS,  STONP:  CRUSHERS,  Etc. 


Fig.  8 1.  Crutch,  Clover’s. 
Fig.  82.  .Strap.s,  Mason’s. 

Fig.  83.  Straps,  Pritchard’s. 


Fig.  84.  \ 

Fig.  85.  j Crushers. 

Fig.  86.  Teale’s  Gorget. 


N 
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Section  VIII.]  ILLUSTRATIONS  TO  PART  7.,  QUARTERLY  PRICE-CURRENT. 


Fig.  97.  Forceps,  Curved.  ;i 
Fig.  98.  Forceps,  Straight,  j 
Fig.  99.  Forcep.s,  Teevan’s.  I| 


Fig.  100.  Forceps,  Teevan’s. 
The  Point  pits  the  Groove 
OF  THE  Lithotomy  Staff. 


I Fig.  101.  Scoop. 

I Fig.  102.  Scoop,  Erichsen’s. 
ij  Fig.  103.  Scoop,  Revolving  End. 
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[Section  VIII. 


BIGELOW’S  EVACUATION  APPARATUS. 


104 

Fig.  104. — The  operator  is  here  supposed  to  sit  between  the  thighs 
of  the  patient.  The  bulb  has  been  compressed,  and  by  its  immediate 
expansion  will  aspirate  a part  of  the  abundant  dAbris  suspended  in  the 
fluid  above  the  fragments.  This  figure  illustrates  the  advantage  of 
dispersing  the  fragments  for  aspiration  when  too  abundant.  But  the 
same  result  can  be  better  accomplished  by  withdrawing  the  tube  a little 
from  the  floor  with  the  hand  supported  on  the  pubes  as  in  Fig.  105. 


105 


I 


I 


Fig.  105. — The  Trap  is  here  placed  in  a stand  upon  the  table.  The  remaining  fragments  are  few,  and  the 
capacious  bladder  is  depressed  to  assemble  them.  .The  operator  stands  on  the  patient’s  left,  and  supports 
his  right  hand  firmly  upon  the  pubes.  This  position  is,  on  the  whole,  the  most  advantageous. 

Henry  J.  Bigelow,  M.D.,  Professor  of  Surgery  in  Harvard  University.  “ Litholopaxy,”  pp.  16  and  17. 


Section  VIII.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


BIGELOW’S  INSTRUMENTS. 
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[Section  VIII. 


BIGELOW’S  LITHOTRITE. 


Fig.  109.  male  blade  Of  LITHOTRITE.  PRESENTING  ON  .-ALTERNATE  SIDES  TRIANCUL..1R  NOTCHES^ 
The  small  portion  of  Mris  not  discharged  laterally  by  these  notches,  is  driven  through 
slot  in  the  female  blade.  / SLOT  IN  Female  BladE. 

Fig.  no.  LITHOTRITE  Unlocked. 

Fig.  III.  LITHOTRITE  Locked  by  a Quarter  Rotation  of  the  Right  Wrist. 


109 


I 

I 


Section  VIII.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT.  183 


112 

Fig.  1 12.  Brodie’s. 


114 

Fig.  1 14.  Improved  Spring-action. 
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Lithotr  ITES  ( Continued ). 
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Section  VIII.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 
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F'ig.  1 1 8.  Slide- ACTION. 
Fig.  iig.  Teevan’s. 


Fig.  120.  Thompson’s,  with  Cross 
Handle. 


Section  VIII.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 


TEEVAN’S  INSTRUMENTS. 


O 


V 


126 


Fig.  125.  Catheter  Staff,  with  Sliding  Tube  for  External 
Urethrotomy. 

Fig.  126.  For  Performing  the  Boutonniere  Operation 
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[Section  VIII. 


NAPIER’S  INSTRUMENTS 

(For  THic  Eari.y  Detection  and  Removal  of  Calculi). 


129 


128 


127 


Fig.  127.  Calculus  Detector,  Steel,  Coated 
WITH  Pure  Lead. 

Fig.  128.  Calculus  Extractor. 

Fig.  129.  India-rubber  Retentive  Catheter. 


Fig.  130.  Silver  Canula  to  receive  Fig.  128 
OR  129. 

Fitr.  1^1.  Tube  being  Drawn  into  the 
Canula. 


Section  VIII.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 


Napier’S  Instruments  {Coniinued). 


134 


Pig.  132.  Retentive  Catheter  being  Expelled  from  the  Canula  into  the  Bladder 
Fig.  133.  Stylet,  to  Embrace  the  Neck. 

J34-  Instrument  Ready  for  Introduction. 


S.  MAW,  SON  THOMPSON,  LONDON 


[Section  VIII. 


URETHROTOMES. 


Fig.  136.  Double  Bi.adk, 


Fig.  137.  Single  Blade. 


Section  VIII.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 


Urethrotomes,  Etc.  {Continued). 


Fig.  138.  Berkeley  Hill’s.  i.  Fig.  140. 

Fig.  139.  Stafford’s  Curved.  - Fig.  14 1. 
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Stafford’s  Straight. 
Urethrometer,  Otis’. 


142 
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U RETHROTOMES  {Continued). 


o 
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[Section  VIII. 


GRADUATED  BOUGIE,  INSUFFLATER,  TROCAR,  AND  SYRINGES. 


A 


I5I 


1*47 

Fig.  147. 
Fig.  148. 


0 

149 


Bougie,  Graduated,  Teevan’s. 

INSUFFLATER  FOR  THE  APPLICATION 

OF  Medicated  Powders  to  the 
Urethra. 


Fig.  149.  Syringe  and  Elastic  Canula,  Guyon’s. 
Fig.  150.  Syringe  and  Inflater. 

Fig.  1 5 1.  Trocar,  Hydrocele. 


A.*’- 


Section  VIII.]  ILLUSTRATIONS  TO  FART  L,  QUARTERLY  PRICE-CURRENT. 
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FOR  THE  EXTRACTION.  OF  FOREIGN  BODIES 

FROM  THE  URETHRA.  \ 


157 


Fig.  152.  Forceps,  Na,rrow  Blades. 
Fig.  153.  Forceps,  Improved  Joint. 
Fig.  154.  Scoop,  with  Rod. 
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Fig.  155.  Scoop,  Improved. 

Fig.  156.  Scoop,  Fergusson’s. 

Fig.  157.  Scoop,  Leroy  d’Etiolle’s. 


o 2 
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158 

Fig.  158.  Colin’s,  with  Conductors,  Speculums,  Etc. 


Section  VIII.]  ILLUSTRATIONS  TO  PART  QUARTERLY  PRICE-CURRENT. 
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Endoscope  {Continued). 


Fig.  159.  Warwick’s,  with  Speculums,  Etc. 


Section  ix. 


RECTUM  INSTRUMENTS. 


CONTENTS  OF 


SECTION 


IX. 


Bistouries. 

Cauteries. 

Clamps. 

Dilator. 

Directors. 


Forceps  for  Hemorrhoids. 
Hooks. 

Needles  for  Hemorrhoids. 

Ointment  Turk 

Probes. 


Scissors. 

Sinus  Syringe. 
Speculums. 


Suppository  Tube. 


Section  IX.]  ILLUSTRATIONS  TO  PART  QUARTERLY  PRICE-CURRENT. 

FOR  FISTULA,  HEMORRHOIDS,  Etc. 


Fig  2 I Clamps,  H.  Smith’s. 
Fig.  3- ) 

Fig.  4.  Forceps,  Fenestrated. 
Fig.  5-; 


j Needles. 

Fig.  8.  Probe  Director,  Brodie’s. 
Fig.  9.  Rectum  Dilator,  Todd’s. 
Fig.  10.  Scissors,  Concave  Blades. 
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[Section  IX. 


Fig.  II.  Director,  Allingham’s. 
Fig.  12.  Director,  Gowlland’s. 
Fig.  13.  Forceps. 


14-  i Hooks,  Salmon’s. 

Fig.  IS- 1 

Fig.  16.  Probe,  Gowli.and’s. 
Fig.  17.  Scissors,  Salmon’s. 


Section  IX.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


For  Fistula,  Haemorrhoids,  Etc.  [Continued). 


Figs.  i8  ) 
to  20.  J 
Figs.  21  ) 
to  24.  j 


Bistouries,  Bulb  Points. 
Bistouries,  Blunt  Points. 


! 

i 


I’ig.  25.  Bistoury,  Sharp  Point. 
Fig  26.  Hook,  Sharp. 

Fig.  27.  Needle,  Right. 

Fig.  28.  Needle,  Left. 
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[Section  IX 


Fig.  29.  Allingham’s. 


Figs.  30  to  33.  Gowlland's. 


Section  IX.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


SPECULUMS,  SINUS  SYRINGE,  AND  STEEL  CAUTERIES. 


Fig.  34.  Spfxulum,  Elastic-gum. 

Fig.  35.  Speculum,  Elastic-gum. 

Fig.  36.  Speculum,  Metal,  Gowlland’s. 


F'ig-  37- 
Fig.  38. 
Pig-  39- 


Sinus  Syringe,  Gowlland’s. 
Steel  Cauteries,  Gowlland’s. 


5.  MA IV,  SON  THOMPSON,  LONDON. 


[Section  IX. 


SPECULUMS,  OINTMENT  AND  SUPPOSITORY  TUBES. 


Fig.  40.  Curling’s. 

Fig*.  41-1  fergusson’s. 
Fig.  42.  j 

Fig.  43:  Hilton’s. 


Fig.  44.  Lane’s. 

Fig.  45.  Ricord’s. 

Fig.  46.  Ointment  Tube,  Allingham’s. 
Fig.  47.  Suppository  Tube. 


Section  IX.]  ILLUSTRATIONS  TO  FART  L,  QUARTERLY  PRICE-CURRENT. 
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Fig.  48.  Curved,  with  Fenestra. 


Fig.  49-  Curved,  Plain. 


II  Fig-.  50.  Straight. 


Section  x. 


INSTRUMENTS  FOR  OBSTETRIC  AND  UTERINE 

OPERATIONS. 


CONTENTS  OF  SECTION  X. 


Caustic-holders. 
Cautery  Irons. 
Cephalometer. 
Cephalotribes. 

Clamps  for  Ovariotomy. 
Curettes. 

Decapitating  Hooks. 
Depressors. 

Dilating  Sounds. 

Fillet. 

Fine  and  Blunt  Hooks. 
Forceps,  Craniotomy. 
Forceps,  Obstetric. 
Forceps,  Ovum. 

Funis  Tube. 


Instruments  for  Vesico- 
vaginal Fistula  and 
Ruptured  Perineum. 

Instruments  for  the  Ap- 
plication OF  Caustic, 
Pessaries,  Powder  and 
Solutions  to  the  Uterus. 

Instruments  for  Dilating 
the  Os  and  Cervix 
Uteri,  Etc. 

Instruments  for  Punc- 
turing AND  Scarifying 
THE  Uterus. 

Instruments  for  the  Re- 
moval OF  Polypus  and 
Tumours. 

Metrotomes  for  Incising 
the  Os  and  Cervix 
Uteri. 


Needle-holders. 

Obstetric  Bags  and 
Cases. 

Obstetric  Pocket  Cases. 
Pelvimeters. 

Perforators. 

Pessaries. 

Scissors  for  Incising  the 
Os  AND  Cervix  Uteri. 

Sounds  for  Diagnosis. 

Speculums  for  Diagnosis. 

Tent  Carriers. 

Tractors. 

Trocars  for  Ovarian 
Cysts. 

Uterus  Scraper. 


Section  X.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


SPECULUMS  FOR  DIAGNOSIS. 


7 


Fig.  5.  Hewiit’s. 

Fig.  6.  Ricoru’s,  Four  Blades. 
Fig.  7.  Ricord’s,  Two  Blades. 


p 2 


I'lg.  I.  liARNES'. 

Fig.  2.  Bennett’s. 
Fig.  3.  Cusco’s. 

Fig.  4.  Fenestrated. 
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[Section  X. 


Speculums  for  Diagnosis  {Continued). 


Fig.  8.  Sims’. 

Fig.  9.  Sims’  (Three  fit  one  Socket-handle). 


Fig.  10.  Sims’,  with  Thomas’  Modification, 
Fig.  1 1.  Sims’,  with  Dilating  Bl.\de. 


Section  X.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 

Speculums  for  Diagnosis  {Co7itmued). 


Fig.  12. 
Fig-  13- 


Sims’,  with  Depressors. 


Fig.  14.  Sims’,  Jointed. 

Fig.  15.  Sims’,  with  Kristeller’s  Modification. 
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Speculums  for  Diagnosis  {Continued^. 


16 


17 


20 


21 


Fig.  1 6.  Meadows’. 

Fig.  17.  Neugebauer’s. 
Fig.  18.  NO'IT’s. 


Fig.  19.  Nott’s  Improved. 
Fig.  20.  Smith’s  Improved. 

Fig.  21.  TRI VALVE. 


Section  X.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT 


Speculums  for  Diagnosis  {Continued). 


Fig.  22.  Bennett’s,  Four  Blades. 
Fig.  23.  Blackbee’s. 


Fig.  24.  Hilliard’s. 
Fig.  25.  Simpson’s. 
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Speculums  for  Diagnosis  iContivued). 


' MAW 



30 

28 

Fig.  26. 

D.wis’. 

Fig. 

Fig.  27. 

Fenestrated. 

Fig. 

Fig.  28. 

Fergusson’s,  Glass. 

Fig. 

Fergusson’s,  M etal, 
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Section  X.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


SOUNDS  FOR  DIAGNOSIS. 


Fig.  I.  Angular. 
Fig.  2.  Barnes’. 
Fig.  3.  FIuguier’s, 


Fig.  4.  Sims’.  . 
Fig-  5-  Valleix’s. 


Section  X.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT.  219 


Fig.  II. 
Fig.  12. 
Fig.  13- 
Fig.  14.  ( 

Fig.  15.  I 


Curette,  Ri^camier’s. 
CUREITE. 

Curette,  Thomas’. 
Depressors. 


Fig.  16.  Depressor,  Thomas’. 

Fig.  17.  Fine  Hook,  for  Fixing  the  Uterus. 
Fig.  18.  Screw  Hook,  for  the  Removal  of  a 
Tampon.  . 

Fig.  19.  Ui'ERUs  Scraper. 
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FOR  DILATING  THE  OS 


AND  CERVIX  UTERI. 


2 


Fig.  I.  Dilator,  Greenhalgh’s. 

Fig.  2.  Dilator,  Priestley’s. 

Fig.  3.  Hydrostatic  Bag.s,  with  Tube  for 
Perchloride  .OF  Iron,  Barnes’. 
Sea  Tangle  Tent. 


Fig.  5.  Sea  Tangle  and  Sponge  Tent, 
Wiltshire’s. 

Fig.  6.  Sound,  Heywood  Smith’s. 

Fig.  7.  Sponge  Tents. 

Fig.  8.  Tupelo  Tent. 


Fig.  4. 


Section  X.]  ILLUSTRATIONS  TO  PART  QUARTERLY  PRICE-CURRENT. 


For  Dilating  the  Os  and  Cervix  .Uteri  {Continued). 


9 10  II 

Fig.  9.  Forceps,  Buck’s,  Modified  by  Huguier.  ||  Fig.  10.  Forceps,  with  Rack  Fastening. 

Fig.  II.  Forceps,  Parallel  Blades. 
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For  Dilating  the  Os  and  Cervix  Uteri,  Etc.  {Continued). 


Fig. 

12. 

Stem  and  Introducer, 

Boulton’s. 

Fig. 

13- 

Stem,  Chamber’s. 

Fig. 

14. 

Stem  and  Introducer, 

Chamber’.s. 

Fig. 

15- 

Stem,  Green halgh’s. 

Fig. 

16. 

Stem,  Galvanic,  Simpson’s. 

Fig.  17.  Stem,  Metal,  and  Introducer, 
Simp.son’s. 

Fig.  18.  Stem,  Spiral,  Simp.son’s. 

Fig.  19.  Stem,  Dlsc  of  Soft  Rubher. 

Fig.  20.  Stem,  Vulcanite^  and  Introducer. 


Section  X.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 
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P'ig.  21.  Cervix  Dilator. 

Fig.  22.  Os  AND  Cervix  Dilators, 
Molesworth’s. 

Fig.  23.  Urethra  Dilator. 


Fig.  24.  Urethra  Dilator,  Simpson’s, 
Fig.  25.  Vagina  Dilator. 

Fig.  26.  V.AGINA  DiL.VPOR,  SIMS’. 
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TENT  CARRIERS. 


Fig.  I.  Barnes’. 

Fig.  2.  Forceps,  Spring  Catch. 
Fig.  3.  Forceps,  Rack  Fastening. 


Fig.  4.  Godson’s. 

Fig.  5.  Maw’s. 

Fig.  6.  Maw’s,  Steel  Probe. 


Section  X.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


METROTOMES  FOR  INCISING  THE  CERVIX  UTERI. 


Fig.  I.  COGH LAN’s. 

Fig.  2.  Greenhalgh’s. 
Fig.  3.  Peaslee’s. 

Fig.  4.  ROUTH’S. 


Fig.  5.  Savage’s. 
Fig.  6.  Simpson’s. 
Fig.  7.  Sims’. 
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[Section  X. 


SCISSORS  FOR  INCISING  THE  OS  AND  CERVIX  UTERI. 


P'ig.  I.  Curved  Bl.ades  .^nd  Improved  Movement. 
Fig.  2.  Sims’,  Curved  on  the  Flat. 

Fig.  3.  Sims’,  Elbow  Curved. 


Section  X.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


Scissors  for  Incising  the  Os  and  Cervix  Uteri  {Continued). 


Fig.  4.  CoNc.wE  Blades.  !|  Fig.  5.  Gristock’s. 

Fig.  6.  Kuchenmeister’s. 


Q ?• 
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[Section  X. 


FOR  PUNCIURING  AND  SCARIFYING  THE  UTERUS 


Fig.  I.  PoLYFroMK,  Simpson’s. 

Fig.  2.  Quill  for  Inducing  Premature 
Labour. 

Fig.  3.  .Scarifying  Knife. 


Fig.  4.  Scarifying  Lancet,  Palfrey’s. 

Fig.  5.  Trocar  for  Inducing  Premature 
Labour,  Lee’s. 


i 


Section  X.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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for  the  application  of  solutions  to  the  uterus,  Etc. 


6 


Fig.  I.  Forcep.s  for  Wool  or  Sponge. 

Fig.  2.  Forceps,  Handle  Bent  to  use  with 
Speculum. 

Fig.  3.  Forceps,  Savage’s. 


Fig.  4.  Forceps,  with  Concave  Bl.\des. 

Fig.  5.  Forceps,  Straight,  Serrated  Ends. 
Fig.  6.  Forceps,  with  Slide. 

Fig.  7.  Forceps,  with  Spring  Handle. 
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[Section  X. 


Fig.  8.  Nitrate  ok  Silver  Cautery, 
Barnes’. 

Fig.  9.  Nitrate  ok  Silver  or  Ointment 
Probe,  Playkair’s. 

Fig.  10.  Ointment  Positor,  Barnes’. 

Fig.  II.  Porte-Caustique,  Chiari’s. 


Fig.  12.  PoTASSA  Fusa  Holder,  I’ai.krev’s. 

>3-  I Sponge  and  Wool-holders. 

Fig.  14-  / 

Fig.  15.  Tube  KOR  Sulphate  OK  Zinc  I’oiNT.s, 
Barne-s’. 

Fig.  16.  Tube  kor  Caustic,  Peaslee’.s. 


Section  X.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


For  the  Appi.ication  of  Caustic,  Solutions,  Etc.,  to  the  Uierus 


{Conti7iued'). 


18 


Fig.  17.  Canula,  for  Nitric  Acid,  Loome 
Atth  ill’s. 

Fig.  18.  1 Caustic,  Sponge-holders,  and 
Fig.  19.  j Lancets,  Bennett’s. 


Fig.  20.  Caus'iic  C.atheter,  Flexible. 
Fig.  21.  Caustic-holder,  Vulcanite. 
Fig.  22.  Gla.ss  Rod,  for  Nitric  Acid. 
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[Section  X. 


FOR  THE  APPLICATION  OF  CAUSTIC,  SOLUTIONS,  POWDERS  AND 

PESSARIES  TO  THE  UTERUS,  Etc. 


Fig.  23.  Catheter,  Double  Channel. 

Fig.  24.  Instrument  to  Facilitate  the 
Application  of  Medicated  Wool 
TO  THE  Vagina,  Barnes’. 


Fig.  25. 
Fig.  26. 
Fig.  27. 
Fig.  28. 


INSUFFLATER,  ClAY’S. 

Pessaries,  Medicated. 

Syringe  and  Sound,  Poiter’s. 


Section  X,]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


FOR  THE  REMOVAL  OF  POLYPUS,  TUMOURS,  Etc. 


Fig.  I.  Forceps,  Broad  Fenestrated  Blades. 
Fig.  2.  Forceps,  with  Improved  Movement. 
Fig.  3.  Forceps,  Movable  Blades. 
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[Section  X. 


For  the  Removal  of  Polypus,  Tumours,  Etc.  [Contimied). 


Fig.  4.  VULSELLUNI,  WITH  CaTCH. 

Fig.  5.  VuLSELLUM,  Curved,  with  Catch. 

Fig.  6.  VuLSELLUM,  Narrow  Points,  with  Catch. 


Section  X.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


For  the  Removal  of  Polypus,  Tumours,  Etc.  {Continued). 


Fig.  7.  Forceps,  Serr.vi'ed  Ends. 

Fig.  8.  VuLSELi.uM,  Plain. 

Fig.  9.  VUI.SELLUM,  WITH  R.\CK-FASTENINO. 
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[Section  X. 


ECRASEURS  EOR  THE  REMOVAL  OF  POLYPUS,  TUMOURS,  Etc. 


Fig.  I.  Aveling’s. 

Fig.  2.  Chassaignac’s. 


Fig.  3.  Chassaignac’s. 
Fig.  4.  Hick’s. 


Section  X.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


ECRASEURS  FOR  THE  REMOVAL  OF  POLYPUS,  TUMOURS,  EXC.  {Continued). 


Fig.  5.  Chassaignac’s. 
Fig.  6.  Hick’s. 


Fig.  7.  Meadow’s. 
Fig.  8.  Sims’. 
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S.  MAir,  THOMPSON,  LONDON. 


N E E D L E - I I O L D E R S. 


P'ig.  I.  Circular  Joint.  Fig.  3.  Ivory-mounted. 

Fig.  2.  Ebony-mounted.  ,,  Fig.  4.  Luer’s. 

Fig.  5.  Maw’s  Improved. 


[Section  X. 


Section  X.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


FOR  VESICO-VAGINAL  FISTULA  yVND  RUPTURED  PERINEUM 


I I 

to  3 J I^tSTOURIES  FOR  PARING  THE  EDGES. 

Fig-  4-  Fork  to  aid  Passage  of  Sutures. 
Fig.  5.  Fulcrum. 


Fig.  6.  Sponge-holder. 
Fig.  7.  Suture-adjuster. 
Fig.  8.  Suture-twister. 
Fig.  9.  Tractor. 
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^.S.  MAW,  SON  TJIOMPSON,  LONDON. 


[Section  X. 


For  Vesico-Vaginal  Fistula  and  Ruptured  Perineum  {Contmued). 


10 


Fig.  lo.  Catheter,  Sims’. 

Fig.  1 1.  Deep  Quill  Suture  Needles,  Brown’s. 
Fig.  12.  Forceps  for  Seizing  the  Edges, 
Thomas’. 


Fig.  13.  Tubular  Needle,  Simpson’s. 

Fig.  14.  Tubular  Needle,  Left,  Simpson’s. 
Fig.  15.  Tubular  Needle,  Right,  Simpson’s. 


I 


i 


f- 

t 

it 


Section  X.}  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 


TROCARS  FOR  TAPPING  OVARIAN  CYSTS. 


R 


1 


242 


.S'.  MA IV,  SON  fir-  THOMPSON,  LONDON.  [Section  X. 


CAUTERY  IRONS  AND  CLAMPS  FOR  OVARIOTOMY. 


Fig.  I.  Cautery  Irons.  |1  Fig.  2.  Clamp,  Hutchinson’.s. 

Figs.  3 to  5.  Ci.AMP.s,  .Spencer  Wei.i.s’. 


Section  X.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 
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Fig.  r.  Barnes’. 

Fig.  2.  Blackbee’s. 

Fig.  3.  Clay’s. 

Fig-  4-  Cuiter’s  .Loop  (for  Antcvcrsion) 


Fig.  5.  CuTi'ER’s  Loop  (Fig.  shows  application  for 
Ante  version). 

tig.  6.  Cutter’s  (for  Anteversion  and  Fle.xion). 
Fig.  7.  Cutter’s  T Steai. 

Fig.  8.  Cutter’s  T Stem  applied  to  Uterus. 


r 2 
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6-.  MAir,  SON  S-  T//OMPSOA\  LONDON. 


[Section  X. 


Fig.  9.  Cutter’s  Cup  (for  Prolapsus). 

Fig.  10.  Cuiter’s  Loop  (for  Retroversion). 

Fig.  II.  Cutt'ER’s  Ring  (for  Prolapsus). 

Fig.  12.  Cutter’s  Stem  (for  Retroflexion). 

Fig.  13.  CuiTER’s  Stem,  Movable  Disc  (for 
Retroflexion). 


Fig.  14.  Cutter’s  Stem  (Fig.  shows  application 
for  Retroflexion). 

Fig.  15.  Duffin’s. 

Fig.  16.  Gariel’s,  Globular,  with  Pump. 

Fig.  17.  Gariel’s,  Pyriform,  with  Pump. 


Section  X.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


Pessaries  {Continued). 


18 


19 


20 


Fig.  1 8.  Galabin’s  (for  Anteversion). 
Fig.  19.  Galabin’s  (for  Prolapsus). 
Fig.  20.  Gi.obular. 


Figs.  21 
to  26. 
Fig.  27. 


Greenhalgh’s. 
Hewitt’s,  Improved. 
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A/A  IV,  SON  THOMPSON,  LONDON 


[Section  X. 


Pessariks  {Continued'). 


Fig.  28. 
Fig.  29. 
Fig.  30. 


HEwrrPs  Cradle. 
Hewht’s  Lever. 


Fig.  31.  Hewitt’s  Ring. 

Fig.  32.  I Stem. 

Fig.  33-  ) 

Fig.  34.  Hitchcock’s. 
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Section  X.]  ILLUSTRATIONS  TO  PART  /, 


Q UA  R TERL  Y PRICE-  C UR  RE  NT. 


Pessaries  {Continued). 


Fig.  35- 
Fig.  36. 

Fig.  37. 
Fig.  38. 


Hodge’s  Lever. 
Hodge’s  Lever,  with 
Bar. 

Hodge’s  Lever,  Open. 
Hurd’s. 


1 Fig. 

39- 

Hurd’s. 

Fig. 

40. 

Napier’s. 

Fig. 

41. 

Oval. 

I Fig. 

42. 

Oval,  with  Tube  to 
Inflate. 

1 Fig. 

43- 

Oviform. 

Fig.  44- 
Fig.  45- 

Fig.  46. 


Ring,  Soft  Rubber. 
Ring,  with  Tube  to 
Inflate. 

Ring,  Watch-spring, 
WITH  Soft  Rubber 
Covering. 


56 


Fig.  47.  Maw’s. 

Fig.  48.  ) Schofield’s. 
Fig.  49.  / 

Fig.  50.  Skinner’s. 


Fig.  51.  Thomas’,  Closed. 
Fig.  52.  Thomas’,  Open. 

Fig.  53.  Whalebone,  Soft 
Rubber  Covering. 


• 'g.  54.  j,  ^Mii  i AL. 

Fig.  55-  i 

Fig.  56.  Zwank’s,  Vulcanite. 


Section  X.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT.  249 


Pessaries  (Continued). 


Fig.  57.  Blake’s. 

Fig.  58.  Circular. 

Fig.  59.  CuiTER’s  (modified  by  Thomas  for 
Anteversion.  The  Bar  is  inflatable 
to  form  a Cushion). 


Fig.  60.  Livingstone’s  (the  long  Stem,  a,  is 
withdrawn  after  introduction). 

Fig.  61.  Meadows’. 

Fig.  62.  ( Simpson’s. 

Fig.  63.  J 
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A/A  IV,  SON  TJ/OA/PSON,  LONDON.  [Section  X. 


OBSTETRIC  BAGS  AND  CASES. 


Fig.  I. 

Catheter. 

Crotchet  and  Blunt  Hook. 
Forceps,  Short. 

Perforator,  Denman’s. 
Scissors. 

Vectis. 


Fig. 

Catheter.  j 

Crotchet  and  Blunt 
Hook. 

Forceps,  Craniotomy. 


Forceps,  Long. 
Perforator,  Denman’s. 
Scissors. 

Vectis. 


Section  X.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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OiiSTK'J'Kic  Bags  and  Casks  {Continued). 


4 


Catheter. 

Caustic,  Sponge- 
holder,  AND 
Uterus  Kniee. 
Crotchet. 


Fig.  3. 
DeCAPII'ATOR. 

Hook,  Fine. 

Fig 

Bottles  (Five). 

Forceps,  Cranio- 

Perforator. 

Catheter. 

tomy,  Barnes’. 

Scissors. 

Caustic,  Sponge- 

Forceps  (Two). 

Speculum. 

holder,  AND  Uterus 
Knife. 

Hook,  Blunt. 

Vectis. 

Crotchet. 

4. 

Forceps,  Craniotomy 
Forceps,  Long. 
Hooks,  Blunt  (Two). 
Perforator. 
Speculum,  Barnes’. 
Vectis. 


5-.  AfAlV,  SON  THOMPSON,  LONDON.  [Section  X. 


Obstetric  Bags  and  Cases  {Continued). 


7 


Fig.  5.— BARNES’. 


Catheter. 

Chloroform  Inha- 
ler, Skinner’s. 
Crotchet. 

Drop  Bottle. 
Forceps,  Craniotomy. 
Forceps,  Long. 


Glass  Bottles  (Six). 
Hook,  Blunt. 
Hydrostatic  Bags. 
Perforator. 

Quill  for  inducing 
Premature  Labour. 
Scissors. 


Fig.  6.-GREENHALGH’S. 


Bottles  (Six). 
Catheter. 
Chloroform  Inha- 
ler. 

Drop  Bottle. 
Forceps,  Craniotomy. 
Forceps,  Long. 


Hook,  Blunt. 

Perforator. 

Scissors. 

Spray  Apparatu.s, 
FOR  Ether. 

I Uterus  Syringe. 


Air  Pessary,  India- 
rubber. 

Catheter. 

Caustic  Catheter. 
Chloroform  Inhaler. 
Cotton  Wool. 
Ecraseur. 

Endoscope. 

Glass  Brush. 

Glass  Rod. 

Hook,  Sims’. 
Lamin.aria  Tents. 
Lint  & Lint-holder. 


Fig.  7.— MAW’S. 

Needles  & Needle- 
holder. 

Ointment  Carrier. 
Pessaries,  Galvanic 
Stem. 

Pessaries,  Hodge’s. 
Pessaries,  Thomas’. 
Scissors. 

Silk  and  Thread. 
Speculum. 

Speculum  Forceps. 
Sponge,  on  Whale- 
bone Stem. 


Sponge  Tents. 
Stethoscope. 

Tent  Carrier. 
Thermo.meter. 

Tube  for  Sulphate 
OF  Zinc. 

Uterus  Injecter. 
Uterus  Knife. 

Uterus  Sound, 
Metal. 

Uterus  Sound, 
Whalebone. 

Vagina  Dilator, 
Sims’. 


Section  X.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


Obstetric  Bags  and  Cases  {Co7itmued). 


8 


Fig.  8.- 

Bottles  (Five). 
Catheter. 

Crotchet. 

Forceps,  Craniotomy. 
Forceps,  Long. 

Fig.  9.- 

Bottees  (Five). 
Crotchet  and  Blunt 
Hook. 


■MAW’S. 

Hook,  Blunt. 

Perforator. 

Scissors. 

Uterus  Syringe. 

MAW’S. 

Forceps,  Long. 
Uterus  Syringe. 
Vectis. 


Fig.  10. 

Bottles  (Three).  Scissors. 

Catheter,  Silver. 

Me.asure.  Trache.a  Tube. 


Fig.  ii. 

Bottles  (Three).  Measure. 

Catheter,  Elastic.  Scissors. 


Fig.  12. 

Bottles  (Three).  Measure. 

Catheter,  Metal.  Scissors. 


254 


AfA  IV,  SON  THOMPSON,  LONDON  [Section  X. 


OBSTETRIC  INSTRUMENTS. 


Fig. 

I. 

Cephalotribe,  with  Fenestra. 

Fig. 

5- 

Crotchet  and  Hook. 

Fig. 

0 

Forceps, 

Fig. 

2. 

Cephalotribe,  Hick’.s. 

Fig. 

6. 

) Crotchet  and  Hook, 

; Fig- 

9- 

Ovum. 

Fig. 

Fig. 

3- 

4- 

Cephalotribe,  Curved,  Kidd’s. 
Cephalotribe,  Straight,  Kidd’s. 

Fig. 

7- 

1 FriTiNG  One  Handle. 

1 Fig- 

,o.) 

Section  X.]  ILLUSTRATIONS  TO  PART  QUARTERLY  PRICE-CURRENT. 
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20 


Fig.  II.  Cephalometer. 

Fig.  12.  Blunt  Hook. 

Fig.  13.  Fine  Hook, Oldham’s. 
Fig.  14.  Forceps,  Ovum. 


Fig.  15.  Funis  Tube, 

■ Robert.son’s. 

Fig.  16.  Pelvimeter,  Earle’s. 
Fig.  17.  Scissors,  Blunt  Points. 


Fig.  18.  Vectis,  Lever’s. 

I Fig.  19.  Vectis,  Lownd’s. 

Fig.  20.  Vectis,  Svmond’s. 


.9.  MAIV,  SON  fir-  THOMPSON,  LONDON. 


[Section  X. 


CRANIOTOMY  FORCEPS. 


Fig.  I.  Barnes’. 

Fig.  2.  Churchill’s. 
Fig.  3.  Davis’. 

Fig.  4.  Holmes’. 


Fig.  5.  Lee’s. 

Fig.  6.  Lever’s. 

Fig.  7.  Mathews  Duncan’s. 
Fig.  8.  Simpson’s. 


Section  x.l  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT.  257 


CRANIOTOMY  FORCEPS,  HOOKS,  Etc. 


Fig.  9..  Barnes’  Improved. 
Fig.  10.  Murphy’s. 

Fig.  II.  Priestley’s. 

Fig.  12.  Ramspotham’s. 

Fig.  13.  Waller’s. 


Fig.  14.  Fillet. 

Pig-  15-  Forceps,  Ovum. 

Fig.  16.  Hook,  Decapitating,  Lever’.s. 

Fig.  17.  Hook,  Decapitating,  Ramshotham’s. 


f’lg'  I.  page  256,  read  Hall  Davis’ Barnes’. 
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.9.  MA  fV,  SOJV  fir-  THOMPSON,  LONDON. 


[Section  X. 


OBSTETRIC  FORCEPS. 


Fig.  I.  Ass.vlini’s. 
Fig.  2.  Barclay’s. 
Fig.  3.  Barnes’. 


Fig.  4.  Barnes’,  with  Morgan’s 

'FRACrORS. 

Fig.  5.  Braithwaite’s. 


Fig.  6.  Ci.arke’s. 

Fig.  7.  Clarke’s,  Curved 
Handle. 


Section  X.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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13 


Fig.  8.  Beat'I'y’s. 
Fig.  9.  Blundeli.’.s. 


Fig.  10.  Churchill’s. 
|!  Fig.  II.  Denm.vn’s. 


Fig.  12.  Draprr’.s. 
Fig.  13.  Galabin’s. 


Fig.  14.  Lever’s. 

Fig.  15.  Ramsdotham’s. 


5.  MA IV,  SON  THOMPSON,  LONDON. 


[Section  X. 


Ohstetric  Forceps  [Coniinucd). 


Fig.  i6.  Greenhalgh’s. 
Fig.  17.  Hewi'its. 

Fig.  18.  INGLIS’. 


Fig.  19.  Madden’s. 
Fig.  20.  Simpson’s. 
Fig.  21.  Tarnier’s. 


Section  X.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


Fig.  22.  Murphy’s. 
Fig.  23.  Pagan’s. 


Fig.  24.  Rigby’s.  i 

Fig.  25.  Simpson’s  Short.  ' "7-  Waller’s. 

Fig.  26.  Vacher’s.  28.  Ziegler’s. 


5.  A/All’,  SOA’  T//O.UPSOA',  L0A7J0A’. 


[Section  X. 


PERFORATO  RS, 


Fig.  I.  Denman’s. 

Fig.  2.  Green  HALGH’s. 
f'ig.  3.  Holmes’. 

Fig.  4.  Oldham’s. 


Fig.  5.  Rigly’s. 

I'ig.  6.  Simpson’s. 

Fig.  7.  Smellie’s,  Curved. 
Fig.  8.  S.mellie’s,  Straight. 


Section  xi. 


DISLOCATION,  FRACTURE,  AND 
DEFORMITY  APPARATUS. 


CONTENTS  OF  SECTION  XI. 


Appliances  tor  Artieicial  Arms,  Hands, 
Etc. 

Appliances  for  Talipes. 

Arm  Slings. 

Arm  Sockets. 

Arm  Splints. 

Artificial  Arms  and  Hands. 

Artificlal  Feet  and  Legs. 

Bed  Clothes  Frames. 

Bonnet’s  Splints. 

Chest  Expanders. 

Cl.avicle  Apparatus,  Ellis’. 

Cork  Sole  Boot. 

Cr.adles. 

Crutch  Sticks. 

Crutches. 

Dislocation  Bandages. 

Dislocation  Pulleys. 

Elbow  Splints. 

Excision  Apparatus. 

Extension  Apparatus. 

Extension  Apparatus,  H.  O.  Thomas’. 
Extension  and  Suspension  Apparatus. 
Fergusson’s  Splint  for  Fractured  Patella. 
Finger  Splints. 

Foot  Rest. 

Foot  Sling. 

Hand  Splints. 


I Humerus  Splints. 

Instruments  for  Infantile  Paralysis. 
Instruments  for  Writers’  Spasm. 

Instruments  for  Wry  Neck. 

Jury  Mast  for  Pott’s  Disease,  Sayre’s. 

Knee  Splints. 

Leg  Splints. 

Leg  and  Thigh  Splints. 

Leg  Supports  and  Boots. 

Lonsdale’s  Splint  for  Fractured  Patella. 
Malgaigne’s  Hooks  for  Fractured  Patella. 
Maw’s  Appar.\tus  for  Fractured  Nose. 

Moon’s  Apparatus  for  Fractured  Jaw. 
Poroplastic  Appliances. 

Poroplastic  Splints. 

R.\dius  Splints. 

Sayre’s  Apparatus. 

Sayre’s  Tripod  and  Suspension  Apparatus. 
Spine  Apparatus. 

Splints  for  Fractured  Patella. 

Stout  Leather  Cap  for  Dislocated  or  Frac- 
tured Patella. 

Stout  Leather  Cap  for  Dislocated  Shoulder. 
Supports  for  Displ.acement  of  Tibl\. 
i Supports  for  Inward  and  Outward  Curv.ature. 
Tenotomy  Splint. 

Valgus  Plate. 

Varus  Plate. 


Section  XI.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT.  265 


DISLOCATION  APPARATUS. 


Fi|  2^  FOR  Use  with  Pulleys.  (See  Illustrations,  page  266.) 

Fig.  3.  Pulleys. 

Fig.  4.  Stout  Leather  Cap  for  Dislocated  or  Fractured  Patella 
Fig.  5.  Stout  Leather  Cap  for  Dislocated  Shoulder. 


Disloca'I'ion  Apparatus  {Continued). 


266 


S.  A/A  IV,  SON  TJ/OA/PSON,  LONDOA 


[Section  XI. 


H H 


00  Os 


Ui  u-t 


Section  XI.]  ILLUSTRATIOi\’S  TO  PART  /.,  QUARTERLY  PRICE-CURRENT 
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CHEST  EXPANDERS,  CLAVICLE  APPARATUS,  FOOT  SLING,  AND  REST. 


Fig.  I.  Chest  Exp..\nder. 

Fig.  2.1  Chest  Expanders,  with  Steel  Pl.-vtes 
Fig.  3.)  AT  Back. 


Fig.  4.  Cl.wicle  Appar.-vtus,  Ellis’. 
Fig.  5.  Foot  Rest. 

Fig.  6.  Foot  Sling. 
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.9.  MA IV,  SON  THOMPSON,  LONDON.  [Section  XI. 


EXCISION  AND  EXTENSION  APPARATUS. 


Fig.  I.  Campbell  De  Morgan’s,  for  Disease 
OF  Hip-joint. 

Fig.  2.  Heath’s,  for  Excision  of  Elbow. 

Fig.  3.  Mason’s,  for  Excision  of  Elbow. 


Fig.  4.  Mason’s,  with  Hand  Plate,  for  Ex- 
cision OF  Elbow. 

Fig.  5.  Maw’s,  for  Excision  of  Elbow. 

Fig.  6.  Maw’s,  for  Extension,  with  Br.acket 
TO  fix  on  Bedstead. 

Fig.  7.  STOKE.S’,  FOR  Extension. 


Section  XI.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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EXTENSION  AND  SUSPENSION  APPARATUS. 


5 


Fig.  I.  Bryant’s  Splint  for  Parallel 
Extension. 

Fig.  2.  Contracted  Finger  Splint. 

Fig.  3-  Golding  Bird’s  Suspension  Apparatus. 


Fig.  4.  Knee  Splint,  with  Rack. 

Fig.  5.  Knee  Splint,  with  Screw. 

Fig.  6.  Sayre’s  Jury  Mast,  for  Pott’s 
Disease  of  the  Spine. 


[Section  XI 


5.  AfA  ir,  SO.V  THOMPSON,  LONDON. 
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SAYRE’S  APPARATUS. 


KNKE  SPI.INT  KOR  h-XTKNSlOX. 
Sprint  for  Exiknsion  anp 

AliPUCTIOX. 

Sprint  for  Extension  oi  Hip. 


Fig.  4- 
Fig.  5- 


Foot  Sprint  for  Ex'pension. 

Foot  Sprint  for  Taripes  Varous. 
Foot  Sprint  for  Taripes  Varus. 


Fisr. 


Fig.  6. 


Fig. 


Section  XL]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


Saype’s  Apparatus  {Coniimied). 


Fig.  7- 


Tripod,  Pui.levs,  Cross-har,  Leather  Band  for  Chin  / 
Suspension,  when  applying  the  Plaster  of  Par 


Occiput,  Etc.,  for 

ACKET. 


5-.  AfA  W,  SON  THOMPSON,  LONDON  [Section  XI. 


Fig.  I.  Ankle  Splint,  with  Foot-piece. 
Fig.  2.  Clog. 

Fig.  3.  Hip  Splint^  applied  posteriorly. 
Fig.  4.  Knee  Splint,  without  Foot-piece. 


Fig.  5.  Patten. 

Fig.  6.  Splint  Carrier. 
Fig.  7.  Wrenches. 


Section  XI.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT.  273 


ARM  SLINGS,  SPLINTS,  AND  PIOOKS  FOR  FRACTURED  PATELLA. 


Fig.  I.  Arm  Sling,  Leather,  with  Elrovv. 

Fig.  2.  Arm  Sling,  Leather,  without  Elrow. 
Fig.  3.  Arm  Sling,  Leather,  with  Slide  for 
Elongating. 

Fig.  4.  Arm  Sling,  Wire  Gauze,  with  Elbow. 


Fig.  5.  Hooks  for  Fractured  Patelia 
Malgaigne’s.  -^illla, 

Fig.  6.  Splint  for  Fractured  Patella 
Fergusson’s.  ‘ ’ 

Fig.  7.  Splint  i’or  Fractured  Pateila 
Lonsdale’s.  " ‘ ’ 
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6‘.  ^/W/r,  SO:V  TJIOMPSO.V,  LONDON. 


[Section  XI. 


ARM,  ELBOW,  FINGER,  HAND,  AND  RADIUS  SPLINTS. 


Fig.  I.  Arm,  Wood. 

Fig.  2.  Arm,  Wood,  Hinged. 
Fig.  3.  Arm,  Zinc,  Hinged. 
Fig.  4.  Elbow,  Winchester’s. 


Fig.  5.  Elbow,  Winchester’s,  WITH 
Plate  for  Radius. 

Fisr.  6.  Humerus,  with  Slide  for 
Lengthening  the  Plate. 


Fig.  7.  Humerus,  with  Axilla 
Pad  and  Shoulder- 
strap. 

Fig.  8.  Pemberton’s. 

Fig.  9.  Radius,  N elaton’s. 


Section  XI.]  ILLUSTRATIONS  TO  PART  I.,  QUARTERLY  PRICE-CURRENT. 
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Fig.  10.  Arm,  Cline’s. 

Fig.  II.  Arm,  “Crimean.” 

Fig.  12.  Arm,  Zinc. 

Fig.  13.  Arm,  Finger,  H.\nd,  Etc.,  Gooch’s 

Lined.  ^ 

Fig.  14.  Arm, 'Finger, ’’Hand,  Etc.,  Pott’s. 


Fig.  15.  Arm,  Hand,  Etc.,  R.atan  Cane. 
Fig.  16.  Elbow,  Bonnet’s. 

Fig.  17.  Gordon's,  for  Colles’  Fr.acture. 
Fig.  18.  Radius,  Bonnet’s. 

Fig.  19.  r.adius,  Watson’s. 
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5.  MA IV,  SON  THOMPSON,  LONDON. 


[Section  XI. 


Fig.  I.  Amesbury’s,  for  Transverse  Fracture 
OF  Patella. 

Fig.  2.  Cline’s,  Iron,  j 

Fig.  3.  Cline’s,  Wood,  for  Po'it’s  Fracture. 
Fig.  4.  Cline’s,  Zinc,  ) 


Fig.  5.  Interrupted  Knee. 

Fig.  6.  Leg,  Dupuytren’s,  with  Slide  Heel 
Plate. 

Fig.  7.  Nathan  Smith’s,  for  Anterior  Suspension. 
Fig.  8.  Wyatt’s  Universal. 


LEG  AND  THIGH  SPLINTS. 


Fig.  I.  Liston’s,  with  Adjusting  Screw. 
Fig.  2.  Liston’s,  with  Rack. 


Fig.  3.  Liston’s,  with  Shifting  Thigh-pieces, 
and  Adjusting  Screws. 

Fig.  4.  MacIntyre’s. 

Fig.  5.  With  Adjusting  Rack,  used  at  St.  Bartholomew’s. 
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5.  MA IV,  SON  THOMPSON,  LONDON.  [Sectioa  XI. 


Fig. 

Fig. 

Fig. 

Fig. 


^ I Bonnet’s. 

8.  Bulley’s. 

9.  Desault's, 


Fig.  10.  Interrupted,  with  Shifting  Foot- 
piece. 

Fig.  II.  Liston’s. 

Fig.  12.  Liston’s,  with  Movable  Foot-piece. 


Section  XL]  ILLUSTRATIONS  TO  TART  /,  QUARTERLY  PRICE-CURRENT. 
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Leg  and  Thigh  Splints  {Contimicd). 


0000 
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Fig.  13.  Amesbury’s,  for  Fracture  of  Upper  Part  of  the  Femur. 

Fig!  It  FerGUSsS^S?  WItJ  s“cLtrFO^R''E!oN°Gr™  ^ POSITION. 

fS  I;!  r T.^r^ 


Section  XI.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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Cradles  {Coniimted). 


Fig.  3.  (IkKENSLAUE’S. 

Fig.  4.  Lawrence’s. 


Fig.  5.  .Sal'ier's. 
Fig.  6.  Turner’s. 
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S.  MA  \\\  SON  <Sr*  THOMPSON,  LONDON. 


[Section  XI. 


Fig.  I.  Greenway’s.  (The  Bottom  Frame,  a,  is  placed 
between  the  Mattress  and  Bed.) 


Fig.  2.  Iron,  Japanned. 

Fig.  3.  Luke’s.  (Made  to  fold  up.) 


UTCH  STICKS  AND  CRUTCHES. 


Section  XI.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT.  283 
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5.  MAIV,  SON  THOMPSON,  LONDON. 


[Section  XI. 


Fig.  I.  Arm  Socket,  Amputation 
ABOVE  Elbow. 

Fig.  2.  Arm  Socket,  Amputation 
BELOW  Elbow. 

Fig.  3.  Arm  and  Hand,  Amputa- 
tion ABOVE  Elbow. 


Fig.  4. 

Arm  and  Hand,  Ampu- 
tation BELOW  Elbow. 

Fig.  5- 

Fingers,  or  Part  Hand. 

Fig.  6. 

Button  Hook. 

Fig.  7. 

Card-holder. 

Fig.  8. 

Driving  Hook. 

Fig. 

9. ; 

1 Forks. 

Fig. 

10.  j 

Fig. 

1 1. 

Hook. 

Fig. 

12. 

Knife. 

Fig. 

•3- 

Pen-holder. 

Fig. 

14. 

Ring. 

Fig. 

15- 

Spoon. 

Section  XI.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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ARTIFICIAL  FEET  AND  LEGS. 


Fig.  I.  ) 

Fig.  2 1 Amputation  above  Knee. 

Fig.  3.  Amputation  above  Knee, 
OF  Leather  or  Wood. 


Bucket 


Fig.  4.  Amputation  below  Knee. 

Fig.  5.  Amputation  of  Foot,  Chopart’s. 
I*  ig.  6.  Amputation  of  Foot,  Syme’s. 
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6'.  A/AIF,  SON  Sr-  THOMPSON,  LONDON. 


[Section  XI. 


II  12 

Fig.  7-  Amputation  above  Knee,  with  Improved  | 
Joint,  Bucket  of  Leather  or  Wood. 

Fig.  8.  Amput.ation  below  Knee. 

Fig.  9.  Amputation  below  Knee,  with  Rest. 


10 

Fig.  10.  Amputation  below  Knee. 

Fig.  ii.  Amputation  of  Foot,  Ckopart’s  or 
Svme’s. 

Fig.  12.  Cork  Sole  Boot  for  Shortened  Limb. 


hr)  T) 


Section  XI.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


APPLIANCES  FOR  PARALYSIS,  TALIPES,  FRACTURED  JAW  AND 

NOSE,  Etc. 


Fig.  I.  For  Displacement  (Posteriorly) 
OF  Tibia. 

2.  For  Fractured  Nose. 

3.  For  Infantile  Paralysis. 


Fig.  4.  For  Use  after  Dislocation  of  Knee. 
Fig.  5.  For  Fractured  Jaw,  Moon’s. 

Fig.  6.  Valgus  Plate. 

Fig.  7.  Varus  Plate. 
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5.  SON  (Sr*  THOMPSON,  LONDON.  [Section  XI. 


appliances  for  talipes,  Etc. 


Fig.  I.  Davy’s. 

Fig.  2.  For  Calcaneus. 

Fig.  3.  For  Incipient  Talipes. 
Fig.  4.  Lutle’s. 


Fig.  5.  Little’S,  Hinged. 
Fig.  6.  Lii-tle’s,  Plain. 

Fig.  7.  LriTLE’s,  WITH  Set 
Screw. 


Fig.  8.  Scarpa’s. 

Fig.  9.  Scarpa’s  Improved. 
Fig.  10.  Tenotomy  Padded 
Splint. 


Section  XI.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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LEG  SUPPORTS  AND  BOOTS.. 

'I 


Fig.  I.  For  Anterior  Curvature  of  Tibia. 
Fig.  2.  For  Inward  Curvature  (Knock-knee), 
WITH  Pelvis  Band. 

Fig.  3.  For  Outward  Curvature,  with  Pelvis 
Pand. 


Fig.  4.  For  Outward  or  Inward  Curvature, 
without  Pelvis  Band. 

Fig.  5-  For  Outward  or  Inward  Curvature 
OF  Tibia. 

fig.  6.  For  Rotation  of  the  Foot 
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S.  MAW,  SON  ^ THOMPSON,  LONDON. 


[Section  XI. 


SPINE  APPARATUS. 


•'ig.  I.  For  SiMPt.E  Lateral  Curvature. 

'ig.  2.  For  Double  Laterai,  Curvature. 

'ig.  3.  For  Posterior  Curvature,  with  Taylor’s  Suppori. 

Mg.  4.  For  PoiT-’s  Disease  or  Angular  Curvature,  wmi  Taylors  Brace. 


Section  XI.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT 
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SPINE  AND  WRY  NECK  APPARATUS. 


Doui’le  Lateral  Curvature,  with  Rotation. 
h-  6.  For  Double  L.\teral  Curvature,  with  Relaxed 
SCAPULAi. 

7-  For  Curvature  and  Pelvic  Deformities,  Pro- 
iheroe  Smith’s. 

Fig.  8.  For  Wry  Neck. 


MAiy,  SOJV  £r*  TJJOMPSON,  LONDON. 


[Section  XI. 


92 


PO  RO  PL  A ST  I C SPLINTS. 


Fig. 

1. 

Arm,  Anterior.  ' 

Fig. 

6. 

Humerus. 

Fig.  II. 

Radius. 

Fig. 

2. 

Arm,  Posterior. 

Fig. 

7- 

Knee,  Anterior. 

Fig.  1 2. 

Radius. 

Fiff. 

-J. 

Elbow. 

Fig. 

8. 

Knee,  Posterior. 

Fig.  13- 

Talipes. 

^ *c>* 

Fig. 

0* 

4. 

Fibula,  Anterior. 

Fig. 

9- 

Leg. 

Fig.  14. 

Thigh,  Anterior. 

*0 

Fig. 

5- 

Fibula,  Posterior. 

Fig. 

10. 

Lower  Maxillary. 

Fig.  15- 

Thigh,  Posterior. 

Section  XI.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


POROPLASTIC  APPLIANCES,  Etc. 


Fig.  I.  Ahdomen. 
Fig.  2.  Back. 

Fig.  3.  Hjp. 


Fig.  4.  Neck. 
Fig.  5.  Patei.la. 
Fig.  6.  Spine. 


Fig.  7.  Tibia  and  Fibue 

Fig-  8.  I Neck. 

Fig.  9-  J 
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6-.  Jl/AlV,  SON  dr-  THOMPSON,  LONDON. 


[Section  XI. 


INSTRUMENTS  FOR 


WRITERS’  SPASM. 


Fig.  I.  An  Oval-shaped  Handle  for  the  Palm  of  the  Hand,  with  Lateral  Projections  {a,  b) 
for  the  Thumb,  Index,  and  Middle  Fingers.  On  its  under  surface  is  a Metallic  Knob  (c)  to  facilitate 
the  movement  of  the  Instrument  over  the  surface  of  the  Paper.  The  inclination  of  the  Pen  is  regulated 
by  the  Screw  (rf).— Mathieu’s. 

Fig.  2.  A Circular  or  Oval-shaped  Disc,  fixed  to  a Wood  Stand,  with  a Roller  on  its  under 
surface.  The  inclination  of  the  Pen  is  regulated  by  the  Screw  (a).  The  Band  (b)  is  to  steady  the 
Hand.— Duchenne’s. 

Fig.  3.  A Circular  or  Oval  Pad,  Convex  on  its  upper  surface,  with  a Roller  on  its  under  surface. 
The  inclination  of  the  Pen  is  regulated  by  the  Screw  (a). — Uuchenne’s. 

Fig.  4.  Two  Circular  B.\nds  for  the  Index  and  Middle  Fingers,  connected  by  the  Screw  («) 

that  regulates  the  inclination  of  the  Pen. — M.\THIEU’S. 

Fig.  5.  Two  Circular  Bands  for  the  Index  Finger  and  a Lateral  Support  for  the 

Thumb,  combined  with  Pen-holder.— Mathieu’s. 


Section  xii. 


BANDAGES,  ELASTIC  STOCKINGS,  INDIA-RUBBER 
CUSHIONS,  ICE  BAGS,  MATTRESSES,  PILLOWS 
AND  SHEETS,  TRUSSES,  URINALS,  ETC. 


CONTENTS  OF  SECTION  XII. 


Air  Cushions. 

Air  Ma’itress. 

Air  Pillows. 

Anklet. 

Armlet. 

Bandage,  Para-rucler. 
Bandages,  Abdomen. 

Band.^ges,  Suspensory. 

Bed  Sheets. 

Bellows  for  Air  Cushions. 
Bellows  for  Air  Mattresses. 


Belts  : — 

Prolapsus. 

Riding. 

Umbilical  Hernia. 
Cold  W.ater  Bag. 

Hot  W.vper  Bag. 

Ice  Bags. 

Knee-caps. 

Knee  Legging. 

Knee  Stocking. 
Legging. 


Stockings. 
Swimming  Belt. 
Thigh  Knee-cap. 
Thigh  Legging. 
Thigh  Piece. 

Thigh  Stocking. 
Trusses. 

Urinals. 

Water  Cushion.s. 
Water  Mattresses. 
Water  Pillows. 
Wristlet. 
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BANDAGES,  ABDOMEN. 


Fig.  I.  Ei.astic  Fronts,  Je.<\n  Backs,  to  Buckle 
OR  Lace. 

fig.  2.  Elastic  Sides,  Jean  Back  and  Front, 
WITH  Expanding  Lace. 

Fig.  5.  Ela.stic  .Sides,  Jean  Back  .'vnd  Front, 


Fig.  3.  Elastic  Woven  Front,  Jean  Back,  to 
Lace. 

fig.  4.  Elastic  Woven  Front  and  Sides,  Jean 
Back,  Fulcrum  Band,  and  Side  Laces, 
with  Fulcrum  Band  and  Expanding  Lace. 


[Section  XII. 


II 

Fig.  6.  Elastic  Woven,  to  draw  on. 

Fig.  7.  Elastic  Woven  Front,  Draw-in  L.\ce. 
I'ig.  8.  Elastic  Front  and  Jean  Back,  with 
Under-pad  for  Prolapse  of  the 
Uterus,  Blundell’s. 


10 

Fig.  9.  Elastic  Woven,  to  draw  on,  with 
Pads  for  Hernia. 

Fig.  10.  Elastic  Spiral,  with  Under-pad  for 
Prolapse  of  the  Uterus,  Palfrey’s. 
Fig.  II.  Jean,  for  Use  afi’er  Accouchement. 


S’.  MAIV,  SON  THOMPSON,  LONDON. 


Bandages, 


-A.HDOM EN  {Co7itinued). 


Section  XII.]  ILLUSTRATIONS  TO  PART  QUARTERLY  PRICE-CURRENT.  299 


BANDAGES,  SUSPENSORY. 


5 


Fig.  I.  Chamois  Le.\ther  or  Jean  Bag  and  Band. 
Fig.  2.  Cotton  or  Silk  B.ag,  Jean  Band,  and  ' 
Understraps.  j 

Fig.  3.  Cotton  or  Silk  Bag,  Tape  Band.  ! 


6 


Fig.  4.  Cotton  or  Silk  B.-\g,  Jean  Band. 

Fig.  5.  Cotton  or  Silk  Bag,  El.-\sttc  Insertions 
IN  Band. 

Hg.  6.  Silk  B.\g,  El.asttc  Band  and  Understraps. 
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5.  A/A  IV,  SON  THOMI^SON,  LONDON. 


[Section  XII. 


B.andages,  Suspensory  {Continued). 


Fig.  7.  Cotton  Bag,  Jean  Band. 

Fig.  8.  CoiTON  OR  SiGK  Bag  (no  Band  required). 
Fig.  9.  Lawn  B.-\g,  Elastic  Bands. 


Fig.  10.  Maw’s  Expanding  B.ag  for  Hydrocele. 
Fig.  II.  Maw’s  Improved,  with  Br.aces,  for 
Irreducible  or  Scrotal  Hernia. 
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Fig.  I,  Bandage,  Para-rubrek  (for  Ulcerated 

AND  OTHER  DISEASES  OF  THE  LEGS). 

Fig.  2.  Belt  and  India-rubber  Pad  for  Pro- 
lapse OF  THE  Rectum. 

Figs.  6 and  7.  Belts  for 


I Fig.  3.  Belt  and  India-rubber  Pad  for 
I Prolapse  of  the  Uterus. 

I Fig.  4.  Belt  for  Weak  Back  and  Riding. 

Fig.  5.  Belt  for  Umbilical  Hernia  (Adults). 
Umbilical  Hernia  (Infants). 


6'.  MAl'F,  SON  THOMPSON,  LONDON. 


[Section  XII. 


AIR  CUSHIONS,  PILLOWS,  AND  SWIMMING  BELT. 


7 


Fig.  I.  Cushion,  Circular,  Reeded. 

Fig.  2.  Cushion,  with  Centre,  Reeded. 
Fig.  3.  Cushion,  Re:eded. 


Fig.  4.  Pillow,  Circular. 

Fig.  5.  Pillow,  Square. 

Fig.  6.  PlLI.OW  FOR  THE  NeCK. 

Fig.  7.  Swimming  ]}elt. 


Section  XII.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


Fig.  8.  Bag  for  Hot  Water. 

Fig.  9.  Cushion  for  Slouching  of  the 
S.\CRUM. 

Fig.  10.  Cushion. 


Fig.  II.  Cushion,  with  Depressed 
Centre. 

Fig.  12.  Mattress. 

Fig.  13.  Mattress,  with  Funnel. 
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5-.  AlA  jy,  SOJV  rJIOMPSON,  LONDON. 


[Section  XII 


Hl'D  SMl'J-TS,  BELLOWS,  MATTRESS 


AND  SI’INE  CUSHION. 


15 

Fig.  14.  Air  Mai  tress  and  Fii.i.ow. 
Fig.  15.  Bed  Sheet. 

Fig.  16.  Red  Sheet,  with  Funnel. 


Fig.  17.  ISei.i.ows  for  Inflati.ng  Cushions. 
Fig.  18.  Rei.lows  for  Inflating  Mattresses. 
Fig.  19.  Spine  Cushion. 


Section  XII.]  ILLUSTRATIONS  TO  J>ART  /.,  QUARTERLY  PRICE-CURRENT. 


ELASTIC  STOCKINGS,  Etc. 


Fig.  I.  Anklet. 

Fig.  2.  Armlet. 

Fig.  3.  Knee-cap. 

Fig.  4.  Knee-cap,  Laced. 
Fig.  5.  Knee  Legging. 


Fig.  6. 

Knee  Stocking. 

Fig.  7. 

Legging. 

Fig.  8. 

Stocking. 

Fig.  9. 

Stocking,  Laced. 

1 Fig.  10. 

Thigh  Knee-cap. 

Fig.  II.  Thigh  Legging. 
Fig.  12.  Thigh  Stocking. 
Fig.  13.  Thigh  Piece. 

Fig.  14.  Wristlet. 
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.9.  MAW,  SON  fir-  THOMPSON,  LONDON.  [Section  XII. 


INDIA-RUBBER  RAGS  FOR  THE  APPLICATION  OF  ICl-:,  Etc. 


Fig.  I.  Ch.apman’s,  for  the  Spine. 

Fig.  2.  Circular,  for  the  Head  (Three  Sizes). 
Fig.  3.  Curved,  for  the  Throat,  for  Hot  or 
Cold  Water. 

Fig.  4.  Helmet  Shape,  for  the  Head. 

Fig.  5.  Oval  Shape,  for  the  Abdomen. 


! Fig.  6.  Oval  Shape,  for  the  Heart. 

Fig.  7.  Oval  Shape,  for  the  Teeth,  for  Hot 
OR  Cold  Water. 

Fig.  8.  For  the  Head,  Chest,  Lumbar  and 
Inguinal  Regions. 


Section  XII.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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TRUSSES  FOR  INGUINAL  HERNIA. 


Fig.  I.  Circular,  Double. 

Fig.  2.  Circular,  Double,  Elastic-gum, 
FOR  Wear  when  Bathing. 

Fig.  3.  Circular,  Double,  .Sliding  Back. 
I'ig.  4.  Circular,  Single,  Sliding  Pad. 

Fig.  5.  Circular,  Single. 


9 

Fig.  6.  Circular,  Single,  Elastic-gum,  for 
Wear  when  Bathing. 

Fig.  7.  “Desideratum,”  Front  P.\d  reducible 
TO  any  Angle. 

Fig.  8.  Moc-main. 

Fig.  9.  Moc-m.mn,  Improved. 


Fig.  lo.  Coles’,  Single. 

Fig.  II.  Coles’,  Double. 

Fig.  12.  Coles’,  Single,  Circular  Spring. 

Fig.  13.  Coles’,  Double,  Circular  Spring. 


I Fig.  14.  Salmon  & Ody’s,  Double. 

Fig.  15.  Salmon  & Ody’s,  Single. 

Fig.  16.  Salmon  & Ody’s,  Double,  Improved. 
I Fig.  17.  Salmon  & Ody’s,  Single,  Improved. 


5.  MAJV,  SON  THOMPSON,  LONDON  [Section  XII. 


Trusses  for  Inguin.\l  Hernia  {Continued). 


Section  XII.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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TRUSSES  FOR 


FEMORAL,  IRREDUCIBLE,  AND  SCROTAL  HERNIA. 


Fig.  18.  Femoral,  Single,  with  Revolving  Pad. 
Fig.  19.  Femoral,  Single,  Coles’. 

Fig.  20.  Femoral,  Circular,  Single. 

Fig.  21.  FEMOR.VL,  Circular,  Double. 


25 

Fig.  22.  ) 

Fig.  23.  j Irreducible,  Hollow  Pad. 

Fig.  24.  Scrotal,  Circul.vr,  Single. 

Fig.  25.  Scrotal,  Circular,  Single,  Improved. 


J/A  K',  SOA'  THOMPSON,  LONDON. 


[Section  XII. 
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TRUSSES  FOR  PROLAPSUS  AND  UMBILICAL  HERNIA. 


Fig.  26.  Prolapse  ok  the  Rectum. 

Fig.  27.  Prolapse  of  the  Rectum,  Maw’s. 
Fig.  28.  Prolapse  of  the  Uterus,  Hull’s. 


Fig.  29.  Umbilical  Hernma. 

Fig.  30.  Umbilical  Hernia,  Circular  Spring. 
Fig-  3>-  Umbilical  Hernia,  Leather  Band, 
Moc-main  Pad. 


Section  XII.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


Fig.  I.  Female. 

Fig.  2.  Male,  for  Day' Use  and  Travelling. 
Fig.  3.  Male,  to  contain  the  Scrotum. 


Fig.  4.  Male,  for  Night  Use. 

Fig.  5.  Male,  for  Night  Use,  with  Uoubli 
Chamber. 

Fig.  6.  Male,  for  Day  and  Night  Use. 


[Section  XII. 


.V.  MAW,  SON  THOMPSON,  LON  DO  A. 


Fig.  7. 
Fig.  8. 


1 


Femalk, 


FOR  Bed  Use. 


Fig.  9.  For  Extroversion  of  Bladder. 


Fig.  10.  For  F/ECES  and  Urine,  Male  or 
Female. 

Fig.  II.  Male,  for  Bed  Use. 


Section  xiii. 


ASPIRATORS,  TROCARS,  AND  SYRINGES  FOR 
SUBCUTANEOUS  INJECTIONS,  ETC.  . 


CONTENTS  OF  SECTION  XIII. 


Aspirators  ; — 

Dieulafoy’s. 

Maw’s. 

Syringes  for  Subcutaneous  Injections  : — 
Screw  Piston. 

Slide  Piston. 

Slide  and  Screw  Piston. 

Trocars  : — 

Abdomen. 


Trocars  {Continued) : — 

Anasarca,  Southey’s. 
Ascites,  Southey’s. 
Bladder. 

Evacuation,  Bird’s. 
Exploring. 

Hydrocele. 

Paracentesis  Thoracis. 
Syphon. 


Section  XIII.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT 
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Dieulafoy’s,  with  Inlet  and  Outlet  Tubes,  Canulas  and  Needles  (Specially  adapted  for  Hospitals.) 


3i6 


.S'.  J/AIV,  SON  TJ/OA/ASON,  LONDON. 


[Section  XIII. 


.•\SPI  R.VTORS  [Continued). 


Fig.  2.  Dikui.akoy’s,  with  Two  Stop-cocks,  Canulas  and  Needles. 


I 

I 


Section  XIII.] 


ILLUSTRATIONS  TO  PART  L, 


QUARTERL  V PRICE-CURRENT 
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.9.  A//}  W ',  SON  rHOA'IPSON,  LONDON. 


[Section  XIII 


Fig.  4.  Aspirator,  Maw’s,  adaptable  to  any  Form  op  Boiti.k. 
Fig.  5.  Trocar,  with  India-rubber  Bo'itle. 

Fig.  6.  Trocar,  with  Syphon  Tube,  FrAntzel’s. 

Fig.  7.  Trocar,  Syphon,  Thompson’s. 


Section  XIII.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 
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12 


Fig.  8. 
Fig.  9. 
Fig.  10. 


Abdomen,  in  Ebony  Case. 
Abdomen,  in  Ebony  Handle. 


Fig.  II. 
Fig.  12. 
Fig.  13. 


Abdomen,  with  Stop-cock. 
Exploring. 

Hydrocele. 
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Trocars  {Continued). 


. 15 


Fig.  14.  Cock’s  Set,  with  Canulas,  for  the  Bladder. 

Fig.  15.  Long  Fine  Points,  with  Canulas  for  Exploring. 


Trocars  {ContinTied). 


16 


I'l 


Fig.  1 6.  Maw’s  Set.  of  Four,  fitting  One  Handle. 
Fig.  17.  Syphon,  Kachimur.a’s. 

Fig.  18.  Syphon  FOR  Ana,sarca,  Southey’s. 

Fig.  19.  Syphon  for  Paracentesis  Thotuxus. 

Fig.  20.  Syphon,  Improved,  J’otain’s. 


-V.  MA\\\  SON  THOMPSON^,  LONDON. 


[Section  XIII 


Trocars  {Con/inued).  \ 


TUBE  6 FEET  LONG 


Fig.  I. 
Fig.  2. 
I'ig-  3- 
Fig.  4. 


Screw  Piston,  Hunter’s, 
Slide  Piston. 

Slide  Piston,  Pr.wa’s. 
Slide  and  Screw  Piston. 


Fig. 


Slide  and  Screw  Piston,  Shifting 
Barrel. 

Slide  .\nd  Screw  Piston,  with  Finger 
Bars. 


Section  XIII.]  ILIMSTRATIONS  Z.0  PARI'  /,,  QUARTERLY  PRICE-CURREET. 


SYRINGES,  FOR  SUBCUTANEOUS  INJECTIONS. 


Y 2 
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Syringes,  for  Subcutaneous  Injections  {Continued). 


8 


Fig.  7. 
Figs.  8 
to  10. 
Fig.  II. 


Si-ioE  Piston,  Metal  Case. 

Slide  and  Screw  Piston,  Nickf.l-plated  Case. 

Slide  and  Screw  Piston,  with  Po'itle,  Nickel-plated  Case. 


Section  xiv. 


ENEMA  APPARATUS,  INJECTION  SYRINGES, 
STOMACH  PUMPS,  SYPHON  DOUCHES,  ETC. 


C O N T E N 1'  S OF  SECTION  XIV. 


Enema  Apparatus,  Brass. 

Enema  Apparatus,  India-rubper. 
Enema  Apparatus,  with  Reser- 
voirs. 

O’Beirn’s  Tubes. 

Rectum  Jets. 


Rectum  Tubes. 
Stom.vch  Pumps. 
Stomach  Tubes. 
Syphon  Douches. 
Syphons,  Mattson’s. 
Syringes,  Ear. 


Syringes,  India-rubber. 
Syringes,  Pewter. 
Syringes,  Rectum. 
Syringes,  Urethra. 
Syringes,  Vagina. 
Vagina  Tubes. 


i 

! 

f 

i 

I 


Section 


XIV.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURREN7 . 


ENEMA  APPARATUS,  BRASS. 


Fig.  I.  Bennetts. 

Fig.  2.  Tuhe  of  Mohair. 

Fig.  3.  Tuhe  of  Elastic  Gum,  O’Beirn’s. 

Fig.  4.  Tube  of  Metal,  for  Hot  Cum.ates. 

Fig.  5.  Tube  to  Detach  from  the  Barrel. 

Fig.  6.  Tube  to  Detach  from  the  Barrel,  Conttnuous-stre.\m. 
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Enema  Apparatus,  Brass  {Contimied). 


Fig.  7.  Tube  to  Detach  erom  the  Barrel. 

Fig.  8.  Tube  of  India-rubber,  Covered  with  Silk. 

Fig.  9.  Tube  of  Indi.a-rubber,  Covered  with  Silk,  Continuous-stream. 
Fig.  10.  Revolving  Joints. 

Fig.  II.  Revolving  J01NT.S,  Continuous-stream. 

Fig.  12.  Tube  of  Metal,  Telescopic,  for  Hot  Climates. 


Section  XIV.]  IIJMSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 


ENEMA  APPARATUS,  INDIA-RUBBER. 


Fig.  13.  Higuinson’s. 

Fig.  i3..\.  Higginson’s,  with  Aran’s  Double 
Channel  Vagina  Tube. 

Fig.  13B.  Higginson’s,  with  additional  Rec- 
tum Tube. 

Fig.  13c.  Higginson’s,  Tubes  to  Disconnect. 


Fig-  Higginson’s,  Tubes  to  Disconnect,  with 
additional  Rectum  Tube. 

I'ig.  13E.  Higginson’s,  in  one  Continuous  Piece; 

warranted  not  to  Split,  become  Hard, 
OR  Sticky  ; specially  prepared  to  re- 
sist Heat  in  the  Tropics.  (Patent.) 
Fig.  14.  Higginson’s,  Tubular. 


Section 


ion  XIV.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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ENEMA  APPARATUS,  BRASS  AND  INDIA-RUBBER. 


Fig.  19.  Kennedy’s. 

Fig.  20.  Kennedy’s,  with  Revolving  Joint. 

Fig.  21.  Kennedy’s,  with  Revolving  Joint,  Continuous-stre.am. 
Fig.  22.  M.w’s  Domestic. 

Fig.  23.  Maw’s  Syphon. 

Fig.  24.  Savory  and  Moore’s. 


S.  MAW,  SON  THOMPSON,  LONDON. 


[Section  XIV. 


ENEMA  ArPARATUS,  INDIA-RUBBER,  AND  RECTUM  JETS. 


Fig.  25.  Improved,  Continuous-stream,  Maw’s. 
Fig.  26.  With  Glass  Chamber,  Maw’s. 


Figs.  27  (Rectum  Jbts,  adaptable  to  any 
to  29.  j Form  o^  -Rnema  Apparatus. 


Section  XIV.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURREN'I . 
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SYPHON  DOUCHE  FOR  RECTUM  AND  VAGINA,  GOWLLAND’S. 


No.  6. 


No.  6. 
No.  7. 

No.  8. 


The  Appar.vi'us  Ready  for  Use. 

Rectum  Pipe,  Soft  Eeastic-gum. 

Vagina  Tube,  Vulcanite,  Mounted  with 
Sponge. 

End  of  Vagina  Tube  detached,  showing 
THE  Mode  of  Fixing  the  Sponge. 

Stop-cock  at  End  of  Tube. 

Metal  Sinker,  Screws  on  End  of  Long 
INDI.A-RUBBER  TUBE,  No.  I,  TO  FORM  A 
Syphon,  if  required. 

The  whole  complete  in  T5ox. 
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SYPHON  DOUCHES. 

Fig.  31.  Fai.fkry’s — 

No.  I.  ICi.ASTic  Vagina  Tuhk. 

No.  2.  Vulcanite  Tujsk,  Aran’s  Douele  Channei.. 
No.  3.  Vulcanite  Tube,  with  Stop-cock. 

No.  4.  Vulcanite  Tube,  Thomas’  Improved,  with 
R icv icRSED  Cur  r ent. 

Fig.  32.  CiReenway’s. 


No.  2. 


TUBK  aFtt**’ 


Section  XIV.]  /LLUSTRATIONS  IV  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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.SYPHON  DOUCHES  AND  SYRINGE. 


P'"-  33-  Syphon  Douche,  Maw’s,  for  Famh.y  Use,  with  Jets. 

No.  I.  Head.  | No.  3.  Eye.  | No.  5.  Rectum. 

No.  2.  Ear.  | No.  4.  Nose.  ' No.  6.  Va(UNA. 

Fig.  34.  Syphon  Rectum  Douche,  Maw’s. 

Fig.  35.  Syphon  Vagina  Douche,  Scanzoni’s. 

Fig.  36.  Vagina  Syringe,  Fo.ster’s. 


No.  4. 


.S'.  AfA  SON  77/OAfJ’S()N,  AON/)ON. 


[Section  XIV. 


T*-’- 


Fio-  I.  .Syphon,  with  Rectal  Cone,  “for  the  Application  of  Dry  Cold  in  the 

*o*  ' 

Cure  of  Piles,  Fissures,  Fistul.ys,  or  other  Forms  of  Rectum  Disease, 
AND  Dry  Heat  in  Chronic  Cases  of  Piles  in  which  there  is  a Low 
Grade  of  Vitality.” 


Fig.  2. 
Fig.'  3- 


Syphon,  WITH  Recto-Vaginal  Cone,  for  the  Cure  of  Uierine  Congesiions. 

Syphon  Syringe,  with  Recto-Vaginal  Cone,  for  Uterine  Conge,siions, 
Displacements,  and  other  Diseases. 


Vagina  Spray  Syringe,  for  Cleansing  the  Vagin.a,  Etc. 


Fig.  4- 


Section  XIV.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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RECTUM  AND  VAGINA  TUBES. 


Fig.  I.  Rectum,  O’Beirn’s,  Elastic. 

Fig.  2.  Rectum,  O’Beirn’s,  \ 

Elastic,  / adaptable  to 

Fig.  3.  ■.  / ANY  Enema 

Fig.  4.  Rectum,  Elastic,  ) Apparatus. 
^’ig-  5-  ) 


j Fig.  6.  Vagin.a,  Bone. 

Fig.  7.  Vagina,  Elastic,  with  Bone  Shield. 

' I'lg-  8.  Vagina,  Elastic,  adaptable  to  any 

Enema  Apparatus. 
i I^jg-  9-  Vagina,  Elastic. 

I Fig.  10.  Vagina,  Porcelain. 
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[Section  XIV. 


Fig.  I.  Rectum,  Reversible  Tube. 

Fig.  2.  Rectum,  Bone  Tube. 

Fig.  3-  Rectum,  Elastic  Tube. 

Fig.  4-  Rectum,  Stop-cock,  and  Bone  Tube. 


ji  Fig.  5.  Vagina,  Bone  Tube. 

'■  Fig.  6.  Vagina,  Elastic  Tube. 

Fig.  7.  Vagina,  Curved  Tube,  Bird’s. 
j!  Fig.  8.  Vagina,  Curved  Metal  Tube,  Clarkes. 


Section  XIV.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 
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Injection  Syringes  (Continued). 


ig.  9.  Ear. 

ig.  10.  Rectu.m,  for  Children,  Bone  Tube. 
ig.  II.  Rectum,  for  Children,  Bone  Tube, 
Reversible. 

ig.  12.  Rectum,  for  Children,  Elastic 
Tube. 


Fig.  13- 
Fig.  14. 

Fig.  15. 

Fig.  16. 
Fig.  17. 
Fig.  18. 


Rectum,  for  Children,  El.astic 
Tube,  Reversible. 

Urethr.a,  Reversed  Current. 
Urethra,  Bone  Tube. 

Urethr.a,  Elastic  Tube. 
Urethr.a,  Elastic  Tube  (6  in.). 
Vagina,  Elastic  Tube. 
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Injection  Syringes  {Continved).  L' 

I 

i 


20 


Fig.  10.  Rectum,  Gowlland’s. 

Fie  20.  Rectum,  with  Stop-cock,  Gowluand  s 


19 


Fig.  21.  Rectum,  Maw’s  Registered. 
Fig.  22.  Urethra,  Maw’s  Registered. 


Fig.  23.  Urethra,  Maw’s  Improved,  Reversible  Tube 


Section  XIV.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


Fig. 

I. 

Ear. 

Fig. 

2. 

Ear,  for  Sklf  Use. 

Fig. 

3- 

Nasal  Catarrh. 

Fig. 

4- 

Rectum,  for  Hospit.als 

AND  Emigrant  Ships. 

Fig. 

5- 

Rectum,  for  Self  Use. 

Fig. 

6. 

Sinus. 

Fig. 

7- 

Throat. 

Fig. 

8. 

Fig. 

9- 

Urethra,  Male. 

Fig. 

lO. 

Urethra,  Male,  Gl.ass 

Barrel. 

Fig. 

1 1. 

Urethra,  Conical. 

Fig. 

12. 

Uterus. 

Fig. 

13- 

V.-V.GIN.A. 

Fig. 

14. 

Vagina,  with  Shield. 

Fig. 

IS- 

Vagina,  Clarke’s. 

Fig. 

16. 

Vagina,  Maw’s  Im- 
proved, Reversed 
Current. 

Fig. 

17- 

Vagina,  Hamilton’s. 

6'.  J/AIV,  SON  6-  77/OA/PSON,  LONDON. 
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STOMy\CH  PUMPS  AND  TUBES. 


Fig.  I.  Maw’s  Flutk  Kky. 
Fig.  2.  Maw’s  Portahle. 
Fig.  3.  Maw’s  Syphon. 


Fig.  4- 
Fig-  5- 


Tube, 

Tube, 


Elastic-gum,  1 
Soft-rubber,  ) 


adaptable  to 
ANY  SV'RINGEX 


Section  xv. 


APPARATUS  FOR  GALVANIC  AND  ELECTRO- 
MAGNETIC OPERATIONS. 


CONTENTS 


OF  SECTION 


Cautery  Battery,  with  Rheo- 

PHORES. 

Constant  Current  Batteries 
Bunsen’s. 

Gai  fee’s. 

Leclanch]£’s. 

Smee’s. 

Spamer’s. 

Constant  and  Induced  Cur- 
rent Batteries: — 
Bunsen’s. 

Bunsen’s,  Maw’s  Improved. 
Leclanche’s,  Maw’s  Im- 
proved. 


Induced  Current  Batteries: — 
Gaiffe’s. 

Grenet’s. 

Spamer’s. 

Magneto-Electric  Machines:  — 
Circular  Magnet. 

Double  M.\gnet. 

Single  Magnet. 

Needles  for  Electrolysis. 

Rheophores  with  Carbon 
Heads,  the  Set  fitting  One 
H.vndle. 


XV. 


I Rheophores  for— 

I 

I Application  under  a 
Loose  Dress. 
Bladder. 

Ear. 

Eye. 

Foot. 

Rectum. 

I 

i Sciatica. 

Spine. 

1 

[ Teeth. 

Throat. 

Uterus. 

Vagina. 


Section  XV.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT 
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GALVANIC  BATTERIES. 


Fig.  I.  Constant  and  Induced  Current,  Maw’s  Improved,  32  Cells,  Leclanche’s,  with 

Complete  Set  of  Rheopmores. 
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Galvanic  Batteries  {Conlinued). 


Section  XV.] 


ILLUSTRATIONS  TO  TART  L,  QUARTERLY  PRICE-CURRENT 


Fig.  3.  Constant  Currknt,  50  Cells,  Smee’s. 


Galvanic  Batteries  {Conttmted). 


348 


6'.  MA  W,  SON  S-  rSIOMPSON,  LONDON. 


[Section  XV. 


Galvanic  Haiteries  {Coniinucd). 


® ® ® ® 

^ \.QHD0V4 

® ® ® O 

C?>  <?3 


Fig.  4.  Constant  Curreni',  20  Cell.s,  Bunsen’.s. 


Section  XV.]  _ ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 
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Fig.  5.  Constant  and  Induced  Current,  20  Celus,  Bunsen’s. 
Fig.  6.  Induced  Current,  Bi-suephate  of  Mercury,  Gaiffe’s. 
Fig.  7.  Induced  Current,  Chloride  of  Silver,  Gaiffe’s. 
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Galvanic  Batteries  {Continued). 


8 


Fig.  8.  CON.STANT  CURREN'I’,  32  CELLS,  LECLANCHE.S. 
Fig.  9.  Constant  Current,  52  Cei.l.s,  Leclanchii;'.s, 


Section  XV.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT 
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Galvanic  Batteries  {Contmued). 


Fig.  10. 
Fig.  II. 
Fig.  12. 


Constant  Current,  20  Cells,  Gaiffes. 
Constant  Current,  5 Cells,  G.\iffe’s! 


Constant  and  Induced  Current, 


20  Cells,  Bunsen’s  (Maw’s  Improved). 
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[Section  XV. 


Fig.  13- 


Induced  Current,  .Single  Cell, 
Spamer’s. 


Fig.  14. 


Constant  Current,  3 
Spamer’s. 


2 Cells, 


Section  XV.J  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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Galvanic  Batteries,  Etc.  {Continued). 


Fig.  15.  Induced  Current,  Grenet's.  i ivt 

Fig.  i6.  Induced  Current,  Two  Cfii9  !.  ^o'  Electrolysis. 

Spamer’s.  I Fheophores  WITH  Carbon  Heads, 

THE  Set  fitting  One  Handle. 


Section  XV.]  nj.USTRATIOA'r,  TO  PART  /.,  (2UARTJZR/.Y  PRICE-CURRENT. 
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MAGNETO-ELECTRIC  MACHINES  AND  RHEOPHORES. 


Fig.  28. 
Fig.  29. 
Fig.  30. 
Fi.g.  31- 


Circular  Magne'i’. 

DoUHLK  MaGNE'I'. 

Single  Magnet. 

Rheophore,  eor  Application  UxNde 
A Loo.SE  Dress. 


Fig.  32.  Rheophore,  eor  Application  unde 
A Loose  Dress. 

P'g--  33-  Rheophore,  eor  the  Eye,  with  Cl 
10  HOLD  Water. 

Fig-  34.  -Rheophore,  Bell-shape,  eor  th 
Uterus. 
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RH  EOF  MORES. 


FOR  THE  APPLICATION  OF  THE 

Fig.  35.  Bladder. 

Fig.  36.  Ear. 

Fig.  37.  Foot. 

Fig.  38.  Rectum  and  Vagina. 


GALVANIC  OR  MAGNETO-ELECTRIC  CURRENT. 

I Fig.  39.  Spine. 

! Fig.  40.  Spine  and  Sciatica. 

Fig.  41.  Teeth. 

1 Fig.  42.  Throat. 


Section  xvi. 


INSTRUMENTS  FOR  GENERAL  DIAGNOSIS 

AND  RESEARCH. 


CONTENTS  OF  SECTION  XVI. 


Acid  Bottle  and  Case. 

B OTAN 1 STS’  I N STR  U M EN  TS. 

Chest  Measure. 

Clinical  Thermometers. 
Consulting-room  Laboratory. 
Entomologists’  Instruments. 
Microscopes. 

Microscope  Accessories. 
Plessers. 

Pleximeters. 


Sediment  Collector. 

Sphyctmographs. 

Spirometer. 

Stethoscopes. 

Thimble. 

Urine  Test  Cases. 

Urine  Test  Stands. 
Urinometers,  Etc. 
Waldenburg’s  Apparatus. 


Section  XVI]  IJ. LUSTRATIONS 


TO  PART  /.,  (QUARTERLY  JUUCE-CURRENT. 
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Fig.  I.  CoNT.MNs  — Five  Knives,  Two  Hooks, 
tiNE  Needle,  Spring  Forceps,  Fine- 
pointed  Forceps,  Self-holding  For- 
ceps, Spring  Scissors,  and  Magnify- 
ing Lens. 

Fig.  2.  Contains— Five  Knives,  Spring  For- 
ceps, AND  Fine-pointed  Scissors. 

Fig.  3.  C0NTAIN.S— Four  Knives  and  Spring 
Forceps. 

Fig.  4.  Forceps,  Fine  Points. 

Fig.  5.  Forcep.s,  Fine  Points,  Ivory  Handle. 


Fig.  6.  Forceps,  Round  Serr.vped  Points. 
Fig.  7.  Forceps,  Self-holding. 

Fig.  8.  Hooks,  Ivory  Handle. 

Figs.  9 ) 

to  13.  / Knives  for  Minute  Dissections. 

Fig.  14.  Knife,  Valantin’s,  for  Sections. 
Figs.  15  t XT 

to  18.  I Needles. 

Figs-  19  i „ 

to  21.  J Scalpels,  Ebony  Handles. 
fig.  22.  Spring  Scissors,  Ivory  Handle. 
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CLINICAL  THERMOMETERS,  Etc. 


4 7 


III 


ruiiiiuiiauuiiiiiullUiiiiu 


-Si- 


10  15  6 5 


13  SfefflS 


Fig.  1. 
Fig.  2. 

Fig.  3- 


Fig.  4- 
Fig.  5- 
Fig.  6. 


Hermetically 


Constricted  Stem. 

Constricted  Stem,  with 
Sealed  Glass  Cover. 

Constricted  Stem,  “ Lenticular,”  Mag- 
nifying Front  and  Indestructible 
Index. 

Curved  Stem,  for  the  Axilla. 

Curved  Stem,  for  Uterine  Diagnosis. 
Curved  Stem,  for  Uterine  Diagnosis, 
IN  Metal  Cover. 


Fig.  7- 
Fig.  8. 
Fig.  9. 
Fig.  10. 

Fig.  II. 
Fig.  12. 
Fig.  13- 
Fig.  14- 
Fig.  15. 


P.vi'ENT  Stem. 

Plain  Hospital  Ste.m. 

Surface,  Maw’s  Improved. 

Fitted  in  Cases.,  as  follows:— 

Aluminium. 

Aluminium,  Propelling. 

Boxwood,  Ebony,  or  Vulcanite. 
Electro-pl.vted,  Ivory,  or  Silver. 
Hilliard’s. 


Section  XVI.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 


MICROSCOPES. 


fW 

^^1 



1 

1 

Fig.  I. 


Binocular,  with  Three  Object  Glasses,  J^-in.,  l-in. 
Nos.  I AND  2 Eye-pieces,  Stage  Forceps,  .‘yPAGE 
Selenite  Stage,  Micrometer,  Parabolic  Reflectop 


i-IN.,  POLARISCOPE,  ONE  EACH 
CONDEN.SER,  WATER  TROUGH, 

Etc. 


.V.  J/AI'I  ',  SOA^  7V/0A/y’S0yV,  AOA'/JOAy 
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[Section  XVI. 


Microscopes  {Continued). 


Fig.  2.  Monocular,  Coarse  and  Fine  Adjustments,  Two  Object  Glasses,  i-in.,  fiN 
Deep  Eye-piece,  Concave  Mirror,  and  Diaphragm. 
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Section  XVI.]  ILLUSTRATIONS  TO  PART  L, 


QUARTERL  V PRICE-CURRENT. 


Microscopes  {Continued). 


3- 


Monocular,  One  -]-in.  Ohject  Glass,  Deep  Eye-piece, 

Diaphragm. 


Concave  Mirror,  and 
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M ICROSCOPES  {Contimied). 


Fig.  4. 


4 

Monocular,  Plain,  Fine  and  Coarse  Adjustments,  Object  Glass,  fiN.,  St.age 

CONDENSER,  WATER  TROUGH,  REVOLVING  DIAPHRAGM,  CONCAVE  MiRROR,  AND 

Forceps. 
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MICROSCOPE  ACCESSORIES. 


Fig.  r.  Lamp  for  Gas,  with  Slide  Arm. 
Fig'S.  2 I 

to  4.  ) Slide  Arms. 

Fig.  5.  Mineral  Holder. 


Fig.  6. 
Fig.  7. 


Fig.  8. 


Parabolic  Reflector. 

Parabolic  Reflector,  mtth  Side 
Shutter. 

POLARISCOPE. 


Microscope  Accessories  [Continued). 


9-  Quadruple  Nose-piece. 
Fig.  lo.  Selenite  Stage. 

Fig.  II.  Silver-plated  Reflector. 
Fig.  12.  Stage  Condenser. 


Fig.  13.  Si'AGE  Forceps,  with  Claws. 

Fig.  14.  Stage  Forceps,  Plain. 

Fig.  15.  Stage  Micrometer. 

Fig.  16.  ZooPHiTE  Trough. 
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Microscope  Accessories  {Cotiimued). 


17 


19 


23 


22 


25 


24 

21 

Fig.  17. 

C.'VMERA  LuCIDA,  WolLASTON’S. 

Fig.  21. 

Frog  Plate. 

00 

CODDINGTON  LenS. 

P ig.  22. 

Hand  Lens. 

Fig.  19. 

Dark  Wells. 

Fig.  23. 

Lieberkuhn=s 

Fig.  20. 

Double  Nose-piece. 

Fig.  24. 

Live  Boxe.s. 

Fig.  25. 

Live  Trap. 
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S P H Y G M O G R A P H S. 
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Fig.  6.  Waldenijurg’s  Apparatus,  for  adminis- 
tering Air  in  Diseases  of  the  Respi- 
ratory AND  Circulatory  Systems. 


Fig.  3.  Sphygmograph,  Maw’.s. 
Fig.  4.  Sphygmograph,  I^ond’s. 
Fig.  5.  Spirometer,  Lownde’s. 


B B 


1 


Fig. 

I. 

Barron’s. 

Fig. 

2. 

Billing’s. 

Fig. 

3- 

Burrows’ 

Fig. 

4- 

Clark’s. 

Fig.  5.  Dobell’s. 

Fig.  6.  Ebonite,  Portable,  for 
Pocket. 

Fig.  7.  Elliotson’s. 

Fig.  8.  Fergusson’s. 


Fig.  9. 
Fig.  10. 

Fig.  II. 
P'ig.  12. 


10 


Hughes’. 

Metal,  Vulcanite 
Ear-plate. 
Percussion  Thimble. 
Plesser,  Vernon’s. 


:i 


j 


Fig.  13.  Salter’s. 

Fig.  14.  Stearne’s,  with  Pleximeter  and 
Plesser. 

Fig.  15.  Stokes’. 

Fig.  16.  Stokes’,  with  Ring  for  Percussion. 


Fig.  17.  Telescopic,  Ivory  Mounts. 

Fig.  18.  Vulcanite,  Movadle  Ear-pl.\te. 
Fig.  ig.  Walsh’s. 

Fig.  20.  Walsh’s,  Solid. 

■ Fig.  21.  Williams’. 
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Stethoscopes,  Etc.  {Coniimied). 


B B 2 
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Stethoscopes,  Etc.  {Continued). 


23 


26 


Fig.  22.  Bin.vural,  Uouhle  Chest-pieces. 
Fig.  23.  Binaur.\l,  Doubt.e  Chest-pieces 
AND  Steel  FIe.'VD  Spring. 

Fig.  24.  Binaural,  Double  and  Single 
Chest- PIECES. 

Fig.  25.  Binaural,  Single  Chest-piece. 


Fig.  26.  Binaural,  Single  Chest-piece 
AND  Steel  Head  Spring. 

Fig.  27.  Binaural,  Single  Chest-piece, 
Stearne’s. 

Fig.  28.  Chest  Measure,  Scorr’s. 

Fig.  29.  Pleximeter  and  Plesser. 
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URINE  TEST  CASES,  TEST  STANDS,  Etc. 


5 

I'ig.  I.  Acid  Ho'i  rr.K  and  Vul- 
canite Case. 

Fig.  2.  .Sediment  Collector, 
Do  II  ell's. 


Fig  3-  Test  Case,  Beale’s. 
Fig.  5'  I Test  Case.s,  Maw’s. 
Fig.  6.  Test  Case,  Brout’s. 


Fig.  7.  Test  Stand,  Maw’s. 

Fig.  8.  Test  Stand,  Roberts’. 

Fig.  9.  Urinometer,  Round  Bulb. 
Iigio.  Urinometer,  P'l.at  Bulb. 


f 
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Urine  Test  Cases,  '1'est  Stands,  PLtc.  {Continued). 

. & 


Fig.  II.  Consulting  Room  Laboratory,  Frame  eniirela 

?eS  cfsl:  ™ ™Sm  “ --  SUBCUTANEOUS  INJECTIONS. 

Alexander’s. 


II 


Section 


XVII. 


ANATOMICAL,  DISSECTION,  AND  POST-MORTEM 

INSTRUMENTS, 

HUMAN  SKELETON  AND  BONES. 


CON 


Blow-pipe. 

Bowel  Scissors. 
Brain  Kniee. 
Cartilage  Knives. 
Chisel. 

Dissection  Forceps. 
Dissection  Scalpels. 
Dissection  Scissors. 
Embalming  Syringe. 


'ENTS  OF  SECTIO 


Femurs. 

Foot,  Articulated. 
Hammer. 

Hand,  Articul.ated. 
Mallet. 

Needle. 

Post-Mortem  Cases. 
Post-Mortem  Instruments. 
S.\w. 


X V I E 

Skeleton,  A rti cu lated. 
Skull,  Articulated. 

Skull  Coronet. 

Spine  Wrench. 

Spring  Forceps. 

Syringes  for  Anatomical 
Injections. 

Tripod. 
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SYRINGES  FOR  ANATOMICAL  INJECTIONS. 


Fig. 

Fig. 

Fig. 


I. 


3- 


Bra.ss,  i6  oz.,  kok  F2mu.\i,ming. 

Br.A.SS,  2 OZ.  TO  6 oz. 

Ki.KC'I'RO  - PLATKI),  LONG  FlNE  CURVED  I 
Fire,  oz.  : 

Fig.  6.  Electro-pl.vted  Mounts  and 


I' ig.  4.  Li.icctro-plated,  Curved  and  Str.\ight 
Fine  Pipes,  ^ oz. 

Og.  5.  Ei.kctro-pi.ated,  Curved  and  Straight 
Fine  Pipes,  oz. 

(ii.Ass  Barrel,  with  Finf;  1’ipe,  I oz. 
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DISSECTION  INSTRUMENTS. 


Fig.  I.  Contains— Blow  Pipe,  Chain  Hooks, 
Forceps,  Scissors,  and  Six  Scalpels. 
Fig.  2.  Forceps,  Broad  Points. 

Fig.  3.  Forceps,  Fine  Serrated  Points. 


i r 1 Scalpels. 

' to  6.  J 

I o'  i Scissors,  Round  and  Sharp  Points. 

Fig.  8.  j ’ • 
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POST-MORTEM  CASES. 


Fig.  I. 
Blow-pipe. 
Cartilage  Knife. 
Catlin. 

Chain  .Hooks. 
Chisel. 


Contains  : — 
Forceps. 
Needles. 

Saw. 

Scalpels  (Si.x). 
Scissors. 


Fig.  2.  Contains 
Blow-pipe.  Hammer. 

Cartilage  Knife.  Saw. 

Catlin.  Scalpels  (Two). 

Chisel.  Scissors. 

Forceps.  | Skull  Rest. 


Blow-pipe. 

Bowel  Scissors. 
Brain  Knife. 
Cartilage  Knife. 
Catlin. 


Fig.  3.  Contains: — 

Chain  Hooks.  ; 
Chisels  (Two). 
Hammer.  [ 

Lever.  j 

Saw. 


Scalpels  (Si.\). 
Skull  Rest. 
Scissors. 
Wrench.  ■ 


Fig.  4.  Contains  : — 

Blow-pipe.  i Chisel.  Saw. 

Cartilage  Knife.  Forceps.  Scalpels  (Three). 

'“Atlin.  Hammer.  Scissors. 
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I’ost-Mou'I'km  Casks  {ConUmtcd). 


'VVi  W\vVi«.VAVnVVlV\W.V« 


Fk;. 

Blow-pi  PK. 

Bowp:l  .Scissors. 
Cartilage  Knike. 
Cati.in. 


5.  Contains 

Chisel. 
Forceps. 
Hamm  kk. 
Needles. 


Saw. 

Scalpels  (Two). 

Scissors. 

Wri:nch. 


F IG. 


Blow-pipe. 

Bone  Forcep.s. 
Bowel  Scissors. 
Car  riLAGE  Kniee. 


6.  Contains 

Cati.in. 

Chisel. 

Forceps. 

Hammer. 


Saw. 

SCALPEI-S  (Si.xV 
SCLSSORS  (Two). 
Tripod. 


Section  XVII.J  IJ.LUSrRATlONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


Pos'I'-Mok'I'EM  Cases  {Cimiinued). 


Img.  7.  For  Hospitaes  and  Inpirmaries,  con'j’ains: 


Bi.ow-pipe. 

Bowei,  Scissors. 

Brain  Knike. 

Cartilage  Knives  (Two). 
Catlin. 

Chain  Hooks. 


Chisel. 

Hammer. 

Mallet. 

Needi.es. 

Saw. 

Scalpels  (Six). 


■mns  : 

Scissors. 

Skull  Coronet. 
Spring  Forceps  (Two). 
Tripod. 

Wrench. 
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Post-Mortem  Instruments  {Continued). 


Fig.  1 6.  Bowel  Scissors. 
Fig.  17.  Chisel. 


Fig.  18.  Hammer. 
Fig.  19.  Mallet. 


17 

Saw. 

Scissors. 


Fig.  20. 
Fig.  21. 
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HUMAN  SKELETON  AND  BONES. 


Fie.  Hand,  .A.uticulatkd. 

Fig.  4.  SKELliTON,  ARTICUI-ATEH 


P'ig.  I.  Femurs. 

Fig.  2.  Foot,  Articulated. 


Fio-.  5.  Skull,  Articulated. 


Section  xviii. 


MISCELLANEOUS  APPARATUS,  INSTRUMENTS 

ETC. 


CONTE 


An.t-:sthktic  Inhalers. 
Antiseptic  Apparatus. 
Antiseptic  Inhalers. 
Appliances  for  Refractory 
Patients. 

Back  Rests. 

BAND.A.GE  Machines. 

B.andage  Shears. 

Bed  Bath. 

Bed  Lift. 

Bed  Tables. 

Bidet. 

Breast  Balls. 

Breast  Glass. 

Breast  Pumps. 

PjREAst  Relievers. 
Bronchitis  Kettle. 
Carrying  Chair. 
Circumcision  Clamp. 
Couches  for  Invalids. 


TS  OF  SECTION  XVIII. 


! Drainage  Tubes. 

Ear  Forceps. 

Ether  Spray. 

Extension  Splint. 

Gravitation  Transfusion 
^ Appar.atus. 

, Guarded  Pin. 

|i  Hot-air  Baths. 

Ij  Illuminating  Lamp. 

! Instruments  for  Radical 
i Cure  of  Hernia. 

Kettle  for  Croup. 
j Laryngoscope. 

Leg  Rest. 

Operation  Chair. 

OPER.4TION  Table. 

Pocket  Inhalers. 

1 Probe  for  the  Application 
Ij  OF  Wool  to  the  Ear. 


Reclining  Board. 

Screw  Hook  for  the  Applica- 
tion of  Wool  to  the  Uterus. 

Sphygmogr.vph. 

Spiral  Needle. 

Sponge  Bath. 

Steam  Spr.\y  Producers. 
Surface  Thermometers. 

! Surgery  Basins. 
i Suspension  Appar.vtus. 

I 

I Taxidermists’  Instruments. 

' Thermo-Cautery. 

^ Tr.ansfusion  Appar.\tus. 

Trocar  for  Evacuation  and 
Injection. 

Uterus  Probe  and  Canul.-\s 
for  Dilating  the  Uterus. 

Vaccination  Shield. 

Vapour  B.aths. 

Vein  Brooch  and  Tourniquet. 
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MISCELLANEOUS  APPARATUS,  INSTRUMENTS,  Etc. 


ANTISEPTIC  A P I*  A R A T U S 

Fi^.  I.  .AiM>x\RATt;s,  IN  Cask,  Complete.  . 1 i.-j.r 

Fig.  2.  Basin.  i 

Fig.  3.  Cardboard  Box  containino  the  Dressings.  \\  Fig. 


(PATENT). 

4.  Combined  Action  ok  Irrigator 
and  Spr.w. 

5-  Opening  ok  the  Appar.vtus. 
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Miscellaneous  Apparatus,  Instruments,  Etc.  [Continved). 


Fig.  I.  B.and.vge  M.achine,  Plain.  1 

Fig.  2.  Bandage  M.achine,  M.aw’s  I.mproved,  j 
with  Compound  Action. 

Fig.  3.  Band.agk  Shears,  Seutin’.s. 

Fig.  4.  Drainage  Tup.e,  India-ruhber. 

Fig.  5.  Drainage  Tube,  Gilt  Spiral  Wire.  .1 


Fig.  6.  I LLUMiN.ATiNG  Lamp,  with  Magnieving  Lens 
Fig.  7.  Surgery  Basin,  Triangular,  Vulcanite. 
Fig.  8.  Surgery  Basin,  “Kidney”  Shape, \ ui.canite 
Fig.  9.  Surgery  Basins,  Set  of  Three,  Metal. 

Fig.  10.  Taxidermist.s’ .Instrument.s. 

Fig.  II.  Vaccination  Shif.ld. 
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Miscellaneous  Apparatus,  Instruments,  Etc.  [Conthmed). 


7 


Fig.  I.  Back  Rest,  Metal  Frame. 
Fig.  2.  Back  Rest,  Wood. 

Fig.  3.  Bed  Bath. 

Fig.  4.  Bidet,  Maw’s. 


Fig.  5.  Couch  for  Inv.alids. 

Fig.  6.  Leg  Rest. 

Fig.  7.  Sponge  B.ath,  with  Dry  Pl.atform, 
Groom’s. 
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MlbCKLl,.\NEOUS  ApI’.XK.VI'US,  INSTRUMENTS,  Etc.  {Continued). 


^ ‘S-  1 Back  Rests. 

Fig.  9.  i 

Fig.  10.  Bed  Table. 

Fig.  II.  Bed  Table,  Sliding  Leg. 


I ig.  12.  Carrying  Chair. 

Fig.  13.  Couch  lor  Invalids. 

Fig.  14.  Reclining  Bo.\rd  for  Spine 
Disease. 
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Miscellaneous  Apparatus,  Instruments,  Etc.  {Continued). 


8 


Fig.  r.  Breast  Ball,  Glass  Shield. 

Fig.  2.  Breast  Ball,  Ebony  Shield. 

Fig.  3.  Breast  Glass,  with  Elastic  Tube. 
Fig.  4.  Breast  Pump,  Brass. 


7 


Fig.  5.  Breast  Pump,  Mattson’s. 

Fig.  6.  Breast  Pump,  “Vibratory,”  Mattson’s. 
Fig.  7.  Breast  Reliever. 

Fig.  8.  Breast  Reliever,  Improved,  Registered. 
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Miscellaneous  Apparatus,  Instruments,  Etc.  (Contima-d). 


AN/ESTHETIC  INHALERS. 


Fig.  I. 
Fig.  2. 
Fig-  3- 


Clover’s. 

Ormsby’.s. 


Fig.  4.  SinsoN's. 
Fig.  5.  Skinner’s. 
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MiscEi.LANiious  Apparatus,  Ins'J'kuments,  Etc.  {Coniimied). 


AN/ESTHETIC  INHALERS. 


Fig.  6.  Birji’.s. 

Fig.  7.  Junker’s. 
Fig.  8.  Murphy’s. 
Fig.  9.  Parker’s. 


Fig.  10.  Skinner’s. 

Fig.  II.  Snow’s. 

Fig.  12.  Snow’s,  Modified. 
13-  Tow'n  ley’s. 


MAW 


Hot-air. 

Hot-air  and  Vapour,  with  Wicker 
Frame,  AcLEN’Sf 

Fig.  6.  Vapour, 


f 

u 

1, 
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Miscellaneous  Appar.-vtus,  Instruments,  Etc.  {Continued). 
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Miscellaneous  Apearatus,  Instrulments,  Etc.  {Continued). 


Fig.  I.  Operation  Chair  for  Uterine  Operations,  Sim’s. 
Fig.  2.  Operation  Iable,  as  used  at  Guy’s  Hospital. 
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Misceli.aneous  Apparatus,  Instruments,  Etc.  {Contuiucd). 


HAND  BELLOWS  AND  STEAM  SPRAY  PRODUCERS. 

Fig.  I.  Lister’s,  for  Carbolic  Acid,  with  Bellows  (Fig.  5). 

Fig.  2.  Lister’s,  Steam,  for  Carbolic  Acid,  Single  Jet. 

Fig.  3.  Maw’s,  Steam,  for  Carbolic  Acid,  Double  Jets. 

Fig.  4.  Richardson’s,  for  the  Local  Application  of  Ether,  with  ,JiELLO\ss  (,pig.  5). 


CO  vO 

’^1'  I I I I I I I I I 
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Miscellaneous  Apparatus,  Instruments,  Etc.  {Contimied). 


6 


STEAM  SI>RAY  PRODUCERS. 

Fig.  6.  Colin’s.  j|  pig.  8.  Maw’s. 

Fig.  7.  Lee’s.  | pjg.  Maw’s,  with  Double  Jets. 
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j\tiSCELLANF.ous  Appar.vtus,  INSTRUMENTS,  Etc.  {Continued). 


S.MAW.SOM.& 


THOMPSON 

_LONOON 


TRANSFUSION  Al’PARATUS. 

Fi<’'  AvicuNc’s,  SHOWING  Mode  of 
Fijf.  I.  Avei.ing’s.  ! Opera'J'ion. 


Fig.  3.  Coi.in’s. 
Fig.  4.  Roussel’s. 
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Miscellaneous  Apparatus,  Instruments,  Etc.  {Continued). 


3 


Iig.  I.  Paquelin’s  Thermo-Cautery  Apparatus,  Compi.ete,  with  Two  Points. 
Fig.  2.  Mode  of  Using  the  Cauteries. 

Fig.  3.  Mode  of  Heating  the  Cauteries. 


400 


5.  MA IV,  SON  (Sh>  THOMPSON,  LONDON. 


[Section  XVIII. 


Miscellaneous  Apparatus,  Instruments,  Etc.  {Continued) 
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Miscellaneous  Apparatus,  Instruments,  Etc.  {Continued). 


APPLIANCES  FOR  REFRACTORY  PATIENTS.  * 

Fig.  I.  Stout  Cale  Leaiher  Anklets,  Wristlets,  Bodv-pand,  and  Screw  Locks,  with 
Long  Straps. 

Fig.  2.  .SiOL'i  Cali  Leather  Anklp;ts,  Wristlets,  Body-band,  and  Improved  Locks 
with  Long  Strap.s. 

3-  Sioui  Cali  Leather  Body-h.and  and  Gloves,  with  Screw  Locks. 

Fig.  4.  Strait-waistcoat  of  Stout  Linen  Tick  or  Canvas. 

Fig.  5.  Wire  Gauze  Glove,  with  Leather  Fastenings. 


D D 
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I^Tisceu.aneous  Apparatus,  Instruments,  Etc.  {Continued). 


Fig. 


Fig. 


Improved  Bed  Lift,  Child’s  Patent. 
Kettle  for  Croup,  Allen’s. 

Iron  Frame  placed  over  a Cot  to 
FORM  A Tent. 


Iron  Frame,  Covered,  with  Croup 
Kettle  in  Position,  the  1 RO- 

JKCTING  TU13E  PLACED  T'HROUGH 

THE  Covering. 
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* 

S. 


Miscellaneous  Apparatus,  Instruments,  Etc.  {Contimted). 


Fig.  5.  (luARDED  Fin,  Baird  Douglas’,  for  the  Relief  and  Cure  of  Wounds,  the  Oper.ation: 
OF  Hare  Lip,  Cleft  Palate,  Vesico-Vaginal  Fistula,  Ruptured  Perineum,  Nevu- 
and  Haemorrhoids. 

pjg]  I SuRF.ACE  Thermometers,  Dupre’s. 

Fig.  8.  Suspension  Apparatus. 

Fig..  9.  Vein  Brooch  and  Tourniquet,  for  the  Cure  of  Varix,  Varicocele,  Ganglion-;  Etc 
J.  R.  A.  Douglas’.  > > , • 
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[Section  XVIII. 


Fig. 

lO. 

Fig. 

1 1. 

Fig. 

12. 

Fig. 

I3- 

Fig. 

14. 

Fig. 

'5' 

Angular  Ear  Forceps,  Abp.ott’s. 

Bronchitis  Keitle,  Li.oyd.s. 

Extension  Splint,  Sieveking’s.  t rvc  apt- 

Laryngoscope,  with  J’ortable  Lamp,  TonoLn’s ; the  Mirror  and  Lens  akl 

ADAPTABLE  BY  MEANS  OF  A CLAMP  TO  ANY  FORM  OF  LAMP. 

Probe  for  the  Application  of  Wool  to  the  Ear. 

Screw  Hook  for  the  Application  of  Wool  to  the  Uterus. 
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MISCKLI.ANEOUS  APPARATUS,  INSTRUMENTS,  Etc.  {Continued). 


Fig.  16.  Circumcision  Clamp,  Asher’s. 

Fig.  17.  Gravitation  Transfusion  Apparatus,  Whiteside  Hime’s. 
Fig.  18.  Trocar  kor  Evacuation  and  Injection,  Whiteside  Hime’s. 
Fig.  19.  Uterus  I’rohe  and  Set  of  Eioht  Canulas  for  Dilating 
THE  Uterus,  James’. 


5.  A/A  IV,  SON  TJ-JOMI^SON,  LONDON. 


[Section  XVIII. 


^AAA/V- 


22 


Fig.  20.  COMPLETE  SET  OK  INSTRUMENTS  FOR  THE  RADICAL  CURE  OF  HERNIA,  S PANTON  S. 

Fig.  21.  Sphygmograph,  Dudgeon’s. 

Fig.  22.  Spiral  Needle,  Spanton’s. 
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Miscellaneous  Apparatus,  Instruments,  Etc.  {Continued). 


Fig.  I.  Antiseptic  Inhaler,  Coghill’s. 

Fig.  2.  Antiseptic  Inhaler,  Roberts’. 

Fig.  3.  Pocket  Inhaler,  Tube  Form,  Austin’s. 
Fig.  4.  Pocket  Inhaler,  Bottle  Form,  Austin’s. 
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[Section  XVIII. 


Miscellaneous  Apparatus,  Instruments,  Etc.  {Coniiniicd). 


Fig.  5.  Antiseptic  Inhaler,  Coghill’s  Improved. 
Fig.  6.  An'iiseptic  Inhaler,  Hunter  M.-vckenzie’s. 


Section  xix. 


VETERINARY  SURGEONS’  INSTRUMENTS. 


CONTENTS  OF  SECTION  -XIX. 


Artery  Forceps. 

Balling  Instruments. 
Bistouries. 

Blood-stick. 
Bronchotomy  Tubes. 
Castrating  Knives. 
Catheters. 

Caustic  Cases. 

Clams. 

Clinical  Thermometers. 
Clipping  Machine. 
Clipping  Scissors. 
Cupping  Pump. 

Cutting  Hook. 
Directors. 

Dissection  Instruments. 
Docking  Knives. 
Drawing  Knives. 
Dressing  Cases. 


E.mbryotomy  Knives.  'j 

Ene.ma  Apparatus.  j! 

Enema  Syringes. 

Exploring  Needle. 

Firing  Irons. 

Fleams. 

Foal  Hooks. 

Gags. 

Hobbles. 

Hook  and  Hammer. 

Hook  and  Tenaculum.  j 

Lancet,  Abscess. 

Lancet,  Bleeding. 

M.yne  Puller. 

Milking  Tubes.  i 

Needles. 

Nicking  Knife. 

i 

Probangs.  ! 

Probe.  "ii 


OuiTi’OR  Syringes. 

Rasps. 

Ring  Nose  Punch,  for  Bull.s. 
Rowelling  Bistoury. 
Scalpel,  with  Lamb  Clams. 
Seton  Needles. 

Sheep  Marker. 

Singeing  Lamps. 

Spaying  Knives. 
Stethoscopes. 

Stomach  Pump. 

Sturdy  Instruments. 
Syringes  for  Subcutaneous 
Injections. 

SwE.\T  Scrapers. 

Thorough  Pin  Truss. 

Tooth  Instruments. 

Tooth  Key. 

Trocar. 


For  ASPIR.VI'ORS,  see  pages  315  to  ^Section  XIII. 

For  Post-mortem  Instruments,  see  pages  379  to  383,  Section  XVII. 


Section  XIX.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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Fig.  I.  Assalini’s. 

Fig.  2.  Cross-.\ction. 

Fig.  3.  Fenestrated. 

Fig.  4.  F'ene.strated,  with  Slide. 
Fig.  5.  Llston’s. 


Fig.  6. 
Fig.  7. 
Fig.  8. 
Fig.  9. 
Fig.  10. 


Sliding. 

Syme’s. 


Torsion. 

Embryotomy  Knife,  with  Slide. 
Lancet,  Abscess. 
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[Section  XIX. 


BALLING  INSTRUMENTS. 


S.MAW/  SON 
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Section  XIX.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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BISTOURIES,  Etc. 


Hg.  I.  B1.STOURY,  Bi.unt,  Curved. 
Fig.  2.  Bistoury,  .Sharp,  Curved. 
Fig.  3.  Bistoury,  Sharp,  Straight 


Fig.  4.  Bistoury  and  Drawing  Knife. 

Fig.  5.  Bistoury,  C.v.strating,  Abscess,  and 
Nicking  Knives. 
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[Section  XIX. 


BISTOURIES,  BLEEDING  LANCET,  BLOOD-STICK,  SCALPEL  WITH  CLAMS. 


Fig.  6.  Bistoury,  Conckai.kd  Blaok. 
Fig.  7.  Bistoury,  Doubi.e. 

Fig.  8.  Bistoury,  Blunt,  Straight. 


Fig.  9-  Bleeping  Lancet. 

Fig.  10.  IB.oop-stick. 

Fig.  II.  Scalpel,  with  Lamb  Clams. 


Section  XIX.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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BRONCHOTOMY  TUBES,  CLAMS,  AND  SHEEP  MARKER. 


Fig.  12.  Bronchotomv  Tuhe.  |, 

Fig.  13.  Bronchotomv  Turk  (Three  .Sizes).  '' 
Fig.  14.  Cr.AMs  for  C.\ustic.  || 


Fig.  15.  Clam.s,  with  Parai.lkl  Blades. 
Fig.  16.  Clams  for  Pigs. 

Fig.  17.  Sheep  Marker. 
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[Section  XIX. 


CASTRATING  CLAMS  AND 

CLIPPING 


KNIVES,  cathp:ters,  and 
MACHINE. 
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Fig.  1 8. 
Fig.  19. 
Fig.  20. 
Fig.  21. 


Castrating  Clams. 

Castra'itng  Knife. 

Castrating  Knife,  with  .Scalpel. 


Fig.  22.  C.vrHETER  FOR  HORSES. 
Fig.  23.  Cai'heter  for  Mares. 
Fig.  24.  Clipping  Machine. 


Section  XIX.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 
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CLINICAL  THERMOMETERS,  CLIPPING  SCISSORS,  AND 

CUPPING  APPARATUS. 


Fig.  25.  Clinical  Thermometer,  6 in. 

Fig.  26.  Clinical  Thermometer,  8 in. 

Fig.  27.  Clipping  Scissor.s,  Straight  Blades  and  Bent  Sh.'Xnks. 

Fi^s  2^  Clipping  Scissors,  Bent  Bl.ades  and  Shanks,  Leather-covered  Handles. 
To' 32.1  Pump,  with  Metal  Cups. 
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[Section  XIX. 


Fig.  33.  Guarded  Chisel. 
Fig.  34.  Horse  Forceps. 

Fig.  35.  Laterai,  Repeller. 


Fig.  36.  Posterior  Repeller. 
Fig.  37.  Slide  Chisel. 


Section  XIX.]  ILLUSTRATIONS  TO  PART  I,  QUARTERLY  PRICE-CURRENT. 
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DISSECTION  INSTRUMENTS,  DOCKING  AND  DRAWING  KNIVES. 
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Fig. 

38. 

Dissection  Case. — Contains  : Blow- 

1  Fig-  40. 

pipe,  Chain  Hooks,  Forceps,  I 

1 

Needles,  Six  Scalpels,  Scissors. 

Fig.  41. 

Fig. 

39- 

Docking  Knife,  Mounted  in  Beech. 

Fig.  42. 

WOOD. 

:king  Knife,  Portab 
Handles  to  Unscrew. 


E E 2 


MAVN.SON  THOMPSON 
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5.  MAW,  SON  THOMPSON,  LONDON. 


[Section  XIX. 


DRAWING  KNIFE,  EMBRYOTOMY  KNIVES,  ENEMA  APPARATUS 

AND  .STOMACH  PUMP. 


Fig.  43.  Drawing  Knife  in  Buck-horn  Handi.e 
(Sorted  Sizes). 

Fig.  44.  E.mbryotomy  Knife. 


Fig-  45- 
Fig.  46- 


Embryotomy  Knife. 

Enema  Apparatus  and  Stom.-\ch  Pump, 
WITH  Tobacco  Fumig.-ypor. 


Section  XIX.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT.  421 


ENEMA  SYRINGES. 


51 


Fig.  47.  Enema  Syringe,  Pewter. 

Fig.  48.  Enema  Syringe,  Pewter,  for  Dogs 
AND  Sheep. 

Fig.  49.  Enema  Syringe,  Pewter,  Fine  Long 
Pipe. 


Fig.  50.  Enema  Syringe,  with  Elastic  Pipe, 
FOR  Dogs  and  Sheep. 

Fig.  51.  Pipe,  for  Bladders. 

Fig.  52.  Pipe  and  Indla-rubber  B.\g. 


422  .V.  MA IV,  SON  <Sh>  T//OMVSON,  LONDON.  [Section  XIX. 


FIRING  IRONS. 


Section  XIX.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT.  423 


Fig.  I.  Double-action,  Steel. 

Fig.  2.  Patent  Back  in  Buffalo. 
Fig.  3.  SiNGLE-.ACTION,  BRASS. 


Fig.  4.  Single  Blade. 
Fig.  5.  Two  Blades. 
Fig.  6.  Three  Bl.\des. 
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[Section  XIX. 


FOAL  HOOKS  AND  GAGS. 


Fig.  I. 
Fig.  2. 


For  Dead  Foals. 
For  Live  Foals. 


Fig.  3.  Gag  for  Bullock  or  Horse. 
Fig.  4.  Gag  for  Sheep,  Etc. 


Section  XIX.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT.  425 


HOBBLES  AND  SETON  NEEDLE. 


Fig.  I.  Hobbles  for  Casting,  with  Swivel  Chain. 
Fig.  2.  Seton  Needle,  in  Buffalo  Handle. 
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[Section  XIX. 


HOOK  AND  HAMMER,  HOOK  AND  TENACULUM,  MANE  PULLER,  MILKING 
TUBES,  NICKING  KNIFE,  LANCET,  AND  NEEDLES. 


11 


Fig.  4. 
Pig-  5- 
Fig.  6. 
Fig-  7- 
Fig.  8. 


Hook  and  Hammer. 

I! 

9- 

Hook  and  Tenaculum. 

r Fig. 

lO. 

Lancet  and  Nicking  Knife. 

, Fig. 

1 1. 

Mane  Puller. 

Fig. 

12. 

Milking  Tubes. 

1 

Milking  Tube. 

Suture  Needle,  Curved,  Two  Eyes. 
Suture  Needle,  Half-curved,  Eve 
AT  Point. 

Suture  Needle,  Straight,  Eye  at 
Point. 


Section  XIX.]  ILLUSTRATIONS  TO  PART  /.,  QUARTERLY  PRICE-CURRENT. 


POCKET  DRESSING  CASE,  ROWELLING  BISTOURY,  AND  PROBE. 
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Fig.  13.  Dressing  Case. — Contains  : Scalpel,  Abscess  Lancet,  Bleeding  Lancet,  Sp.\tula, 
Scissors,  Castrating  Knife,  Forceps,  Hook  .\nd  Ten.^culum  Bistoury, 
Nicking  Knife,  Seton  Needle,  Fleam,  Rowelling  Bistoury,  Drawing  Knife, 
Two  Probes,  Director,  Needles. 

Fig.  14.  Rowelling  Bistoury. 

Fig.  15.  Probe. 


428 


i'.  MAIV,  SOjV  77/0.)//>S0jY,  LONDON. 


[Section  XIX. 


POCKET  DRESSING  CASE,  DIRECTORS,  AND  EXPLORING  NEEDLE. 


Fi<^  16.  Dressing  Case.-Contains  : Forceps,  Fleam,  Scalpel,  Scissors,  Drawing 

Knife,  Probe,  Lancet,  Bistoury,  Seton  Needle,  Su'iure  Needles. 

Fig.  17.  Director. 

Fig.  18.  Director,  with  Guard. 

Fig.  19.  Exploring  Needle. 


Section  XIX.]  ILLUSTRATIONS  TO  PART  L,  QUARTERLY  PRICE-CURRENT. 


Section  XIX.]  ILLUSTRATIONS  TO  FART  L,  QUARTERLY  PRICE-CURRENT. 
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CUTTING  HOOK  AND  SETON  NEEDLES. 


Fig.  6.  Cutting  Hook.  1 

Fig.  7.  Seton  Needle-,  Curved.  ^ ) The  Set  of  Three  Seton  Needles, 

Fig.  8.  Seton  Needle,  Straight.  i to  12.  ) with  Handle,  in  Case. 


f'ig.  1.  Gas  Singeing  Lamp,  Ball  and  Socket 
Joint. 

Fig.  2.  Gas  Singeing  Lamp,  Ball  and  Socket 
Joint. 


Fig.  3.  Naphtha  Singeing  Lamp,  Plain  Joint. 
Fig.  4.  Naphtha  Singeing  Lamp,  Plain  Joint. 
Fig.  5.  Naphtha  Singeing  Lamp,  Plain  Joint. 


Section  XIX.]  ILLUSTRATIONS  TO  PART  I,  QUARTERLY  PRICE-CURRENT. 
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Fig,  6.  Gas  Singeing  Lamp,  Bale  and 
Socket  Joint. 

Fig.  7.  Gas  .Singeing  Lamp,  Plain  Joint, 
Fig.  8.  Gas  Singeing  Lamp,  Plain  Joint. 


Fig.  9.  Tube  for  Singeing  Lamps, 
Elastic-gum. 

Fig.  10.  Tube  for  Singeing  Lamps, 
Vulcanized  Rubber. 
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[Section  XIX. 


STURDY  INSTRUMENTS  AND  SPAYING  KNIVES. 
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Fig.  II.  Sturdy  Instrumf.nt.s  for  Shkep. 
Fig.  12.  Spaying  Knives,  for  Heifers. 


K \ 
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STETHOSCOPES  AND  SYRINGES  FOR  SUBCUTANEOUS  INJECTIONS. 


16  15 


Fig.  13.  Stethoscope,  Cedar.  | Fig.  15.  Syringe,  with  Slide  Piston. 

Fig.  14.  Stethoscope,  Cedar  and  Ebony.  ' Fig.  16.  ’Syringe,  with  Screw  Piston. 
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5.  MAPV,  SON  THOMPSON,  LONDON. 


[Section  XIX. 


SWEAT  SCRAPERS,  THOROUGH  PIN  TRUSS,  TOOTH  KEY,  AND  TROCAR. 


Fig.  17.  Sweat  Scraper,  Fixe:d  Handle. 
Fig.  18.  Sweat  Scraper. 

Fig.  19.  Tooth  Key. 


Fig.  20.  Trocar,  with  German  Silver 
Canula. 

Fig.  21.  Truss,  Thorough  Pin. 
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Retractor  ...  ...  ...  86 

Greenhalgh’s ; — 

Metrotome  ...  ...  225 

Obstetric  F'orceps  ...  ...  260 

Perforator  ...  ...  ..  262 

Pessaries  ...  ...  ...  245 

Uterus  Dilator  ...  ...  220 

Uterus  Stem  •...  ...  222 

Greenslade’s  Fracture  Cradle  ...  281 

Green  way’s  : — 

Bed  Clothes  Frame  ...  2S2 

Fracture  Cradles  ...  ...  280 

Ophthalmoscope  ...  ...  83 

Syphon  Douche  ...  ...  334 

Giistock’s  Scissors  for  Incising  227 
Groom’s  Sponge  Bath  ...  ...  389 

Grooved : — 

Staffs...  ...  ...  ...  176 

Trachea  Hooks  ...  ...  130 

Gruber’s : — 

Ear  Speculum  ...  ...  92 

Tympanum  Knife  ..  ...  loi 

Guarded : — 

Pin,  Baird  Douglas’  ...  403 

Rasp  ...  ...  ...  ...  430 

Tumour  Syringe  ...  ...  117 

Guillotines  ...  ...  ...  118 

Gum  Lancets  ...  ...  ...  152 

Gunshot  Instruments  ...  ...  33 

Guthrie’s  Director  ...  ...  74 

Guyon’s  Elastic  Canula  and 
Syringe 194 

H 

Hremorrhoid  Clamps  201 

Hall  Davis’  Craniotomy  Forceps  256 
Hamilton’s  Vagina  Syringe  ...  341 

Hammer,  Post-mortem 383 

Hand : — 

Articulated  ...  ...  ...  3S4 

Artificial  ...  ...  ...  284 

Lens ...  367 

274,  275 

Hare  Lip  : — 

F'orceps  ...  ...  ...  122 

Pins  ...  ...  ...  ...  122 

Scissors  ...  ...  ...  122 

Truss 122 

Hearing  Apparatus  102 

Heath’s  Splint  for  Excision  of 

Elbow 268 

Flelmet-shape  Ice  Bag 306 

Henriette’s  Tracheotomy  Canula  127 
Hernia  Instruments  ...  47,  406 

Hewitt’s  ; — 

Obstetric  Forceps 260 

Pessaries  245,  246 

Speculum  ...  ...  ...  2 1 1 
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Sound 

..  21S 

Sound  and  Curette  . 

...  218 

Hicks’:  — 

Cephalotribe... 

254 

Ecraseurs 

236,  237 

Higginson’s  Enema  Apparatus...  329 

Hilliard’s  -Spcculunt 
Hime’s,  Whiteside : — 

...  215 

Gra'iialion  Transfusion  Ap- 
paratus ...  ...  ...  405 

Trocar  for  Evacuation  and 


Injection  ... 

405 

Hinged : — 

Arm  Splints... 

274 

Tongue  Depressors... 

131 

Hip  Splints  ...  ...  268- 

-272 

Hobbles  for  Casting 

425 

Hodge’s  Pessaries 

247 

Holder,  Mineral... 

365 

Hollow  Sound  ... 

173 

Holmes’ : — 

Craniotomy  Forceps 

256 

Perforator 

262 

Holt’s 

Retentive  Catheter  ... 

163 

Stricture  Dilator 

172 

Hook  and  : — 

Curette 

74 

Hammer 

426 

.Scoop 

95 

Hooks : — 

and  Crotchets 

254 

Artificial  Arm 

284 

Blunt... 

255 

Botanists’ 

359 

Brown’s 

104 

Decapitating 

257 

Entomologists’ 

359 

Fine,  Oldham’s 

255 

F’ixing 

74 

Foal,  Veterinary  ... 

424 

' Fractured  Patella,  Mal- 

gaigne’s 

273 

Pupil,  and  Bowman’s  Needle 

74 

Salmon’s 

202 

•Sharp 

203 

Strabismus  ... 

77 

Thomas’ 

95 

Tracheotomy 

130 

Uterus 

219 

Horse  Forceps  ... 

418 

Hot 

Air  Baths  ...  ...  ... 

394 

Water  Bags  ...  303, 

306 

How’s  Scalers 

152 

Hughes’  Stetho.scope 

370 

Huguier’s : — 

Forceps 

221 

Sound 

217 

Hull’s  Uterus  Truss 

310 

Human  : — 

Bones 

384 

Skeleton 

384 

Humerus  Splints 

I’AOE  1 

• ••  274  1 

Hurd’s  Pessaries... 

...  247 

Hutchinson’s  : — 

Clamp 

. . . 242  i 

Prostate  Catheter  .. 

...  171 

Staff 

...  176  j 

Hydrocele  : — 

Syringe 

...  I7I 

Trocars  ...  1 7 1 , 

194.  3*9 

Hydrostatic  Bag.s,  Barnes’ 

...  ■ 220 

I 

Illumination  Lamp 

...  388 

Impression  Trays 

00 

T 

Improved : — 

Bed  Lift  

. . . 402 

Lithotrites  ... 

183,  184 

Reservoir  Enemas  ... 

330 

Incisor  Forceps  138 — 140, 

144.  145 

India-rubber  : — 

Air  Cushions 

...  302 

Bandage 

...  301 

Cushions 

••  303 

Drainage  Tube  ... 

..  388 

Enema  Apparatus  329, 

33*.  332 

Hot  Water  Bags  ... 

303.  306 

Ice  Bags 

..  306 

Mattress,  Air 

•••  304 

Mattresses,  Water  ... 

••  303 

Pillows,  Air... 

...  302 

•Syringes 

338-340 

Induced  Current  Batteries,  349,  352,  353 

Inflater  and  Syringe 

...  194 

Inglis’  Obstetric  Forceps 

...  260 

Inguinal  : — 

Ice  Bag 

...  306 

Trusses 

307.  308 

Inhalers  : — 

Anaesthetic  ... 

392,  393 

Mouth 

132,  *33 

•Siegle’s 

•••  *33 

Threat 

132,  *33 

Injection  Syringes 

338—340 

Instruments  for  Writers  Spasm  294 

Insufflaters  : — 

Throat 

...  1*3 

Uterus,  Clay’s 

...  232 

Interrupted.: — 

Knee  Splint 

...  276 

Leg  and  Thigh  Splint 

...  278 

Invalids’  Couches 

389.  390 

Iridectomy  Knives 

...  75 

Iris  : — 

Forcejis 

73.  79 

Knives 

...  75 

Iron  : — 

Bed  Clothes  Frames 

...  282 

Leg  Splints,  Cline’s 

...  276 

Irreducible  Hernia  Trusses 

...  309 

Irrigateur,  Eguisier’s 

..  330 

I Ivory  Mounted  Needle  Holder  238 
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J 

James’,  Prosser:  — 

Laryngeal  Sickles  ... 

...  116 

Laryngoscope 

...  108 

(Esophageal  Bougies 

...  124 

CFlsophageal  Douche 

...  124 

•Spray  Producer 

...  M4 

Tonsil  •Sickles 

...  117 

Jean  Suspensory  Bandage 

...  299 

Junker’s  Anaesthetic  Inhaler 

• 393 

July  Mast  for  Pott’s  Disease 

...  269 

K 

Kach  i mu  ra’s  T rocar 

...  321 

Kennedy’s  Enema  Aiiparatus 

•••  33* 

Kettle  for  Croup 

..  402 

Kettles,  Throat 

•••  *33 

Keys  : — 

Fox’s  Tooth  .. 

...  142 

Hernia  Director 

...  47 

Kidd’s  Cephalotribe 

...  254 

Knee : — 

Caps 

•••  305 

Legging  

•••  305 

Splints  ...  269, 

272,  276 

Stockings 

•••  305 

Knife,  Abscess,  and  : — 

Aneurism  Needle  ... 

...  56 

Gum  Lancet  .. 

...  56 

Scalpel 

...  57 

Knives  : — 

Abscess 

45.  56 

Abscess,  Veterinary 

4*3 

Adams’  

...  75 

Amputation  ... 

...  30 

Artificial  Arm 

. . . 284 

Artificial  Pupil 

...  73 

Botanists’ 

• ••  359 

Brain... 

...  382 

Canaliculus  ... 

- 75 

Cartilage  

...  382 

Castrating 

...  416 

Cataract 

...  75 

Cleft  Palate 

...  in 

Corn  ... 

61 

Docking  

...  4*9 

Drawing 

4*3.  4*9 

Entomologist. s’ 

...  359 

Gruber’s 

...  lOI 

Hernia 

...  47 

Iridectomy  ... 

...  75 

Iris 

74.  75 

Lachrymal  

75.  78 

Nicking  

...  4*3 

Prout’s 

...  *01 

Punctum,  Bowman’s 

...  75 

Scarifying  

...  76 

Spaying  

Valantin’s  ...  . 

...  434 

...  359 

Weber’s 

...  lOI 

Kramer’s : — 

Ear  Si)eculum 

...  92 

Eust.achian  Catheter 

100 

INDEX. 
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Krisleller’s  Vagina  Speculum 

...  213 

Lever’s  : — 

Malgaigne’s  Hooks  for  Fractured 

Kiichenmeister’s  Scissors 

...  227 

Craniotomy  Forceps 

256  1 

Patella  ... 

273 

Decapitating  Hook... 

257  ' 

Mallet  Pluggers : — 

L 

Obstetric  Forceps  ... 

259  ' 

Butler’s 

147 

Laced  : — 

Vectis 

255  ; 

Steven’s 

147 

Knee  Cap  ... 

•••.  3°S 

Lieberkithn’s 

367 

Varny’s 

147 

Stocking 

•••  305  ' 

I.iebreich’s  Ophthalmoscope 

82 

Mallet,  Post-mortem 

383 

Lachrymal  Knives 

■••75.  78  -j 

Ligature  : — 

Marey’s  Sphygmograoh,... 

368 

Lallemand’s  Caustic  Catheter 

...  168 

Silk 

37 

Mason’s  : — 

Lamp : — 

i 

Wire 

37 

Cleft  Palate  Instruments  ... 

I 12 

and  Lens  

• ••  93 

Lister’s ; — 

Instrument  for  Excision  of 

Illuminating... 

...  388 

Catheters 

167 

Elbow  Joint 

268 

Lamps : — 

Sound 

173 

Lithotomy  Strap 

177 

Microscope  ... 

•••  365 

Spray,  Hand  Bellows 

396 

Mathew’s  Craniotomy  Forceps... 

256 

Singeing  

432,  433 

Spray,  Steam 

396 

Mathieu’s : — 

Lancets  : — 

Liston’s ; — 

Guillotine 

118 

Abscess 

...  56 

Amputation  Knives 

30 

Instrument  for  Writers’ 

Absce.ss,  Veterinary 

...  411 

Leg  and  Thigh  Splint  277— 

-279 

Spasm 

294 

Bleeding 

56 

Lithotomy  Knife 

178 

Mattson’s  ; — 

Bleeding,  Veterinary 

...  414 

Needle 

45 

Breast  Pumps 

391 

Canula 

■•■  73 

Sound 

173 

Rectum  Syphon 

336 

Gum... 

56,  152 

Lithotomes 

178 

Vagina  Syphon 

336 

Laryngeal 

ir6,  1 19 

Lithotomy  : — 

Maunders’  : — 

Uterus,  Bennett’s  ... 

...  231 

Cases  Instruments  ...  174, 

175 

Chisel  for  the  Neck  of  the 

Uvula 

..  1 16 

Crutch,  Clover’s 

177 

Femur 

48 

Langenbeck’s  Tourniquet 

■•■  35 

Forceps 

179 

Spray  Apparatus  ... 

134 

Laiyngeal : — 

Knives 

178 

Maw’s  : — 

Cautery  Apparatus  ... 

126 

Scoop 

179 

Aspirator 

318 

Mirrors 

109 

Straps 

177 

Balling  Instnjments 

412 

I^aryngoscopes 

107,  108 

Tube... 

176 

Bidet... 

389 

Larynx  Instruments 

...  116 

Lilhotrity  Instruments  ...  159- 

-197 

Domestic  Enema  Apparatus 

331 

Lateral  Repeller  ... 

...  418 

Little’s  Appliances  for  Talipes 

288 

Douche,  for  Family  use  ... 

Lawrence’s : — 

Live  : — 

Ear  Speculums  

92 

Fracture  Cradle 

...  281 

Boxes 

367 

Extension  Apparatus 

268 

Retractor 

...  86 

Trap  .. 

367 

Eye  Douches 

87 

Leather  Arm  Slings 

•■•  273 

Lloyd’s  Bronchitis  Kettle 

401 

Eye  Syphons 

88 

Leclanche’s  Batteries  . . . 

3+5.  350 

Lock  Bit  Buits  ... 

Iq6 

Glass  Chamber  Enema  Ap- 

Lee’s : — 

Lonsdale’s  Apparatus  for  Frac- 
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332 

Craniotomy  Forceps 

...  256 

tured  Patella  ... 

273 

Improved  Vagina  Pewter 

Trocar  for  inducing  I’rema- 

Loring’s  Ophthalmoscope 

82 

Syringes  ...  ... 

341 

ture  Labour 

...  228 

Lownd’s  Vectis  ... 

255 

Inhalers  for  Throat 

132 

Lee’s,  R.  : — 

Lownde’s  Spirometer 

369 

Instiument  Cabinet  for  Hos- 

Steam  Draft  Inhaler 

•••  133 

Luer’s  Needle  Holder  ... 

238 

pitals 

29 

Steam  Spray 

•••  397 

Luke’s  Bed  Clothes  Frame 

282 

Instrument  for  Excision  of 

Leg  and  Thigh  Splints  . . . 

277-279 

Lumbar  Ice  Bag... 

306 

Elbow  joint 

268 

Leg 

Lyon’s  Stricture  Dilator 

172 

Kettle  for  the  Throat 

133 

Rest 

■■■  389 

Needle  Holder 

238 

Splints 

...  276 

M 

Nose  Dilator 

103 

Supirorl  and  Boots... 

...  289 

Machines  for  Rolling  Bandages 

388 

Nose  Douche 

97 

Legs,  Artificial  ... 

285,  286 

McDougall’s  Caustic  Catheter... 

168 

Nosc  Syringe 

97 

Legging 

McIntyre’s  Leg  and  Thigh  Splint 

277 

Ophthalmoscope 

83 

and  Knee  Cap 

•■•  305 

Mackenzie’s,  Hunter,  Antiseptic 

Pessary 

248 

and  Thigh  Piece 

■•  305 

Inhaler 

408 

Rectum  Syringe  ...  340,  341 

Leggings 

■•■  305 

Mackenzie’s,  Morell  : — 

Retractor  for  the  Eye 

86 

Leiter’s  Pipette  ... 

...  124 

Guillotine 

1 18 

Soft  Rubber  Catheter 

162 

Lens : — 

Inhaler 

132 

Sphygmograph 

369 

Coddington’s 

•■  367 

Laryngoscope 

107 

Spray  Producer 

134 

H and ... 

...  367 

Madden’s  Obstetric  Forceps  ... 

260 

Steam  Sprays  ...  396,  397 

Pricker 

...  74 

Magneto-Pllectric  Machines 

355 

Stomach  Pumps 

342 

l.eroy  d’Eliolle’s  Foreign  Body 

Mahomed’s  Sphygmograph 

368 

Tent  Carriers 

224 

Scoop  ... 

...  195 

Maisonneuve’s  Urethrotomes  192, 

193 

Test  Stands... 

Lever : — 

Maisonneuve-Teevan’s  U rethro- 

Throat  Forceps 

120 

Cleft  Palate  ... 

III 

tome 

193 

Throat  Syringes 

115 

Foiceps,  Toynbee’s 

• • 95 

Male  Urinals  311, 

312 

Tourniquets  ... 

36 
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Maw  s — Lonttmied. 

T rocars 

321 

Urethra  Syringe 

340 

Vagina  Syringe 

341 

Meadow’s : — 

Ecraseur 

237 

Pessary 

249 

Speculum 

214 

Medicated  PesSaries 

232 

Mercier’s  : — 

Catheter  

162, 

164 

Sound 

173 

Metal : — 

Bed  Rest 

389 

Double  Channel  Catheter... 

169 

Speculum,  Gowlland’s 

205 

Stethoscope  ... 

370 

Metrotomes : — 

Coghlan’s 

225 

Greenhalgh’s 

225 

Peaslee’s 

225 

Routh’s 

225 

Savage’s 

225 

Simpson’s 

... 

225 

Sims’... 

225 

Meyer’s  Ophthalmoscope 

82 

Micrometer 

366 

Microscope : — 

Accessories  ... 

365- 

-367 

Lamps 

365 

Microscopes 

361- 

-364 

Mineral  Holder  ... 

365 

Miot’s  Otoscope  ... 

91 

Mirrors 

Gardiner  Brown’s  ... 

104 

I.,aryngeal 

109 

Tooth 

153 

Von  Troeltsch’s 

93 

Miscellaneous  Instruments 

387- 

-408 

Moc-Main  Trusses 

307 

Molar  Tooth  Forceps  ... 

138- 

■141, 

144, 

145 

Moon’s  Appliance  for  Fracture 

of  the  Lower  Jaw 

287 

Mouth  : — 

Gags 

123 

Inhalers 

132 

133 

Kettles 

133 

Rasps... 

430 

Sprays 

134 

Wedges 

123 

Mouth  and  Throat : — 

■ Brushes 

115 

Instruments... 

107- 

-134 

Mudge’s  Inhaler  ... 

132 

Murphy’s : — 

Ancesthetic  Inhaler 393 

Craniotomy  Forceps  ...  257 

Obstetric  P'orceps  ...  ...  261 

N 

Napier’s : — 

Instruments  for  the  Detection 
and  Removal  of  Calculus 

188,  189 


Napier’s — Continued. 

Pessary 

...  247 

Retentive  Catheter . . . 

...  163 

Nasal 

Canulas 

...  103 

Catarrh  Syringe 

•••  341 

Duct  Probe,  Walton’s 

...  77 

Nathan  Smith’s  Splint, 

for 

Anterior  Suspension  . . . 

...  276 

Neck  Pillow 

...  302 

Necrosis  Instruments 

48,  SO 

Needle  : — 

Canula,  Capsular  ... 

73 

Cleft  Palate  ... 

...  Ill 

Exploring 

57 

Liston’s 

...  45 

Spatula,  Streatfield’s 

...  77 

Spiral 

...  406 

Wood’s  

...  47 

Needle  Holders  ... 

37>  238 

Needles  : — 

Botanists^ 

359 

Electrolysis  ... 

•••  353 

Entomologists’ 

•••  359 

Eye  ... 

76—79 

Fistula 

201,  203 

Haemorrhoids 

201,  203 

Post-mortem 

...  382 

Seton,  Veterinary  ... 

425.  431 

Suture 

37,  60 

T.  Smith’s  ... 

...  no 

Tubular,  Simpson’s 

. . . 240 

Needles : — 

and  Canula,  T.  Smith’s 

...  no 

and  Curettes 

...  74 

Nekton’s  Radius  Splint 

...  274 

Nerve  Burrs 

...  146 

Neugebauer’s  Speculums 

...  214 

Nicholl’s  Ear  Speculums 

...  92 

Nicking  Knives  ... 

413,  426 

Nitrate  Silver;— 

Cautery,  Barnes’ 

...  230 

Probe,  Playfair’s  ... 

...  230 

Nitric  Acid  : — 

Canula,  Loome  Atthill’s 

...  231 

Rod  for  Uterus 

...  231 

Nose : — 

Douches 

...  97 

Instruments  ... 

91 — 104 

Pieces  for  Microscope 

366,  367 

Syringes 

...  97 

Nott’s  Vagina  Speculums 

214 

0 

O’Beirn’s  Tubes 

• ••  337 

Obstetric  : — 

Bags 

250—253 

Cases... 

250—253 

Forceps  

258—261 

Instruments  ... 

21 1 —262 

CEsophagus : — 

Bougie 

...  124 

Douche 

124 
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Ointment: — 

Probe,  Playfair’s 

...  230 

Tube,  Allingham’s  ... 

. . . 206 

Oldham’s : — 

Fine  Hook 

255 

Obstetric  Perforators 

...  262 

Olivary  ; — 

Bougies 

161 

Catheters 

...  162 

Operation  : — 
Cases : — 

Army  Regulation  . 

...9,  u 

Emigration 

5 

Navy  Regulation... 

15.  17 

Passenger  Ships’  ... 

...  17 

Peninsular  and  Oriental 

Steam  Navigation  Com- 

pany’s  ... 

21 

Royal  Mail  Steam  Packet 

Company’s 

...  23 

Cases  ...  ...  5, 

7.  13.  19 

Chair,  Sims’ 

- 395 

Field  Cases  ... 

•■•5.  23 

Instruments,  Minor... 

43—46 

Table... 

395 

Ophthalmoscope  Lamp  ... 

...  85 

Ophthalmoscopes... 

82 — 85 

Ormsby’s  Inhaler 

•••  392 

Osteotrite... 

...  50 

Os  Uteri  Dilators  . . 

220—223 

Otis’  Urethrometer 

...  191 

Otoscopes  ... 

...  91 

Oval  Pessaries  ... 

...  247 

Oviform  Pessaries 

...  247 

Omm  Forceps  ...  254, 

255.  257 

P 

Padded  Tenotomy  Splints 

...  288 

Pagan’s  Obstetric  Forceps 

...  261 

Palate ; — 

Instruments 

III,  112 

Teat  and  Shield,  Coles’  ...  112 

Palfrey’s  : — 

...  298 

Prolapsus  Bandage... 

Scarifying  Knife  for  Uterus  228 

Syphon  Douches  ... 

...  234 

Panniers  for  Army 

...  25 

Paquelin’s 

Accessories  for  Thermo- 

Cautery 

...  400 

Thermo-Cautery 

...  399 

Parabolic  Reflectors 

...  365 

Para-rubber  Bandage 

...  301 

Parker’s  Inhaler  for  AnKslhcsia  393 

Parker’s,  Robert : — 

Canula,  Tracheotomy 

...  129 

Tractor 

...  130 

Patella  Splints  

...  273 

Patent  Back  Fleam 

...  423 

Patten,  Thomas’ 

...  272 

Peaslee's:  — 

Metrotome 

...  225 

Tube  for  Caustic  ... 

...  230 
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..  255 
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Perforators  : — 

Denman’s  ...  ...  .••  262 

Greenhalgh’s  262 

Holmes’  262 

Oldham’s  262 

Rigby’s  ...  ..  ...  262 

Simpson’s  ...  ...  ...  262 

Smellie’s  262 

Pessaries  ...  ...  ...  243—249 

Petit’s  Tourniquet  36 

Pewter  Syringes 341 

Phillips’  Catheter  ...  ...  166 

Phymosis  Forceps,  Ricord’s  ...  171 

Pig  Clams  ...  4*5 

Pilcher’s  Retractor  86 

Pillows,  Air  ...  302 

Pins,  Hare  Lip 122 

Pipes,  Veterinary  421 

Pipette,  Throat ...  124 

Plain : — 

Balling  Instrument...  ...  412 

Rasp 430 

Playfair’s  Ointment  Probe  ...  230 

Plessers  370—372 

Pleximeter  371,  372 

Plug  Finishing  Burrs  146 

Pocket : — 
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Dressing  Instruments  55—^9 
Inhalers  ...  ...  ...  407 

Ophthalmoscope  ...  ...  83 

Polariscope  ...  ...  ...  365 

Politzer’s  : — 

Ear  Speculum  ...  ...  92 

Nose  Syringe  ...  ...  97 

Polyptome,  Simpson’s  ...  ...  228 

Polypus  : — 

Ecraseurs  ...  ..  236,  237 

Forceps  233,  235 

Snare 95 

Pond’s  Sphygmograph  ...  ...  369 

Porcelain  Vagina  Tube...  ...  337 

Portable  Field  Operation  Case  23 

Porte-Causticjue,  Chiari’s  ...  230 

Positor,  Ointment,  Barnes’  ...  230 

Posterior  Repeller  ...  ...  418 

Post-mortem  : — 

Cases ...  379 — 381 

Instraments  ...  , ...  379 — 383 

Potassa  Fusa  Holder,  Palfrey’s  230 

Pott’s  Splints  275 

Potter’s  Sound  and  Syringe  ...  232 

Powder  Insufflater  113 

Prava’s  Syringe  for  Subcutaneous 

Injections  323 

Priestley’s  : — 

Craniotomy  Forceps  ...  257 

Uterus  Dilator  ^ 220 

Pritchard’s  Lithotomy  Straps  ...  177 

Probangs 114 
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Probangs,  Veterinary  ... 
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429 

Probe : — 

Anel’s  

78 

Dressing 

57 

Gowlland’s  ... 

202 

Nasal  Duct  ... 

77 

Weber’s 

78 

Probe  for  Application  of 
to  the  Ear  

Wool 

404 

Probes 

Bowman’s  ... 

. . . 

78 

Bullet  

.. 

33 

Gunshot 

33 

Throat 

125 

Walton’s  

77 

78 

Probe  Director,  Fistula... 

. . . 

201 

Probe  Pointed  Scissors  ... 

00 

Prolapsus : — 

Bandage 

... 

298 

Belt  ...  

301 

Prosser  James’ ; — 

Nose  Douche 

... 

97 

Spray  Producer 

134 

Prostate  Catheters  162,  164, 

171 

Protheroe  Smith’s  Instrument  for 
Pelvic  Deformities  

291 

Prout’s : — 

Knife  for  Dividing  Adhesions 

lOI 

Test  Case  

. . . 

373 

Puller,  Mane 

426 

Pulleys,  Dislocation 

265 

Pumps,  Breast  ... 

391 

Punch  for  Bulls  ...  ' 

430 

Q 

Quadruple  Nose  Piece  ... 

366 

Quittor  Syringes  ... 

430 

R 

Radius  Splints  : — 

Bonnet’s 

... 

275 

Nelaton’s 

274 

Watson’s 

275 

Ramage’s  Inhaler 

132 

Ramsbotham’s  : — 

Craniotomy  Forceps 

257 

Decapitation  Hook... 

257 

Obstetric  Forceps  ... 

259 

Rasp,  Plain 

... 

430 

Ratan  Cane  Splints 

275 

Rauchfuss’  Insufflater... 

”3 

Razor  for  Corns... 

61 

Recamier’s  Curette 

219 

Reclination  Needles 

76 

Reclining  Board  for  Spine  Dis- 
ease 

390 

Rectangular  Tongue  Depressor... 

131 

Rectum  ; — 

Douche,  Gowlland’s 

333 

Injection  Syringes  ... 

00 

339 

Instruments  ... 

201- 

-207 

Jets  ... 

332 

Speculums  ... 

204, 

206 

Syphons,  Mattson’s... 

... 

336 

PAGE 

Rectum — Continued. 

Syringes : — 

Gowlland’s  ...  ...  34° 


Hospital  and  Emigrants’  341 


Maw’s 

338—341 

Self  Use  ... 

...  341 

Trusses 

...  310 

T ubes 

•••  337 

Reeded  Cushions 

...  302 

Reflectors,  Parabolic 

- 365 

Registered  Breast  Reliever 

391 

Repositor,  Utenis,  Sims’ 

...  218 

Research  Instruments  . . . 

359—374 

Resection  Instruments  ... 

48-50 

Reservoir  Enema  Apparatus 

•••  330 

Rests 

Back  ... 

389,  390 

Foot  ... 

...  267 

Leg 

• ••  389 

Retentive  Catheters:  — 

Holt’s  

...  163 

Napier’s  

...  163 

Railway 

...  163 

Soft  Rubber  .. 

...  162 

Retractors,  Eye  ... 

...  86 

Reversed  Current  Syringe 

3.39.  341 

Revolving  Lithotomy  Scoop 

...  179 

Rheophores  for  Galvanic 

and 

Magnetic  Batteries 

353—356 

Rhinoscope 

...  103 

Richardson’s : — 

Bougies 

...  161 

Catheters 

...  164 

Urethrotome... 

..,  190 

Richardson’s,  B.,  Ether  Spray  396 

Ricord’s : — 

Phymosis  Forceps  ... 

...  171 

Speculums  ... 

206,  21 1 

Riding  Belts  

...  301 

Rigby’s  Perforator 

. . . 262 

Ring 

Artificial  Arm 

...  284 

Nose  Punch 

...  430 

Pessaries 

...  247 

Roberts’  ; — 

Antiseptic  Inhalers... 

407,  408 

Trocars 

...  322 

Rod,  Glass,  for  Nitric  Acid 

loi,  231 

Root  Forceps  for  Teeth... 

141,  145 

Round  : — 

Bulb  Urinometer  ... 

373 

Pointed  Scissors 

...  58 

Roussell’s  Transfusion  Apparatus  398 
Routh’s  Metrotome  ...  ...  225 

Ruptured  Perineum  Instruments  239,240 

S 


Salmon  and  Ody’s  Trusses  ...  308 

Salmon’s : — 

Hooks  202 

Scissors  ...  ...  ...  202 

Salter’s  Fracture  Cradle  ...  281 

Saunders’  Elevators  143 
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Savage’s : — 

PACK- 

Scoop  — Continued. 

*a(;k 

Skul  1 — Continued . 
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Metrotome  ... 

225 

Witb  Rod 

195 

Forceps 

50 

Speculum  Forceps  ... 

229 

Scoop  .and: — 

Saw... 

^0 

Savoiy  and  Moore’s  ; — 

Hook,  Ear  ... 

95 

Slide:  — 

Ear  Douche  ... 

96 

Screw,  Ear  ... 

95 

Chisel,  Veterinary  ... 

418 

Enema  Douche 

331 

Scott’s  Chest  Measure  ... 

372 

Piston  Syringes  for  Subcu- 

Saws  : — 

Screw  Hook,  for  : — 

taneous  Injections 

323. 

324 

Amputation  ... 

31 

Application  of  Wool  to 

the 

Sling,  Foot 

267 

Post-mortem 

383 

Uterus 

405 

.Slings,  Arm 

273 

Resection 

49 

. so 

Removal  of  a Tampon 

219  1 

.Smee’s  Constant  Current  Bat- 

Sayre’s  Apparatus 

269— 

-271 

Scrotal  Trusses  ... 

. . . 

309 

teries 

3i6,  347 

Scalers  148,  149 

151. 

152 

Sea  Tangle  Tents 

220 

Smellie’s  Perforators 

262 

Scalpels  : — 

Sea  Tangle  and  Sponge  Tents... 

220 

Smith’s  Speculum,  Vagina 

214 

Botanists’ 

... 

359 

Sediment  Collector,  Dobell’s 

373 

Smith’s,  Henry,  Clamp 

for 

Dissection 

378 

Selenite  Stage 

366 

Haemorrhoids  ... 

201 

Dressing 

57 

Separating  Tooth  Forceps 

.. 

145 

Smith’s,  Hey  wood  : — 

' 

Entomologists’ 

359 

Serrefines  ... 

32 

Sound 

218 

Hare  Lip 

122 

Shades : — 

.Sound  and  Curette... 

218 

Minor  Operation 

45 

Eye  ... 

78 

.Smith’s,  T.  : — 

Post-mortem... 

382 

Eye,  Calkin’s 

78 

Gag 

123 

Scalpel  and  : — 

Sharp  Hook,  Thomas’  ... 

95 

Hare  Lip  Forceps  ... 

122 

Abscess  Knife 

57 

Shears  for  Bandages 

388 

Needles  and  Canula 

for 

Bistoury 

57 

' Sheep  Marker 

415 

Staphyloraphy 

1 10 

Lamb  Clams 

414 

Sheets  for  Beds  ... 

304 

Needles  for  Staphyloraphy 

"O  V 

Scanzoni’s : — 

Shield:  — 

Snare,  Thomas’  ... 

95 

Speculum 

216 

and  Teat,  Coles’ 

1 12 

Snow’s  Anaesthetic  Apparatus  ... 

393  i 

Syphon  Douche 

335 

Vaccination  ... 

388 

Socket  for  Arm  ...  ...  , 

284 

Scarificators 

41 

Sibson’s  Inhaler  for  Anresthesia 

392 

Soft  Rubber  Catheters  ... 

162 

Scarifying  Knives 

Siegle’s  Inhaler  ... 

133 

Sound  and  Syringe,  Potter’s 

232 

Eye 

76 

Sieveking’s  Extension  Splint 

. . . 

404 

Sound  : — 

U terns 

228 

Silk  :— 

Fauces 

125 

Uterus,  Palfrey’s 

228 

Ligature 

37 

Fork 

... 

93 

Scarpa’s  Shoe  for  Talipes 

288 

Suspensory  Bandages, 

299, 

300 

Fork,  Blake’s 

... 

93 

Schofield’s  Pessary 

248 

Silver : — 

Sounds  for  Diagno.sis  : — 

Schrbtter’s  Insufflaters  ... 

113 

Plate  Reflector 

366 

Bladder 

... 

173 

Sciatica  Rheophore 

356 

Probes 

33. 57 

U terus 

217, 

218 

Scissors  : — 

Simpson’s : — 

Southey’s  Trocars : — 

Bowel 

383 

Craniotomy  Forceps 

256 

Anasarca 

321 

Canula 

73 

Dilator  for  Urethra 

223 

Ascites 

322 

Cleft  Palate  ... 

1 1 1 

Galvanic  Stems 

222 

Spanton’s  : — 

Clipping  

. . . 

417 

Metrotome  ... 

225 

Instrument  for  Radical  Cure 

De  Wecker’s 

78 

Obstetric  Forceps  ... 

260 

261 

• of  Hernia... 

406 

Dissection 

378 

Perforator 

262 

Spiral  Needle 

406 

Double  Round  Points 

58 

Polyptome  ... 

228 

Spatulas  ... 

57. 

149 

Dressing 

58 

Sound 

218 

Spaying  Knives  ... 

434 

Entomologists’ 

359 

Speculum 

215 

Speculum  Forceps 

229 

Erichsen’s  Throat  ... 

119 

.Stem  Pessaries 

249 

1 Speculums : — 

Excision  of  Os  Uteri 

226, 

227 

Tubular  Needles 

240 

! Ear  ... 

92 

Eye 

73 

Sims’  : — 

Rectum 

204- 

-206 

Fistula 

201 

Catheter  ...  ■ 

240 

j Vagina 

2II- 

-216 

Funis... 

255 

Ear  .Syringe... 

96 

j Spencer  Wells’  Troatrs... 

241 

Haemorrhoids 

201 

1 Ecraseur 

... 

237 

Sphygmographs  ...  368, 

369. 

406 

Post-mortem 

383 

j Metrotome  ... 

225 

Spine  : — 

Probe  Points 

58 

! .Scissors  for  Incising  Uterus 

226 

Apparatus  ... 

290 

291 

Salmon’s  Fistula 

202 

1 .Sound 

218 

Cushion 

304 

Sims’  Uterus 

226 

.Speculums  .. 

212 

. 213 

! Rheophore  

... 

356 

T onsils 

119 

' Skeleton,  Articulated 

. . 

384 

Wrench 

382 

Uvula... 

119 

. Skey’s  Director,  Hernia 

47 

Spiral  Probang 

... 

429 

Scoop : — 

1 Skinner’s  t — 

Splints  ...  269,  270,  272, 

273- 

-279 

Bullet 

... 

33 

Inhaler  for  Antesthesia 

... 

392 

Splitting  Tooth  Forceps 

145 

Ear 

95 

I Pessary 

248 

Sponge : — 

Fergusson’s  ... 

195 

Skull:— 

Bath 

... 

389 

Leroy  d’Eliollc’s 

195 

1 Articulated  ... 

384 

Forceps 

... 

229 

Urethra  

'95 

Coronet  

382 

Holder,  Bennett’s  ... 

23' 

INDEX. 


Spoon  for  Artificial  Arm  ...  284 

Spoons,  Eye  •••  77 

Spray  Producers  : — 

Carbolic  Acid  ...  ...  396 

Ether...  ...  ...  39^ 

Steam,  for  Carbolic  Acid  396,  397 

Throat  I34 

Spring  Action  Fleam  ...  423 

Spud  and  Scoop...  ...  ...  7§ 

Spud,  Walton’s  ...  ...  ...  77 

Square  Air  Pillow  302 

Stafford’s  Urethrotome  ...  ...  191 

Staffs,  Lithotomy  ..."  ...  176 

Stage ; — 

Condenser  ...  ...  ...  366 

Forceps  366 

Micrometer  ...  ...  ...  366 

Steam  Spray  Producers...  396,  397 

vSteel  : — 

Cautery  ...  205 

Tooth  Mirrors  ...  ...  153 

Sterns,  Intra-Uterus  . ...  222 

Stethoscopes  ...  ...  370 — 372 

Stethoscopes,  Veterinaiy  ...  435 

.Stockings,  Elastic  ..  ...  305 

.Stokes’  Extension  Splint  ...  268 

Stomach  : — 

Pumps  ...  ...  ...  342 

Pump,  Veterinary  ...  ...  420 

Tubes  ...  ...  ...  342 

Stone  Crushers  ...  ...  ..  177 

Stop  Needle  ..  ...  ...  77 

Stoppers  ...  ...  ■ ...  150,  151 

Stout : — 

Leather  Knee  Cap  . . . 

Leather  Shoulder  Cap 
Strabismus  Hooks 
Straight  Clamp,  Gowlland’s 
Straps,  Lithotomy  : — 

Mason’s 
Pritchard’s  ... 

Strcatfield’s  Needle  Spatula 
Stricture  Dilators 
Stump  Tooth  Forceps  ... 

Sturdy  Instruments 

Styles  

Suction  Syringe,  Walton’s 
Supports  and  Boots  for  Weak 

Legs  

Suppo.sitory  Tube 
Surgeons’  Armamentarium 
Surgery  Basins  ... 

Suspension  Apparatus 
Suspensory  Bandages 
Suture  : — 


265 

265 

77 

207 

177 

177 

77 

172 

-141 

434 

78 
78 


...  289 

. . . 206 

...  27 

...  388 
269,  403 
299,  300 


138- 


Adjuster 

Needles 

Twister 

Sweat  Scrapers  .. 
Swimming  Belts  .. 
Swivel  Drills 
Symond’s  Tractor 
Syphon : — 

Eye  Douches 
T rocars 


239 

37.  60,  77,  78,  240 

...  ...  239 

...  436 

302 

...  isi 

25s 


Syphon  Vagina  Douches:— 
Gowlland’s  ... 

Green  way’s  ... 

Mattson’s 
Maw’s 
Palfrey’s 
Scanzoni’s 
Syringe  and  : — 

Elastic  Canula,  Guyon’s 
Inflate!- 
Syringes  : — - 

Anatomical  ... 

Bladder 
Dental 

Ear  

Embalming  ... 

Enema 

Anel’s  ... 


325- 


338, 

97, 


205, 

no  "y 


318- 


88 

-322 


Eye, 

Eye,  Walton’s 
Hydrocele 
India-rubber... 

Nose  ... 

Pewter 
Quittor 
Sinus... 

Subcutaneous  Injec 
Throat 

Tumour,  Guarded 
Vagina  ...  338,  339, 

T 

Table  for  Beds  ... 

Tables,  Operation 
Tait’s  Trocar  for  Ovariotomy  ... 
Talipes  Appliances,  270,  287,  288, 
Tangle  Tents 

Tarnier’s  Obstetric  Forceps 
Taxidermists’  Instruments 
Taylor’s  Vectis 
Teale’s  Gorget  ... 

Teat  and  Palate  Shield,  Coles’ 
Teeth  Rheophore 
Teevan’s  ; — 

Graduated  Bougie  ... 
Instruments  for  Performing 
the  Boutonniere  Operation 
Lithotomy  Forceps... 
Lithotomy  Knife  ... 
Lithotrite 

Maisonneuve’s  Urethrotome 
Sound 

Telescopic : — 

Enema  Apparatus  ... 
Stethoscope  ... 

Tenaculum 
Tenotomy : — 

Knives,  Adams’ 

Padded  Splints 
Tents  : — 

Sea  Tangle  ... 

Sponge 
Tupelo 
Test : — 

Cases,  Urine  ...  373, 

Glasses,  Eye 

Stands,  Urine  ...  373, 


333 

334 

336 

335 

334 

335 

194 

194 

377 

170 

152 

96 

377 

-342 

78 

78 

171 

339 

341 

341 

430 

341 

324 

115 

117 

341 

390 

395 

241 

292 

220 

260 

388 

77 

177 
1 12 

356 

194 

187 

179 

178 
i8s 
193 
173 

328 

37* 

45 

46 
288 

220 

220 

220 

374 

85 

374 


Thermo-Cautery  : — 

Accessories,  Paquelin’s 
Paquelin’s 
Thermometers : — 


400 

399 


Clinical 

360 

Surface 

403 

Thigh  Splints 

277, 

278 

Thomas’ : — 

Extension  Apparatus 

272 

Splint  for  Oblique  Fracture 

of  the  Tibia 

. . . 

279 

Splints  for  Hip  Disease 

272 

Thomas’,  Llewellyn  : — 

Forceps,  Ear 

... 

95 

Hooks 

95 

Larynx  Lancet 

119 

Snare... 

95 

Thomas’,  New  York; — 

Curette 

219 

Depressor 

219 

Forceps  for  Vesico-Vag 

inal 

Fistula 

240 

Pessaries 

248 

Sims’  Speculum 

212 

Thompson’s  ; — 

Caustic  Catheter 

168 

Lithotomy  Knife 

178 

Lithotriies  ... 

185, 

186 

Sound 

173 

Stricture  Dilator 

172 

Trocar 

318 

Thomson’s  Elevators 

143 

Throat  : — 

and  Mouth  Instruments 

107- 

-134 

Brushes 

114, 

115 

Inhalers 

132, 

133 

Rheophore  ... 

356 

Spray  Producers 

134 

• Syringes 

115 

Thudichum’s  Nose  Dilator 

103 

Tobacco  Fumigator 

420 

Tobold’s  Laryngoscope  . 

404 

Todd’s  Rectum  Dilator... 

201 

T ongue : — 

Depressors  ... 

... 

131 

Forceps 

131 

Tonsil  — 

Guillotines  ... 

118 

Sickles,  Prosser  James’ 

117 

Tooth  : — 

Instruments  ... 

137- 

-158 

Keys  ... 

142, 

436 

Mirrors 

153 

Torsion  Forceps  ... 

32 

> 58 

Tourniquets 

34 

-36 

Townley’s  Anresthetic  Inhaler  ... 

393 

Toynbee’s  : — . 

Ear  Speculums 

92 

Ear  Syringe  ... 

96 

Lever  Ring  and  Forceps  ... 

95 

Otoscope 

93 

Tympanums... 

lOI 

Trachea  Dilators... 

126, 

130 

Tiacheotomy  Instruments 

126- 

-130 
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Tractor,  R.  Parker’s  ...  ...  130 

Transfusion  Apparatus  ...  398,  405 

Travelling  Urinals  ...  311,  312 

Trays,  Impression  ...  154 — 158 

Trelat’s  Urethrotome  192 

T rephines 50 

Tripod : — 

Post-mortem...  ...  ...  382 

Sayre’s  ...  ...  ...  271 

Trivalve : — 

Nose  Dilator  103 

Speculum  ...  ...  ...  214 

Trocars  ...  241,  319 — 322,  405,  406 
Trough  : — 

Ear 104 

Zoophite  ...  ...  ...  366 

Trumpets,  Hearing  ...  ...  102 

Trusses  ...  ...122,  307 — 310,  436 

Tubes : — 

Caustic,  Peaslee’s  ...  ...  230 

Conversation  102 

Drainage  ...  ...  ...  388 

Funis ...  ...  255 

Lithotomy  ...  ...  ...  176 

Milking  ...  ...  ...  426 

Ointment,  Allingham’s  ...  206 

Singeing  Lamp  ...  432,  433 

Sulphate  Zinc  Points  ...  230 

Suppository  ...  ...  ...  206 

Tubular  Needle,  Simpson’s  ...  240 

Tumour : — 

Ecraseurs  ...  ...  236,  237 

Forceps,  Uterus  ...  233,  235 

Hook  ...  ...  ...  45 

Syringe  ...  ...  ..  117 

Vulsellums  ...103,  119,  234,  235 

Tunnelled  Catheter,  Gouley’s  ...  165 

Tupelo  Tents  ...  ...  ...  220 

Tiirck’s ; — 

Laryngoscope  ...  ...  108 

Tongue  Depressor  ...  ...  13 1 

Turner’s : — 

Ear  Speculum  ...  ...  92 

Fracture  Ci'adle  ...  ...  281 

Twister,  Suture ...  239 

U 

Umbilical : — 

Bands  ...  301 

Trusses  ...  310 

Universal  Splint,  Wyatt’s  ...  276 

Urethra  : — 

Dilators  ...  ...  ...  223 

Forceps  195 

In.struments  ...  ...  161,  197 

Insufflaters 113,  194 

Syringes,  India-rubber  338 — 340 
Syringes,  Pewter  ...  ...  341 

Syringes,  Registered  ...  340 

U rethrometer,  Olis’  191 

Urethrotomes  190 — 193 

Urinals  311,  312 

Urine: — ^ 

Test  Cases 373,  374  j 

Test  Stands 373,  374  i 


Urinometers 

I’AGE 

373 

Uterine  Instruments 

21 1- 

-262 

ir  terns : — 

Hooks  

219 

Polypus  Forceps 

233, 

235 

Probe,  and  Set  of  Eight 

Canulas  for  Dilating 

405 

Repositor,  Sims’ 

218 

Rheophores  ... 

... 

355 

Truss... 

310 

Uvula  : — 

Forceps  

119 

Guillotines  ... 

118 

Instrirments  ... 

1 16, 

117 

Scissors 

119 

V 

Vaccination : — 

Instruments 

51 

Shield  

... 

388 

Vacher’s  Obstetric  Forceps 

261 

Vagina : — 

Dilators 

223 

Injection  Syringes, 

338- 

-340 

Rheophore  ... 

356 

Spray  Syringe 

336 

Syphon,  Mattson’s  ... 

... 

336 

Syringe,  Foster’s  ... 

... 

335 

Syringes,  Pewter  ... 

341 

T ubes 

337 

Vagina  Douches  : — 

Gowlland’s  ... 

333 

Greenway’s  ... 

... 

334 

Maw’s  

335 

Palfrey’s 

334 

Scanzoni’s 

... 

335 

Valantin’s  Knife  .,. 

... 

359 

Valleix’s  Sound 

217 

Vapour  Baths 

394 

Varnell’s  Balling  Instrument 

412 

Varny’s  Mallet  Pluggers 

147 

Vectis : — 

Lever’s 

255 

Lownd’s 

..  . 

255 

Symond’s 

255 

Taylor’s  

77 

Vein  Brooch  and  Tourniquet  ... 

403 

Vernon’s  Plesser... 

370 

Vesico-Vaginal  Fistula  Instru- 

ments  ... 

239, 

240 

Voltolini’s  Otoscope 

91 

Von  Troeltsch’s  Mirror... 

... 

93 

Vulcanite : — 

Caustic  Holder,  Uterus 

... 

231 

Double  Channel  Catheter  ... 

169 

Pipette 

124 

Stethoscope 

370, 

371 

Surgery  Basins 

388 

Vulsellums : — 

Ear 

... 

103 

Tonsils  

119 

Uterine  Polypus 

234. 

235 

W 

Wagstaff ’s  ; — 

Catheters 

107 

Sound  
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